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RESUME

La détection et l'identification des pathogènes est un enjeu crucial pour la biosécurité des pays, en particulier dans la lutte contre le bioterrorisme. [START_REF] Costigliola | Detection of Bacteria, Viruses, Parasites and Fungi[END_REF] Les biocapteurs sont une méthode de détection optimale, car ils permettent une détection facile et sensible des cibles. [START_REF] Vo-Dinh | Biosensors and Biochips[END_REF] Ils ont un potentiel fort car ils peuvent être conçus pour être compacts et portables, tout en permettant la détection en temps réel d'agents pathogènes ou de produits chimiques dangereux.

Il y a plus de cinquante ans [START_REF] Clark | Electrode systems for continuous monitoring in cardiovascular surgery[END_REF] , les premiers biocapteur pour la surveillance en continue de la composition du sang ont été testés lors d'interventions chirurgicales. Depuis, les biocapteurs ont été au centre des intérêts de la recherche et ont aussi démontré une utilité dans une grande gamme d'applications (médicale, pharmaceutique, biosécurité…). [START_REF] Costigliola | Detection of Bacteria, Viruses, Parasites and Fungi[END_REF][START_REF]Biosensors in clinical chemistry[END_REF][START_REF] Cho | Applications of Aptamers as Sensors[END_REF] Généralement les biocapteurs sont constitués d'un élément de reconnaissance biologique (biorécepteur) et d'un transducteur qui convertit une réaction biochimique à un signal mesurable. [START_REF] Vo-Dinh | Biosensors and Biochips[END_REF] Les biopuces sont généralement constituées d'une matrice de biosenseurs, ce qui permet une analyse simultanée (multiplexée) de différentes réactions biochimiques. Les biorécepteurs peuvent être des systèmes ou des espèces biologiques, ainsi que des matériaux biomimétiques. Ils sont formés à partir de molécules biologiques, telles que des séquences d'acide nucléique, [START_REF] Kim | Aptamer-based nanobiosensors[END_REF] de protéines (anticorps, antigènes, enzymes, ...), [START_REF] Sharma | Antibodies and antibody-derived analytical biosensors[END_REF][START_REF] Amine | Recent advances in biosensors based on enzyme inhibition[END_REF] de cellules entières ou de fragments subcellulaires. [START_REF] Gutiérrez | Heavy metal whole-cell biosensors using eukaryotic microorganisms: an updated critical review[END_REF][START_REF] De Michele | Mitochondrial biosensors[END_REF] En particulier les aptamères, qui sont des brins simples d'acides nucléiques (ARN et ADN), sont particulièrement intéressant. Ils sont une excellentes sondes alternatives, car ils peuvent présenter une affinité et une sélectivité élevées vers une large gamme de cibles spécifiques (des petites molécules chimiques à des cellules entières). [START_REF] Jayasena | Aptamers: An emerging class of molecules that rival antibodies in diagnostics[END_REF] Les aptamères présentent également l'avantage d'être modifiables à façon, et sont comparativement plus faciles et moins à produire.

Une des questions les plus importantes dans la technologie des biocapteurs est la fiabilité et la reproductibilité, en particulier l'immobilisation des sondes peut poser des limitations sérieuses. [START_REF] Sassolas | DNA Biosensors and Microarrays[END_REF] Un grand nombre de techniques présentent des inconvénients sérieux pour une immobilisation fiable des sondes, mais aussi pour la passivation des surfaces et pour éviter l'adsorption non spécifique.

Dans le laboratoire PMC, le greffage bien contrôlé de 1-alcènes sur des surfaces de silicium exemptes d'oxygène a été étudié pour une immobilisation fiable par des liaisons stables et covalentes Si-C. [START_REF] Faucheux | Mechanisms of Thermal Decomposition of Organic Monolayers Grafted on (111) Silicon[END_REF][START_REF] Touahir | Molecular monolayers on silicon as substrates for biosensors[END_REF][START_REF] Warntjes | Electrochemical Methoxylation of Porous Silicon Surface[END_REF][START_REF] Fellah | Kinetics of Electrochemical Derivatization of the Silicon Surface by Grignards[END_REF] En particulier, l'hydrosilylation photochimique de l'acide undécylénique entraîne une monocouche organique terminée d'acide carboxylique sur des surfaces de silicium hydrogénées. [START_REF] Faucheux | Well-Defined Carboxyl-Terminated Alkyl Monolayers Grafted onto H-Si(111): Packing Density from a Combined AFM and Quantitative IR Study[END_REF] Les groupes d'acides permettent une modification chimique supplémentaire de la surface avec des biomolécules par une stratégie d'amidation en deux étapes dans des conditions douces et en utilisant des réactifs de couplage de peptides de carbodiimide bien connus. [START_REF] Sam | Semiquantitative Study of the EDC/NHS Activation of Acid Terminal Groups at Modified Porous Silicon Surfaces[END_REF][START_REF] Moraillon | Amidation of Monolayers on Silicon in Physiological Buffers: A Quantitative IR Study[END_REF] Cette chimie a été utilisée pour développer des micro-arrays, où une couche mince d'un alliage de carbone de silicium amorphe hydrogéné (a-Si1-XCX:H) est déposée sur des couches métalliques ou des nanostructures métalliques. Cela permet d'optimiser la fluorescence des fluorophores greffés sur ces couches. [START_REF] Touahir | Molecular monolayers on silicon as substrates for biosensors[END_REF][START_REF] Touahir | Highly sensitive and reusable fluorescence microarrays based on hydrogenated amorphous silicon-carbon alloys[END_REF][START_REF] Galopin | Amorphous silicon-carbon alloys for efficient localized surface plasmon resonance sensing[END_REF][START_REF] Touahir | Plasmonic properties of silver nanostructures coated with an amorphous silicon-carbon alloy and their applications for sensitive sensing of DNA hybridization[END_REF] Les propriétés optiques de la couche a-Si1-XCX:H déposée par dépôt chimique en phase vapeur assisté par plasma (PECVD) ont été réglées et optimisées, ce qui a donné une sensibilité extrêmement élevée de 5 fM pour l'interaction ADN-ADN. [START_REF] Touahir | Localized surface plasmon-enhanced fluorescence spectroscopy for highly-sensitive real-time detection of DNA hybridization[END_REF] L'objectif de cette thèse est d'étudier l'interaction des agents pathogènes avec les aptamères sur une architecture de biopuces stable et reproductible basée sur un alliage de carbone de silicium amorphe hydrogéné (a-Si1-XCX:H) déposé sur un rétroréflecteur en aluminium pour une détection fiable et sensible d'agents pathogènes par fluorescence. La surface de silicium permet le greffage de monocouches organiques à terminaison acide avec des liaisons Si-C robustes. Les couches terminées par des groups acides sont des candidats excellents pour une immobilisation fiable de sondes à terminaison amine par des liaisons peptidiques covalentes. Le substrat de silicium est non seulement la base d'une immobilisation fiable mais fournit également une plateforme d'analyse et de quantification par spectroscopie infrarouge, ainsi qu'une analyse avec fluorescence pour une sensibilité augmentée. Sur cette architecture, nous introduisons l'interaction de la toxine ochratoxine A (OTA) avec son ADN-aptamère 36mer comme système modèle.

Le procédé de modification multi-étapes que nous effectuons sur le silicium sera expliqué plus en détail au chapitre 2. Des surfaces de silicium à terminaison Le deuxième chapitre présente en détail la fonctionnalisation des surfaces de silicium pour l'immobilisation des groupes fonctionnels à terminaison NH2. Les modifications contrôlées sont étudiées quantitativement par spectroscopie infrarouge à transformée de Fourier en géométrie de réflexion totale atténuée (ATR-FTIR). En particulier, comme exemple, le PEG-NH2 a été immobilisé pour créer une surface anti-bio-fouling. La couche d'oxyde de substrats de silicium a été enlevée par gravure HF. Ceci a permis le greffage de l'acide undécylénique par hydrosilylation photochimique, conduisant à une monocouche organique à terminaison carboxyle, fixée par des liaisons covalentes Si-C possédant une densité surfacique dense de 𝑁 𝐶𝑂 = 2.5 • 10 14 𝑐𝑚 -2 et ayant une couverture de surface de 𝜃 = 32%. L'étape suivante consiste à activer la surface avec EDC / NHS, ce qui conduit à des groupes ester-NHS sur la surface, qui à leur tour subissent une réaction d'aminolyse et sont ainsi remplacés par des (bio) molécules à terminaison amine, comme des PEGs ou aptamères. Les molécules de PEG sont immobilisées avec succès sur des monocouches à terminaison ester-NHS. Une analyse quantitative de l'acide restant sur la surface permet de calculer la densité surfacique des chaînes de PEG sur la surface de N PEG = 1.7 • 10 14 cm 2 , avec un rendement de réaction de 𝜂 = 64%. Les propriétés anti-biofouling vis à vis E. coli Katushka K12 a été montrée qualitativement par fluorescence et microscopie optique pour trois surfaces PEG différentes (PEG 750, PEG 2000 et PEG 5000). Les trois surfaces PEG ont montré un comportement prometteur anti-biofouling.

Le troisième chapitre décrit la caractérisation de l'OTA dans différents milieux physiologiques par spectroscopie in-situ ATR-IR et UV-vis. Ce chapitre présente en détail l'étude de la relation de la structure d'OTA avec sa réponse infrarouge et UV-vis dans différents milieux. Cette relation a été d'abord étudiée pour l'OTA dans différents milieux (méthanol et H2O) et à différents pH par infrarouge in-situ. Les mesures in situ de l'OTA dans l'eau ont été effectuées dans des conditions de travail similaire à ceux qui prévalent lors de l'interaction de l'OTA avec son aptamère. On a trouvé que dans le méthanol, l'OTA est sous sa forme déprotonée, alors que dans H2O à pH 7 il est sous une forme une fois déprotonée. A pH 8.5 et 11, la forme ouverte et la forme deux fois déprotonée coexiste probablement. Des mesures de spectroscopie UV-vis ont été effectuées et le comportement similaire pour les différentes valeurs de pH a été observé, comme par IR, on ne peut pas différencier entre les structures protonée est une fois déprotonée, ainsi qu'entre les formes deux fois déprotonée est ouverte. Une mesure de calibration d'IR in-situ a été effectuée avec succès dans H2O, pH 8.5 afin de pouvoir quantifier l'OTA sur les surfaces après interaction avec les aptamères. Ceci a été suivi par une mesure de calibration UV-vis qui permet la quantification de l'OTA dans un tampon de régénération.

Le quatrième chapitre est l'étude de l'interaction de l'OTA avec son aptamère immobilisé sur des surfaces de silicium cristallin. Nous présenterons au début la stratégie d'immobilisation des aptamères à terminaison NH2 sur des surfaces de silicium fonctionnalisées. Le rendement de la réaction d'aminolyse a été augmenté en optimisant la composition du tampon et le pH, ainsi que la concentration en aptamère.

Une fois qu'un tampon idéal a été trouvé pour la réaction d'aminolyse, le rendement a été encore augmenté en répétant les réactions d'activation et d'aminolyse jusqu'à ce qu'aucune autre immobilisation d'aptamères n'ait lieu sur les surfaces. Après cette optimisation nous avons obtenu une densité surfacique d'aptamère de 𝑁 𝑎𝑝𝑡𝑎 = 1.6 • 10 14 𝑐𝑚 -2 . L'interaction de l'OTA avec son aptamère sur les surfaces a été démontrée avec succès et quantifiée pour la première fois par ATR-FTIR, donnant une densité surfacique OTA de 𝑁 𝑂𝑇𝐴 = 1.9 • 10 13 𝑐𝑚 -2 sur les aptamères. La régénération des aptamères (élimination de l'OTA) a été étudiée avec deux méthodes. La quantification des surfaces par ATR-FTIR a montré que 63% (ou 1.2 • 10 13 𝑐𝑚 -2 ) de l'OTA ont été enlevé, tandis que la quantification de la solution tampon de régénération par spectroscopie UV-vis a donné un densité inférieure par un facteur 3. Finalement, la spécificité de l'aptamère vis-à-vis de l'OTA a été démontrée en utilisant une molécule chimiquement similaire (warfarine), vers laquelle l'aptamère n'a montré aucune affinité.

Après avoir vu l'interaction de l'OTA avec ses aptamères directement par spectroscopie infrarouge, nous avons observé l'interaction OTA-aptamère indirectement par fluorescence sur l'architecture des biopuces. Le dernier chapitre est donc consacré au transfert des protocoles du système du silicium cristallin à l'architecture de biopuces a-Si1-XCX:H pour la détection indirecte de l'interaction OTAaptamère par spectroscopie de fluorescence. L'architecture des biopuces est basée sur un film de 44 nm a-Si1-XCX:H déposé sur un rétroréflecteur en aluminium. Dans une première étape, le dépôt PECVD de a-Si1-XCX:H a été étalonné pour assurer une bonne augmentation de signal de fluorescence. Le taux de dépôt pour un Si0.85C0.15:H a été trouvé à 1.10 μm / h Deux méthodes de détection par fluorescence (signal OFF et signal ON) ont été étudiées avec des brins complémentaires de longueur 13 mer (13 base nucléique). Les résultats obtenu étaient prometteurs, avec un changement relatif de signal de 75% et 64% par l'association pour "signal OFF" et "signal ON", respectivement. Néanmoins, une sévérité accrue conduit à des résultats faussement positifs, où aucune différence n'a été trouvée entre une association « blanc » et une association avec l'OTA. La forte diminution de l'intensité de fluorescence des spots témoins a conduit à l'étude de la qualité de l'immobilisation des oligonucléotides, qui se sont révélé être stables et bien contrôlées. Enfin, deux directions différentes d'immobilisation d'aptamère (par la côté 3' et 5') ont été comparées vis-à-vis de trois brins complémentaires différents. Les trois brins complémentaires étaient deux 18 mer, un à chaque extrémité, et un 36mer. La meilleure combinaison trouvait, fut l'aptamère immobilisé sur le 5' avec un brin complémentaire d'une longueur 18 mer marqué sur le 5', et qui présentait une perte de signal relative de 40,9% avec OTA et 23,9% sans OTA.

GENERAL INTRODUCTION

The detection and identification of pathogenic targets is a critical issue for national biosecurity, especially in the fight against bioterrorism. [START_REF] Costigliola | Detection of Bacteria, Viruses, Parasites and Fungi[END_REF] Biosensors are an optimal method of detection as they allow easy and sensitive detection of targets. [START_REF] Vo-Dinh | Biosensors and Biochips[END_REF] They have a high potential for in-field use as they can be designed to be compact and portable, while enabling real time detection of pathogens or dangerous chemicals.

Over fifty years ago the first biosensor for the continuous monitoring of the chemical composition of blood during surgery was reported. [START_REF] Clark | Electrode systems for continuous monitoring in cardiovascular surgery[END_REF] Ever since biosensors have been in the centre of research interests and have shown rapid growth in a wide range of applications such as medical, pharmaceutical or biosecurity. [START_REF] Costigliola | Detection of Bacteria, Viruses, Parasites and Fungi[END_REF][START_REF]Biosensors in clinical chemistry[END_REF][START_REF] Cho | Applications of Aptamers as Sensors[END_REF] Biosensors generally consist of a biological recognition element (bioreceptor) and a transducer which converts a biochemical reaction into a measurable signal. [START_REF] Vo-Dinh | Biosensors and Biochips[END_REF] Biochips are usually composed of large arrays of biosensors, which allow simultaneous (multiplex) analysis of different biochemical reactions. The bioreceptors are either biological systems or species, or biomimetic materials, and are formed from biological molecules, such as nucleic acid sequences, [START_REF] Kim | Aptamer-based nanobiosensors[END_REF] proteins (antibodies, antigens, enzymes,…), [START_REF] Sharma | Antibodies and antibody-derived analytical biosensors[END_REF][START_REF] Amine | Recent advances in biosensors based on enzyme inhibition[END_REF] whole cells and sub-cellular fragments. [START_REF] Gutiérrez | Heavy metal whole-cell biosensors using eukaryotic microorganisms: an updated critical review[END_REF][START_REF] De Michele | Mitochondrial biosensors[END_REF] Especially aptamers, which are ligand-binding single strands of nucleic acids (RNA and DNA), have moved into the centre of interest. [START_REF] Cho | Applications of Aptamers as Sensors[END_REF] They are a great alternative as probes as they can be engineered to exhibit a high affinity and selectivity towards a wide range of specific targets (from small chemical molecules to whole cells). [START_REF] Jayasena | Aptamers: An emerging class of molecules that rival antibodies in diagnostics[END_REF] Aptamers also display the advantage of being site specifically modifiable as well as comparably easy and cheap to produce.

One of the most important issues in biosensor technology is the reliability and reproducibility, especially the immobilization of probes can impose serious limitations. [START_REF] Sassolas | DNA Biosensors and Microarrays[END_REF] Many techniques display serious drawbacks for reliable probe immobilization, but also towards surface passivation and avoidance of non-specific adsorption.

In the laboratory PMC the well-controlled grafting of 1-alkenes on oxygen-free silicon surfaces for a reliable immobilization by covalent Si-C bonds has been studied extensively. [START_REF] Faucheux | Mechanisms of Thermal Decomposition of Organic Monolayers Grafted on (111) Silicon[END_REF][START_REF] Touahir | Molecular monolayers on silicon as substrates for biosensors[END_REF][START_REF] Warntjes | Electrochemical Methoxylation of Porous Silicon Surface[END_REF][START_REF] Fellah | Kinetics of Electrochemical Derivatization of the Silicon Surface by Grignards[END_REF] Especially the photochemical hydrosilylation of undecylenic acid results in a carboxylic acid-terminated organic monolayer grafted on hydrogenated silicon surfaces. [START_REF] Faucheux | Well-Defined Carboxyl-Terminated Alkyl Monolayers Grafted onto H-Si(111): Packing Density from a Combined AFM and Quantitative IR Study[END_REF] The acid groups allow further chemical modification of the surface with biomolecules by a two-step amidation strategy in mild conditions, using wellknown carbodiimide peptide coupling reagents. [START_REF] Sam | Semiquantitative Study of the EDC/NHS Activation of Acid Terminal Groups at Modified Porous Silicon Surfaces[END_REF][START_REF] Moraillon | Amidation of Monolayers on Silicon in Physiological Buffers: A Quantitative IR Study[END_REF] This well mastered chemistry was used to develop microarrays, where a layer of an hydrogenated amorphous silicon carbon alloy (a-Si1-XCX:H) is deposited on metal thin films or metallic nanostructures for enhanced fluorescence. [START_REF] Touahir | Molecular monolayers on silicon as substrates for biosensors[END_REF][START_REF] Touahir | Highly sensitive and reusable fluorescence microarrays based on hydrogenated amorphous silicon-carbon alloys[END_REF][START_REF] Galopin | Amorphous silicon-carbon alloys for efficient localized surface plasmon resonance sensing[END_REF][START_REF] Touahir | Plasmonic properties of silver nanostructures coated with an amorphous silicon-carbon alloy and their applications for sensitive sensing of DNA hybridization[END_REF] The optical properties of the a-Si1-XCX:H-layer deposited by plasma enhanced chemical vapor deposition (PECVD) were tuned and optimized, resulting in an extremely high sensitivity of 5 fM for DNA-DNA interaction. [START_REF] Touahir | Localized surface plasmon-enhanced fluorescence spectroscopy for highly-sensitive real-time detection of DNA hybridization[END_REF] The goal of this thesis is to develop a stable and reproducible chemistry for biochips, for a reliable and sensitive detection of pathogens by fluorescence. For this aminoterminated aptamers are immobilized by peptide bonds on carboxyl-terminated monolayers. These organic monolayers are grafted on an a-Si1-XCX:H-layer which is deposited on an aluminium back reflector. The interaction of the food and feed toxin Ochratoxin A (OTA) with its 36-base (or 36mer) DNA-aptamer is introduced as model system on our biochip architecture.

The first chapter introduces the concept of pathogens, their classifications and methods of detection. The concept of aptamers is discussed, before explaining in more detail the strategy for detecting the interaction between the food and feed toxin Ochratoxin A (OTA) and its aptamer.

The second chapter is dedicated towards the surface functionalization of oxide free crystalline silicon surfaces. The state of the art is compared with the methods we applied for a stable multi-step functionalization by covalent bonds, for the immobilization of amino-terminated functional groups. The well-controlled modifications are studied quantitatively by Fourier-transform infrared spectroscopy in attenuated total reflection geometry (ATR-FTIR).

The third chapter describes the characterization of OTA in different physiological media by in-situ ATR-IR and UV-vis spectroscopy. Calibration measurements for the quantification of OTA on surfaces will be discussed.

The fourth chapter is the study of the interaction of OTA with its immobilized aptamer on crystalline silicon surfaces. Quantitative ATR-IR and UV-vis spectroscopy allow to determine the density of OTA on surfaces. The specificity of the aptamer towards OTA is demonstrated by studying its affinity towards a chemically similar molecule.

The last chapter is dedicated to the transfer of the system from crystalline silicon to the a-Si1-XCX:H biochip architecture for indirect detection of the interaction OTAaptamer by fluorescence spectroscopy.

STATE OF THE ART & STRATEGY 1.Introduction

Pathogens pose a crucial risk for a country's biosecurity, in the fight against bioterrorism, but also for the protection against infectious diseases. They pose danger to living beings and include bacteria, viruses, fungi and toxins. Biochips offer a way of rapidly detecting a wide range of pathogens and can be designed to be compact and be used by semi-skilled personnel in emergency situations. [START_REF] Costigliola | Detection of Bacteria, Viruses, Parasites and Fungi[END_REF] As the subject of pathogens is very wide, this chapter provides an introduction into the concept of pathogens, the ways they are classified, and an overview over methods for their detection, especially biosensors. Aptasensors are a subgroup of biosensors which use single strands of DNA (aptamers) as probes. They will be discussed towards the detection of ochratoxin, which we introduce as a model system for studying the interaction of pathogens with aptamers with our biochip architecture. Therefore both aptamers and ochratoxins will be addressed. Finally the strategy for detecting directly and indirectly the interaction between OTA and its aptamer will be discussed.

Pathogens

Definition and types

Pathogens, or more specifically bio-threat agents, generally include bacteria, viruses, fungi and toxins that harm or kill people, animals and plants, and which can deliberately be used as a weapon. [START_REF] Costigliola | Detection of Bacteria, Viruses, Parasites and Fungi[END_REF] Lists of potential agents are created by the NIAID (National Institute of Allergy and Infectious Diseases, USA) or the ECDC (European Centre for Disease Prevention and Control) and include a large number of agents, reflecting the fact that many common pathogens have the capacity of causing harm to humans or economic damage. [START_REF] Costigliola | Detection of Bacteria, Viruses, Parasites and Fungi[END_REF] The classification of biological agents is either done operationally (lethal vs. incapacitating), legally (limited possession and transportation rights) or regulatory. The regulatory classification by the NIAID differs between three priority categories: Category A, Category B, Category C. 24 The Category A agents pose a national security risk, as they have high morbidity and mortality rates and furthermore can disseminate and be transmitted easily. Most of these agents require biosafety level 4 for laboratories. The Category B agents disseminate with moderate ease but have a low mortality rate and can be contained relatively easily. Category C agents are emerging pathogens which might be engineered for mass dissemination. This can be because they are easily available, easy to produce and easy to spread, and/or because they have potential for high morbidity and mortality rates. [START_REF] Costigliola | Detection of Bacteria, Viruses, Parasites and Fungi[END_REF]24,[START_REF] Pallen | Bacterial Pathogenomics[END_REF] Examples of pathogens in these categories are listed in Table 1. and then isolated by the group of van der Merwe [START_REF] Van Der Merwe | Mycotoxins. Part II. The constitution of ochratoxins A, B, and C, metabolites of Aspergillus ochraceus wilh[END_REF][START_REF] Van Der Merwe | Ochratoxin A, a Toxic Metabolite produced by Aspergillus ochraceus Wilh[END_REF] in the same year. Other ochratoxin producing fungi are Penicillium, [START_REF] Hutchison | The isolation and structure of 4hydroxyochratoxin A and 7-carboxy-3,4-dihydro-8-hydroxy-3-methylisocoumarin from penicillium viridicatum[END_REF] and other members of Aspergillus. [START_REF] Abarca | Ochratoxin A production by strains of Aspergillus niger var. niger[END_REF][START_REF] Ciegler | Bioproduction of ochratoxin A and penicillic acid by members of the Aspergillus ochraceus group[END_REF][START_REF] Bayman | Ochratoxin Production by the Aspergillus ochraceus Group and Aspergillus alliaceus[END_REF] Ochratoxins contaminate food and feed sources, [START_REF] Speijers | Worldwide ochratoxin A levels in food and feeds[END_REF] but meat can also contain ochratoxin through secondary contamination. [START_REF] Jørgensen | Occurrence of ochratoxin A in Danish wheat and rye, 1992-99[END_REF][START_REF] Jørgensen | Occurrence of ochratoxin A in commodities and processed food--a review of EU occurrence data[END_REF] The group of the ochratoxins includes several related metabolites. While ochratoxin A is the most harmful, there are also other ones like the dechloro analog ochratoxin B, or its methyl ester ochratoxin C

(the chemical structures are displayed in Figure 1). 36 OTA is severely toxic for humans and animals, displaying nephrotoxic [START_REF] Krogh | Occurrence of ochratoxin A and citrinin in cereals associated with mycotoxic porcine necropathy[END_REF][START_REF] Ribelin | The toxicity of ochratoxin to ruminants[END_REF] , hepatotoxic, [START_REF] Gayathri | Hepatotoxic effect of ochratoxin A and citrinin, alone and in combination, and protective effect of vitamin E: In vitro study in HepG2 cell[END_REF][START_REF] Qi | Ochratoxin A induced early hepatotoxicity: new mechanistic insights from microRNA, mRNA and proteomic profiling studies[END_REF] neurotoxic, [START_REF] Miki | Regional difference in the neurotoxicity of ochratoxin A on the developing cerebral cortex in mice[END_REF][START_REF] Sava | Acute neurotoxic effects of the fungal metabolite ochratoxin-A[END_REF] teratogenic, [START_REF] Gilani | Teratogenicity of ochratoxin A in chick embryos[END_REF][START_REF] Brown | Teratogenic and toxic effects of ochratoxin A in rats[END_REF] immunotoxic, [START_REF] Luster | Selective Immunosuppression in Mice of Natural Killer Cell Activity by Ochratoxin A[END_REF][START_REF] Al-Anati | Interference of arachidonic acid and its metabolites with TNF-α release by ochratoxin A from rat liver[END_REF] and potentially carcinogenic [START_REF] Bendele | Ochratoxin A carcinogenesis in the (C57BL/6J X C3H)F1 mouse[END_REF][START_REF] Mantle | Renal tumourigenesis in male rats in response to chronic dietary ochratoxin A[END_REF] effects on organisms.

The tolerable weekly intake of OTA has been set at 120 ng/kg by the European Food Safety Authority (EFSA). [START_REF] Efsa | EFSA evaluates ochratoxin A in food and derives a Tolerable Weekly Intake[END_REF] More restrictive regulations have been established by other agencies, for example the US Food and Drug Administration (FDA) considers the tolerable daily intake to be 5 ng/kg. [START_REF][END_REF] Since OTA has hazardous effects on the human health the testing of real food samples

for it has been regulated by the European Union. While several possibilities for measuring the OTA content in food samples exist, the most commonly used is highperformance liquid-chromatography (HPLC) combined with fluorescence detection systems (FD). [START_REF] Kunsagi | Report on the Validation of a Method for the Determination of Ochratoxin A in Capsicum Spp[END_REF] HPLC-FD returns results quickly, and allows relatively precise quantification with a limit of detection (LOD) of 0.55 ng/mL, [START_REF] Hernández | Validation of two analytical methods for the determination of ochratoxin A by reversedphased high-performance liquid chromatography coupled to fluorescence detection in musts and sweet wines from Andalusia[END_REF] but extensive sample pretreatment is necessary, and parallel analysis for multiple targets is cumbersome.

Other rather traditional methods of detection are:

 Liquid chromatography -mass spectrometry (LC-MS/MS), LOD: 0.01 ng/mL The conventional methods for detecting pathogens can be very time-consuming and labor intensive. For example pathogenic bacteria are traditionally cultured on agar plates with subsequent standard biochemical identification. [START_REF] Mandal | Methods for Rapid Detection of Foodborne Pathogens: An Overview[END_REF] More recently developed methods are faster and can provide higher sensitivity and specificity. They include nucleic acid-based methods, immunology-based methods and biosensors.

Nucleic acid-based methods

The principle of the nucleic acid-based methods is based on the detection of bacteriaspecific DNA or RNA by hybridizing it with artificial complementary oligonucleotides. [START_REF] Law | Rapid methods for the detection of foodborne bacterial pathogens: principles, applications, advantages and limitations[END_REF] These methods include the probably most commonly used polymerase chain reaction (PCR), but also newer developments like quantitative PCR (qPCR), multiplex PCR (mPCR) and other strategies like microarray technology. PCR is a method for amplifying nucleic acids, which was developed in the 80s by Mullis et al. [START_REF] Mullis | Process for amplifying, detecting, and/or-cloning nucleic acid sequences[END_REF] The PCR process generally consists of 20-50 cycles as displayed in Figure 2. In the first step (denaturation) the double-stranded DNA is heated to separate the strands. For the next step specific primers are added and anneal with the single strands of DNA. In the last step of the cycle the DNA-polymerase fills up the missing strands with free nucleotides, starting from the 3'-side of the primer and following the strand. The two new double strands can then be used for the next cycle, resulting in exponential amplification. [START_REF] Mullis | Process for amplifying, detecting, and/or-cloning nucleic acid sequences[END_REF][START_REF] Filion | Quantitative Real-Time PCR in Applied Microbiology[END_REF][START_REF] Lazcka | Pathogen detection: A perspective of traditional methods and biosensors[END_REF] The main advantages of PCR lie in its high sensitivity and high specificity, but it can also be automated and yield reliable results. Nevertheless the results can be affected by PCR inhibitors and the DNA requires purification.

qPCR improves on normal PCR as in addition to PCRs advantages it allows rapid cycling, no post-amplification products are necessary and real-time monitoring is possible. At the same time it has to cope with the same disadvantages of PCR and being rather expensive and multiplex measurements are difficult. 

Immunology based methods

These methods rely on high specificity and affinity of antibodies towards their antigen.

It is one of the few methods which has been successfully applied for the detection of bacteria, viruses, spores and toxins. [START_REF] Iqbal | A review of molecular recognition technologies for detection of biological threat agents[END_REF] Some of the better known methods applied are enzyme-linked immunosorbent assay (ELISA) [START_REF] Engvall | Enzyme-linked immunosorbent assay (ELISA) quantitative assay of immunoglobulin G[END_REF] , magnetic immunoassay (MIA) [START_REF] Rohr | Magnetically assisted binding assays using magnetically labeled binding members[END_REF] and lateral flow immunoassay (LFIA) [START_REF] Yetisen | Paper-based microfluidic point-of-care diagnostic devices[END_REF][START_REF] Sajid | Designs, formats and applications of lateral flow assay: A literature review[END_REF] . ELISA is a very popular method, with the sandwich method (see Figure 3) being its most effective form. [START_REF] Law | Rapid methods for the detection of foodborne bacterial pathogens: principles, applications, advantages and limitations[END_REF] For this method in the first step (1) antibodies are immobilized before the targets are added (2). In the next step (3) an antigen detecting antibody binds to the target. Then an enzyme-labelled antibody binds to the detecting antibody (4). Finally ( 5), the enzyme's substrate is added, which reacts to a detectable product. ELISA can be applied for a wide range of targets, is very specific and can be automated to reduce time and labor needs. Nevertheless it struggles with low sensitivity, the risk of false high-positive results and especially the fact, that the antibody might interact with similar antigens. [START_REF] Gan | Enzyme immunoassay and enzyme-linked immunosorbent assay[END_REF] Further challenges are posed by the controlled immobilization of antibodies and the denaturation of the antibodies on surfaces. [START_REF] Gan | Enzyme immunoassay and enzyme-linked immunosorbent assay[END_REF] 

Biosensors

Biosensors are analytical devices with a biological component. They are used in many different applications, including environmental, electrochemical, clinical and security. [START_REF] Costigliola | Detection of Bacteria, Viruses, Parasites and Fungi[END_REF][START_REF]Biosensors in clinical chemistry[END_REF][START_REF] Karube | Enzyme sensors for environmental analysis[END_REF][START_REF] Dong | Electrochemical Biosensing in Extreme Environment[END_REF] The analysis is based rather on function than on structure, and they can be used to detect against a wide range of targets:

 Toxins (food and feed stock contamination, security…) [START_REF] Prieto-Simón | Novel highly-performing immunosensor-based strategy for ochratoxin A detection in wine samples[END_REF][START_REF] Solanki | Self-assembled monolayer based impedimetric platform for food borne mycotoxin detection[END_REF]  Carcinogens (food contamination, released by industrial processes…) [START_REF] Ensafi | A novel sensitive DNAbiosensor for detection of a carcinogen, Sudan II, using electrochemically treated pencil graphite electrode by voltammetric methods[END_REF]  Human vitals (blood glucose level, cancer…) [START_REF] Liu | Aptamer-Nanoparticle Strip Biosensor for Sensitive Detection of Cancer Cells[END_REF][START_REF] Kumar | Reduced graphene oxide modified smart conducting paper for cancer biosensor[END_REF]  Pesticides (food contamination, detection in environment, e.g. DDT) [START_REF] Mauriz | Optical immunosensor for fast and sensitive detection of DDT and related compounds in river water samples[END_REF][START_REF] Andreou | A portable fiber-optic pesticide biosensor based on immobilized cholinesterase and sol-gel entrapped bromcresol purple for in-field use[END_REF]  Drug detection (low level detection in environment or in pharmaceuticals) [START_REF] Marrazza | Disposable DNA electrochemical biosensors for environmental monitoring[END_REF][START_REF] Bagni | Deoxyribonucleic acid (DNA) biosensors for environmental risk assessment and drug studies[END_REF]  Microbial contamination (food, environmental hazards, security) [START_REF] Moll | A Love wave immunosensor for whole E. coli bacteria detection using an innovative two-step immobilisation approach[END_REF][78][79] Biosensors combine a biological recognition component (or bioreceptor) with a physico-chemical transducer and possibly an (electronic) amplifier, as displayed in The bioreceptors of biosensors can be separated into five different main types:

(i) Biological polymers including nucleic acids 80,81 , aptamers [82][83][84] and peptides 85

(ii) Proteins such as antibodies and antigens [START_REF] Moll | A Love wave immunosensor for whole E. coli bacteria detection using an innovative two-step immobilisation approach[END_REF]86 (iii) Enzymes [START_REF] Karube | Enzyme sensors for environmental analysis[END_REF]87,88 ,abzymes (catalytic antibodies) 89,90 and other proteins 91,[START_REF] Wong | Real-time protein biosensor arrays based on surface plasmon resonance differential phase imaging[END_REF] (iv) Whole cells and cellular fragments using plant or animal cells [START_REF] Védrine | Optical whole-cell biosensor using Chlorella vulgaris designed for monitoring herbicides[END_REF][START_REF] Bahl | In Vivo Detection and Quantification of Tetracycline by Use of a Whole-Cell Biosensor in the Rat Intestine[END_REF] , microorganisms [START_REF] Souza | Microbial biosensors[END_REF] , organelles [START_REF] Rizzuto | Mitochondria as biosensors of calcium microdomains[END_REF] , cell receptors [START_REF] Hoffman | A biosensor assay for studying ligand-membrane receptor interactions: Binding of antibodies and HIV-1 Env to chemokine receptors[END_REF][START_REF] Quintana | Design and Function of a Dendrimer-Based Therapeutic Nanodevice Targeted to Tumor Cells Through the Folate Receptor[END_REF] , and tissue slices [START_REF] Oungpipat | A reagentless amperometric biosensor for hydrogen peroxide determination based on asparagus tissue and ferrocene mediation[END_REF] (v) Biomimetic materials 100,101 There are various types of transducers, which convert different kinds of reactions into (i) In-vitro selection and synthesis is faster, lowers the cost and can be conducted without animals, facilitating its use for toxic compounds and increasing flexibility in selection conditions [112][113][114][115] (ii) Synthesis can be conducted with high purity and reproducibility 116

(iii) Smaller size enables higher surface densities 117 (iv) Chemical modifications which don't affect the affinity are relatively easy to conduct to enhance specificity, detection, stability and allow immobilization [START_REF] Jayasena | Aptamers: An emerging class of molecules that rival antibodies in diagnostics[END_REF]118 (v) Higher thermal stability (reversible denaturation) and higher shelf live [START_REF] Jayasena | Aptamers: An emerging class of molecules that rival antibodies in diagnostics[END_REF]119 (vi) High versatility due to wider range of targets (cells, toxins, viruses, proteins, even small molecules and metal ions) [START_REF] Kim | Aptamer-based nanobiosensors[END_REF][120][121][122] (vii) Low immunogenicity and low-toxicity 123 (viii) Can show higher affinity and specificity towards target than antibodies 115,120 Despite all these advantages, aptamers also have some limitations:

(i) Degradation by nucleases in biological media of RNA-aptamers limits the therapeutic applications. One of the propositions to avoid this degradation include the performance of SELEX with modified stability-enhanced nucleotides 124

(ii) Cross-reactivity with molecules of similar structure can be problematic, but binding can be avoided with negative SELEX, where aptamers that bind with similar molecules are discarded 125 (iii) Time and labor consuming generation, despite being easier and faster to produce than antibodies. Automated SELEX has been proposed by Cox et al., which allows the generation of aptamers in several days 126 The SELEX process which is used to find aptamers was developed in 1990 by the groups of Gold and Ellington. 112,113 The standard SELEX strategy is shown in Figure 5. The process starts with a large library of randomized sequences (up to 10 16 ) with lengths usually around 30-50mer, but up to 100mer. 115,121 In the first step (1), the sequences are incubated with an immobilized target molecule. In the second step (2), the unbound oligonucleotides are removed from the target-bound ones. Then the oligonucleotides which were bound to the target are eluted (3) and amplified ( 4). The amplification is usually done with polymerase chain reaction (PCR) or real-time PCR (RT-PCR). 121 These amplified strands form the new library for the next round of this cycle, where the stringency is increased (5) to raise the competition between the remaining oligonucleotides. The cycle is repeated 10-15 times, resulting in aptamers which recognize the target molecule. The stringency is set by the selection parameters (temperature, pH, buffer composition) and can be adapted to a small or broad range of working conditions for the aptamers. Aptamers are mainly unstructured in solution, but form well-defined 3D-structures when binding their ligands. 127 The molecular architectures which are formed include the ligand as an intrinsic part of its structure. Aptamers are also highly reusable, as they can preserve their structure when being subjected to repeated cycles of regeneration. The aptamers can be regenerated with heat, salt concentration, medium pH and chelating agents, while remaining undamaged if extreme limits are not exceeded. [START_REF] Jayasena | Aptamers: An emerging class of molecules that rival antibodies in diagnostics[END_REF] The interaction of an aptamer with its target depends on the presence of salts and the pH of the physiological media. 128 The recognition of targets by an aptamer is characterized by any combination of: hydrogen bonding (which can result in a pseudo-base pair involving the ligand), electrostatic interactions, intermolecular bonding, general acid-base interactions, shape complementarity, and folding of the aptamer around the target, resulting in numerous intermolecular interactions. 127 Aptamers as probes have shown a wide range of usability while being comparatively easy and cheap to produce. As the research on aptamer-based sensors advances they display more and more their competitiveness with alternative approaches.

Aptamers for the detection of OTA

The first aptamer towards OTA was published by Cruz-Aguado and Penner in 2008. 128 The aptamer which they isolated contains 36 nucleotides with the sequence GAT-CGG-GTG-TGG-GTG-GCG-TAA-AGG-GAG-CAT-CGG-ACA, and displays an affinity Kd of 49 nM towards OTA. They also showed that the aptamer does not bind with chemically similar molecules like warfarin and N-acetyl-L-phenylalanine and has a strongly reduced affinity towards ochratoxin B. Upon binding with OTA this aptamer takes the structure G-quadruplex, as depicted in Figure 6. 82 

Aptamer-based biosensors for the detection of OTA

There is a large number of different aptamer based methods for the detection of OTA with electrochemical or optical detection methods. An overview of the methods and their sensitivities is given in Table 2. The different detection methods show a wide range of limit of detection (LOD). Depending on the underlying method the fluorescent and luminescent methods show high sensitivities with very low LODs (fM -pM range).

Electrochemical methods also show relatively high sensitivities (pM -nM range), while the colorimetric methods are less sensitive (nM range). The response range of sensors is the range in which they show a linear response with the concentration of the target, and is therefore also an important characteristic of sensors. The performance of biosensors regarding sensitivity, selectivity, speed, stability, complexity, and processing depends strongly on the nature of the chosen bioreceptor and transducer. The substrate for the bioreceptor plays a major role, as its intrinsic properties define the possible measurement methods, which in turn also determine the biosensors speed, ease-of-use and possible miniaturization for portable devices.

The need of high stability and reproducibility demands a reliable and well-controlled chemistry. This ensures dependable probe immobilization but also institutes the possibility of applying (antifouling) layers to avoid non-specific adsorption from targets such as proteins and bacteria. A reliable probe immobilization is also crucial for the dependability of the biosensor. The biosensors specificity and selectivity are mainly defined by the probes which are used. Another point to consider is that the probes are biological components and their production can be complex and their shelf life has to be considered before choosing a biosensor system.

1.4 Strategy proposed for detecting the interaction aptamer-OTA

The goal of this thesis is to study the interaction of pathogens with aptamers on a stable and reproducible biochip architecture based on an hydrogenated amorphous silicon carbon alloy (a-Si1-XCX:H) deposited on an aluminium back-reflector for reliable and sensitive detection of pathogens by fluorescence. The silicon surface enables the grafting of acid-terminated organic monolayers with robust Si-C bounds. The acidterminated layers are excellent candidates for a reliable immobilization of amineterminated probes by covalent peptide bonds. The silicon substrate is not only the basis for a reliable immobilization but also provides a platform for analysis and quantification by infrared spectroscopy, as well as analysis with fluorescence for an increased sensitivity. On this architecture we introduce the interaction of the toxin ochratoxin A (OTA) with its 36mer DNA-aptamer as a model system.

The well-controlled multi-step modification process which we carry out on silicon is displayed in Figure 7, and will be explained in more detail in chapter 2. Hydrogen terminated silicon surfaces (1) are used as a basis for the grafting of an acidterminated organic monolayer by photochemical hydrosilylation (2). This results in a very stable monolayer attached by covalent Si-C bonds. The stable acid-terminated layer is then the basis for the next step (3), where the amino-terminated aptamers are immobilized on the surface by a two-step amidation process. The two-step amidation consists first of an activation reaction of the surface with the carbodiimide EDC in presence of NHS. This is followed by a subsequent aminolysis reaction, leading to aptamers immobilized on the organic monolayer by stable peptide bonds. This immobilization strategy provides the substrate with a high chemical stability with respect to ageing and long exposure in physiological media. Once the aptamers are immobilized on the surface the interaction aptamer-OTA is carried out (4). Two detection methods were envisaged:

1.4.1 Direct detection of the interaction aptamer-OTA by ATR-FTIR

Carrying out the surface modifications on crystalline silicon (111) allows studying of all steps by Fourier-transform infrared spectroscopy in attenuated total reflexion geometry (ATR-FTIR). This enables the study and quantification of the surface functionalization, the probe immobilization and the interaction of OTA with its aptamer without any labelling.

Indirect detection of the interaction aptamer-OTA by fluorescence

The chemistry is transferred to the biochip architecture. While the chemistry remains largely the same (HF-etching, hydrosilylation, 2-step amidation), it is now conducted on a thin layer of an amorphous silicon-carbon alloy (a-Si0.85C0.15:H) on an aluminium back reflector. The role of the back reflector is to increase the fluorescence sensitivity by constructive interference at the a-Si1-XCX:H layer. [START_REF] Touahir | Highly sensitive and reusable fluorescence microarrays based on hydrogenated amorphous silicon-carbon alloys[END_REF] The local and defined deposition of different aptamers and oligonucleotides is carried out with a robotic spotter, giving it its biochip (multiplex) capabilities.

The biochips are based on an indirect detection of the interaction aptamer-OTA by fluorescence. Two different methods of detection on surfaces are proposed in literature, "signal OFF" and "signal ON". In the "signal OFF" detection method (Figure 8, left) short complementary oligonucleotides labelled with fluorophores are hybridized to the aptamers. Successful association with OTA removes the complementary strands, resulting in a decrease of fluorescence intensity. For the "signal ON" method (Figure 8 

SURFACE FUNCTIONALIZATION OF OXIDE FREE SILICON SURFACES 2.1 Introduction

Silicon and its derivatives (e.g.: silicon dioxide, silicon carbide, silicon nitride) [START_REF]Biosensors in clinical chemistry[END_REF][START_REF] Galopin | Amorphous silicon-carbon alloys for efficient localized surface plasmon resonance sensing[END_REF]138,139 is of interest as a substrate for biosensors because of the chemical and physical capacities (e.g.: surface reactivity, luminescence properties), and as it comes in various forms (monocrystalline, polycrystalline, amorphous, porous, as nanoparticles) [START_REF] Galopin | Amorphous silicon-carbon alloys for efficient localized surface plasmon resonance sensing[END_REF][140][141][142][143] .

This enables its use for a wide range of different detection methods, like optical, 106,144 electronical, 2,145 electrochemical, 102,146 piezoelectrical, 108,147 and gravimetrical. 148,149 Silicon is to a certain degree biocompatible and can easily be miniaturized permitting the implementation as in vivo devices. 150 Furthermore, silicon surfaces can be readily functionalized with a bio-recognition layer for probe immobilization and allows modular change of its physico-chemical properties for the development of patterned or antifouling surfaces to avoid unspecific adsorption. [151][152][153] The reliability, efficiency and sensitivity of biosensors strongly depends on the robustness of the chemistry between the surface and the bio-recognition layer. 106,154 Chemical stability and good reproducibility can be achieved by a well-controlled anchoring of the bio-receptive layer. Secondly, for the same reasons of reliability, efficiency and sensitivity, it also depends on the stability of further modifications of the bio-recognition layer which might be performed. These modifications are often the immobilization of probes and/or antifouling molecules. The applied chemistry must be dependable enough to guarantee stable binding, even when carrying out assay protocols in physiological media. Unreliable immobilization can impair the quality of the biosensors in terms of reproducibility and sensitivity, causing for instance reduced sensitivity due to probe loss. The immobilization of antifouling molecules is carried out to avoid unwanted non-specific adsorption on surfaces of for example proteins and bacteria. This is done to ensure that the detection is only dependent on the interaction of the probe with its target and is not affected by non-specific adsorption of the targets on the surface.

In this work we propose a multi-step process for well-controlled silicon surface modification for reliable biomolecular aptamer-target interaction. Our strategy (see Figure 9) consists of: Hydrogenation of silicon surfaces (1), to enable the grafting of carboxyl-terminated organic monolayers via stable Si-C bonds (2). This is followed by a 2-step amidation process (3 and 4), allowing the covalent immobilization of NH2terminated functional groups (as biological probes) in mild conditions. This chapter will start with the "state of the art" of surface functionalization, explaining in detail our method, while also pointing out some of the alternatives. In the final part the experimental results of the functionalization of oxide-free silicon surfaces will be discussed. The immobilization of the antifouling molecule poly(ethylene glycol) (PEG)

was chosen as a proof of concept for the covalent binding of amine-terminated molecules on acid-terminated silicon surfaces. Its anti-biofouling properties towards bacteria are verified. Etching of Si (111) in basic NH4F results in atomically flat hydrogenated SiH surfaces 163 , while etching in acidic HF yields atomically rough SiHX surfaces. 165 Porous silicon can be formed by different pathways, the first method found was stain etching, where the silicon is etched with HF, nitric acid and water. [166][167][168] Figure 10 shows the mechanism which leads to the formation of hydrogenated silicon by HF etching on atomically rough surfaces. In the first step the removal of oxygen leads to Si-F at the interface.

This causes the Si-Si back bond to be weakened by the highly electronegative fluoride.

The fluorinated silicon can then be removed by further HF attack in form of SiFX, leaving as a consequence an H-terminated silicon surface. 169,170 Figure 10: Mechanism of HF etching on silicon. 171 In 1993 Linford and Chidsey reported the first formation of alkyl monolayers on nonoxidized silicon surfaces by covalent Si-C bonds, which were prepared by the pyrolysis of diacyl peroxides ([CH3(CH2)nCO]2O2). 172 Since then a wide range of different methods have been developed to graft organic monolayers via stable Si-C bonds on different morphologies of hydrogenated silicon surfaces. The reaction can be conducted in two ways: (i) electrochemically with Grignard reagents 173,174 , diazonium 175 and other onium salts (ammoniums and phosphoniums) 176 ; or (ii) chemical hydrosilylation mediated thermally 172,177 , photochemically [START_REF] Faucheux | Well-Defined Carboxyl-Terminated Alkyl Monolayers Grafted onto H-Si(111): Packing Density from a Combined AFM and Quantitative IR Study[END_REF]151,178,179 , or catalytically 180,181 .

The photochemical grafting of 1-alkenes is especially of interest because the reaction is comparably fast and easy to handle and produces densely packed and stable monolayers with low surface oxidation. It also allows grafting of alkenes with different functional groups, which can then be used to link other molecular structures to silicon surfaces. [START_REF] Moraillon | Amidation of Monolayers on Silicon in Physiological Buffers: A Quantitative IR Study[END_REF]182,183 The choice of functional end groups R (see Figure 11) is limited by their reactivity towards the hydrogenated silicon surface. This excludes the hydroxyl (R-OH), amine (R-NH2) and aldehyde (R-CHO) groups, which would be of interest for further functionalization. One way of grafting with functional end groups is by protecting them, then grafting the alkene chains, followed by the removal of the protection. In this context in the laboratory PMC the one-step and two-step grafting of alkyl chains with the functional group COOH via stable Si-C bonds was studied in (without or with protection, respectively). [START_REF] Faucheux | Well-Defined Carboxyl-Terminated Alkyl Monolayers Grafted onto H-Si(111): Packing Density from a Combined AFM and Quantitative IR Study[END_REF] This method allows the grafting of 1alkenes with the functional group carboxyl (R-COOH). In particular the direct photochemical grafting of undecylenic acid at 312 nm was studied, resulting in carboxylic acid (COOH) terminated monolayers. The obtained surfaces showed no formation of siloxane (Si-O-C=O), confirming that the carboxyl group does not react with the surface. The surfaces exhibited fairly dense organic monolayers (surface densities up to 2.7•10 14 cm -2 ). The grafting also displayed no surface oxidation, yielding excellent electronic properties of the interface. 17 Linford et al. proposed a chain propagation reaction mechanism (see Figure 12) for the UV-induced grafting. 172 The UV light cleaves the Si-H and thereby creates a surface radical. This surface radical will attack the terminally unsaturated alkene, with the binding of the alkene by its α-carbon to the Si atom. This results in a radical on the grafted molecule on the β-carbon, which then removes a hydrogen atom at a neighboring SiH site, resulting in a new surface radical for further alkene attachment. 172

Figure 12: Reaction mechanism of UV-induced grafting of 1-alkenes on hydrogen terminated surfaces proposed by Linford and Chidsey. 177,184 The grafting of organic monolayers on silicon surfaces is also possible by visible light.

Stewart and Buriak introduced an alternative route for grafting on porous hydrogen terminated silicon under mild reaction conditions using white light. 185 They proposed a grafting mechanism, where the illumination with white light at moderate intensity creates relatively long-lived surface-localised excitons (electron-hole pairs). 186 The electron-hole pair is separated and results in a positive localised surface charge. The unsaturated alkene can then undergo a nucleophilic attack by the hole, yielding a carbon centred radical nucleophilic. This radical can bond a hydride, and neutralize the charge. 186,187 Later on Hamers found a way of grafting on crystalline silicon surfaces by temporarily terminating the silicon surface with iodine by exposure to 514 nm light. 188 The group of Zuilhof then found a method of grafting alkyl monolayers directly on crystalline silicon with visible light (447 nm) at room temperature. 189,190 Wang et al. proposed that the reactions involved in grafting are based on the creation of a valence-band hole, which can be either created by an exciton mechanism or photoemission. In the exciton mechanism the light creates an electron-hole pair. 191,192 The valence-band hole can also be created by a photoemission reaction initiated by UV light, where an electron from the silicon surface is excited to an acceptor level of electron acceptors (which can include the reactant molecules), leaving a valence-band hole. The valence-band hole, created by either mechanism, can then induce a nucleophilic attack by the alkenes, resulting in a stable Si-C bond. The reaction mechanism is dependent on the wavelength of the light. At short wavelengths the photons excite the electrons to the electron-acceptor levels of the alkenes, resulting in more efficient photoemission despite the fact that both are possible. 192 At longer wavelengths the valence-band hole creation is likely limited to the exciton mechanism.

Therefore the grafting mechanism is defined by the wavelength and the electronic structure of the molecules.

Two-step amidation of acid terminated surfaces

The acid-terminated surfaces are good candidates for the attachment of biomolecules in mild conditions by amide bonds. They can be immobilized on acid terminated surfaces by first "activating" the acid groups on the surface with peptide coupling agents like carbodiimides 193 , uronium 194,195 salts or phosphonium 196,197 salts. This activation then allows immobilization of functional groups with primary amines in "soft conditions" resulting in their stable immobilization. 198,199 In the laboratory PMC the carbodiimide EDC was studied as a coupling agent, as it is water soluble (and therefore easy to handle and remove), non-toxic and relatively inexpensive. It is generally used with the succinimide NHS (N-hydroxysuccinimide) to form a stable intermediary, the ester of succinimidyl, which can react with amine groups to form stable amide bonds. The reaction mechanism has been extensively studied in solution. 193,[200][201][202] The reaction mechanism on carboxylic acid-terminated surfaces is displayed in Figure 13. [START_REF] Sam | Semiquantitative Study of the EDC/NHS Activation of Acid Terminal Groups at Modified Porous Silicon Surfaces[END_REF][START_REF] Moraillon | Amidation of Monolayers on Silicon in Physiological Buffers: A Quantitative IR Study[END_REF]203 In the first step the OH group of the surface acid reacts with one of the double bonds of EDC, resulting in the formation of Oacylurea (reaction 1). The O-acylurea will further react following three competitive reaction pathways: (i) direct reaction with NHS to form the ester-NHS product Sam et al. showed that the concentration of EDC and NHS determines which of the three competitive reactions dominates, by testing a large series of concentrations and also by varying the ratio of EDC to NHS, including strong excess concentrations of either compound. [START_REF] Sam | Semiquantitative Study of the EDC/NHS Activation of Acid Terminal Groups at Modified Porous Silicon Surfaces[END_REF] A strongly reduced activation yield with unreacted surface acid groups occurs, when large excess of NHS is used. Large excess of EDC on the other hand results in N-acylurea on the surface. When the concentrations of EDC and NHS are equal but higher than 10 mM the reaction also results in N-urea on the surface, while concentrations below 5 mM lead to anhydride on the surfaces. Therefore all activation reactions are carried out at 5 mM EDC and NHS. The reaction temperature was also found to play a vital role. For temperatures under 5°C the reaction yield drops, while high temperatures (room temperature, 25°C) lead to urea forming on the surface. Touahir et al. reported activation yields of 𝜂 = 85 -95% in kinetic studies on atomically rough silicon surfaces. 203 The activation yield on atomically flat surfaces drops to 𝜂 = 60 -80%. This difference is presumably due to steric hindrance because the acid layer exhibits a higher density on atomically flat SiH then on atomically rough SiHX.

Ester-NHS activated silicon surfaces enable the immobilization of NH2-terminated functional groups, by an aminolysis reaction. 193 During the aminolysis reaction the amine-terminated (bio)molecules react with the ester-NHS, forming an amide bond (see Figure 14). The molecule is then covalently bound to the organic layer, resulting in a strong and reliable immobilization. Moraillon et al. found that the pH of the amine solution plays a crucial role during the aminolysis reaction. [START_REF] Moraillon | Amidation of Monolayers on Silicon in Physiological Buffers: A Quantitative IR Study[END_REF] The pH of the amine solution must be lower than the pKa of the corresponding amine (<10) for the reaction to take place. This aminolysis reaction allows for example the stable immobilization of biological probes for sensors or the attachment of antifouling layers which can avoid unwanted non-specific adsorption (or fouling) of for example proteins and bacteria on surfaces, which are known for their strong tendency to adsorb on many surfaces. 182,[204][205][206] We have chosen the well-known PEG (poly(ethylene glycol)) molecules as an example for an anti-biofouling layer because of their excellent antifouling properties towards bacteria and proteins. 207 These layers can be immobilized by aminolysis. Unlike many other antifouling molecules it is commercially available and inexpensive, and is also non-toxic, non-immunogenic and non-antigenic. Specifically, the antifouling properties of methoxypoly(ethylene glycol)-amine (CH3O-PEG-NH2, Figure 15) with different chain lengths were compared.

Figure 15: Chemical structure of Methoxy-PEG-amine.

Materials and Methods

Chemicals and substrates

In our experiments all chemicals were of reagent grade or higher and if not mentioned The bacteria Escherichia coli Katushka (E. coli) K12 was kindly supplied by Julie Bouckaert and Sabine Szunerits of the Université de Lille 1. 208 It contains plasmids which harbour three genes. One of the genes is for the production of the fluorescent protein Katushka (TurboFP635: excitation/emission maxima at 588/635 nm). The two other genes are for antibiotic resistance (towards kanamycin and chloramphenicol), to ensure plasmid replication.

The silicon samples were cleaved from double-side polished n-type silicon ((111), FZ, 30-40 Ωcm, Siltronix, France). To prepare the prisms for ATR-FTIR, the silicon pieces were polished on two opposite sites to have a bevel around 45°-47°. 209 The prism size was generally around 20x16x0.5 mm, resulting in up to 30 internal reflections.

The optical microscopy images were obtained with an Olympus BX51WI.

Hydrogenated silicon surfaces

The etching is conducted in two steps:

 Preliminary cleaning: the silicon wafer is immersed in Piranha solution at 100°C.

The solution consists of a 1:3 mixture of H2O2 with H2SO4. This procedure is applied because Piranha solution is a strong oxidizing agent and removes all organic pollutions on the surface. Afterwards the wafer is very carefully rinsed with ultra-pure water to avoid any possible contaminations during the etching.

 HF-etching: Removal of oxide layer on silicon surfaces is done by immersing the sample for 5 seconds in a polytetrafluoroethylene (PTFE) beaker filled with 50% hydrofluoric acid solution. Afterwards the wafer is cleaned with ultra-pure water and dried in a flow of N2 before further handling.

Photochemical hydrosilylation of undecylenic acid

Undecylenic acid is outgassed under argon in a Schlenk tube at 100°C for 30 minutes and then cooled to room temperature. The freshly HF-etched silicon sample is then transferred into the Schlenk tube with continuous argon bubbling for 15 min. The Schlenk is closed hermetically and irradiated for 3 h in a UV reactor (6 mW cm -2 , 312 nm). The functionalized surface is finally cleaned twice with glacial acetic acid under argon bubbling at 75°C for 15 min in a Schlenk tube and subsequently in a beaker with acetic acid for 5 min. The rinse is continued for 10 min with PBS 1X/0.1% SDS, before the sample is rinsed with ultrapure MilliQ water and dried under N2. 

Adsorption test of E. coli Katushka K12 on PEG-surfaces

The support used for the adsorption-studies of E. coli on PEG-surfaces was a glass slide with a 250 nm layer of aluminium and a 44 nm layer of amorphous silicon carbon 

Results and discussion

Hydrogenation of silicon surfaces

The removal of the native oxide layer of Si (111) by HF-etching was observed by ATR-FTIR. Figure 16 shows the infrared spectra of an H-terminated silicon surface after HFetching in p-and s-polarization, with the reference being the clean oxidized silicon surface before etching. There are several overlapping negative peaks visible in the region 900 -1350 cm -1 . A triplet of small positive peaks is also visible in the region 2050 -2150 cm -1 . Negative peaks correspond to a loss, while positive peaks indicate a gain of compounds on the surface. The negative bands (900 -1350 cm -1 ) correspond to the vibrational modes of Si-OX.

The transverse optical (TO) Si-O-Si vibration is clearly visible for both polarisations at 1060 cm -1 , while the longitudinal phonon optical (LO) vibration is only visible in the ppolarization. 210,211 The triplet of positive bands in the region 2050 -2150 cm -1 corresponds to hydride bonds (Si-HX) formation. Three forms of hydrogenated silicon are visible: monohydride Si-H at ~2080 cm -1 , dihydride Si-H2 at 2105 cm -1 and trihydride Si-H3 at 2130 cm -1 . 212

The intense negative Si-OX and the positive SiHX bands show that the HF-etching removed oxidized silicon, and formed a hydrogenated silicon surface. The fact that all three hydrides are visible in both polarizations indicates a rough hydrogenated surface.

Grafting of undecylenic acid on silicon surfaces by hydrosilylation

The hydrogenated surface was modified by photochemical hydrosilylation of undecylenic acid. The corresponding ATR-FTIR spectra in p-and s-polarization are displayed on the left in Figure 17, the reference spectra being the hydrogenated silicon surfaces. Three negative peaks are visible in the region 2050 -2150 cm -1 , which correspond to the loss of SiHX bonds. The bands at 2930 and 2850 cm -1 can be associated with antisymmetric CH2 (νa) and symmetric CH2 (νs) modes, respectively.

The large peak at 1715 cm -1 (peak height 0.7 mAbs) arises from the stretching mode vibration of the carboxyl C=O bond. The small peak at 1465 cm -1 is assigned to the deformation of CH2 in the H-C-H plane, while the peak at 1410 cm -1 stems from the vibrations of the C-OH group. [START_REF] Faucheux | Well-Defined Carboxyl-Terminated Alkyl Monolayers Grafted onto H-Si(111): Packing Density from a Combined AFM and Quantitative IR Study[END_REF] The presence of the vibrations which are associated with the different bonds of undecylenic acid confirms the surface functionalization.

The region between 1000 and 1300 cm -1 is characteristic for the oxide bonds of silicon, like Si-O-Si. The low oxidation of the sample by the process of photochemical hydrosilylation is displayed by the low intensity of the oxide bands, which can be seen more clearly when compared with the intensity of the oxide bands removed after HFetching (5.5 mAbs at 1050 cm -1 in Figure 16). By integrating and comparing the spectrum of HF-etching and hydrosilylation in the region 900 -1350 cm -2 in spolarization, one can estimate that the sample's oxidation after hydrosilylation is about 5% of what had been removed by etching. Right side: deconvolution of the fits.

A quantitative determination of the surface coverage has been conducted from the analysis of the C=O band, as shown by Faucheux et al. (cf. Annex I). [START_REF] Faucheux | Well-Defined Carboxyl-Terminated Alkyl Monolayers Grafted onto H-Si(111): Packing Density from a Combined AFM and Quantitative IR Study[END_REF] For this the IRspectra are fitted (right side in Figure 17) with a Gauss (~1705 cm -1 , FWHM ~ 70 cm -1 ) and a Lorentz (~1715 cm -1 , FWHM ~ 25 cm -1 ) curve. The peak which is fitted at 1715 cm -1 has only one vibrating contribution (C=O), therefore normally a single peak would be fitted for the quantitative analysis. Nevertheless the method of fitting two peaks with different profiles was established, as using the sum of the two integrated absorbances yields the best results. [START_REF] Faucheux | Well-Defined Carboxyl-Terminated Alkyl Monolayers Grafted onto H-Si(111): Packing Density from a Combined AFM and Quantitative IR Study[END_REF] The sum of the integrated intensities of the fitted curves in s-and p-polarization (𝐴 𝑆 = 2.7 • 10 -3 𝑐𝑚 -1 and 𝐴 𝑃 = 3.1 • 10 -3 𝑐𝑚 -1 ) then yields the surface density of 𝑁 𝐶𝑂 = 2.5 • 10 14 𝑐𝑚 -2 . In order to calculate the surface coverage the number of hydrogenated atoms on flat SiH surfaces (𝑁 𝑆𝑖 = 7.83 • 10 14 𝑐𝑚 -2 ) is taken as reference for the maximum number of possible binding sites.

Our experiments are carried out on atomically rough SiHX surfaces which exhibit a higher number of possible binding sites, but a reliable number cannot be given due to its relative inhomogeneity. With this we obtained a surface coverage of 𝜃 = surface coverage with alkyl chains is not possible due to steric hindrance from the tilt angle and the diameter of the chain. They calculated that about 50% of the surface silicon SiH sites can be used for the binding. 213 Experimentally, Faucheux showed that the achievable surface density on atomically flat silicon surfaces (prepared by etching in NH4F) is 2.7•10 14 cm -2 , corresponding to a relatively dense surface coverage of 𝜃 = 35%. [START_REF] Faucheux | Well-Defined Carboxyl-Terminated Alkyl Monolayers Grafted onto H-Si(111): Packing Density from a Combined AFM and Quantitative IR Study[END_REF] The reduced surface density on our surfaces probably stems from the atomic roughness of the sample.

Activation with EDC/NHS of acid-terminated surfaces

The activation reaction of the carboxyl-terminated alkyl chains grafted on silicon was conducted with EDC/NHS and was characterized and quantified by ATR-FTIR. The infrared spectrum in s-and p-polarization of such a surface is displayed on the left in The triplet of peaks at 1819, 1788 and 1745 cm -1 is characteristic for the carbonyl of the ester-NHS. The mode at 1819 cm -1 corresponds to the νC=O stretch of the ester, while the 1788 and 1745 cm -1 modes are associated with the symmetric and antisymmetric vibrational modes νC=O of the carbonyl groups of the succinimidyl cycle. The peaks at 1370 and 1208 cm -1 are associated with the succinimidyl cycle's symmetric and antisymmetric νC-N-C modes. The band at 1065 is assigned to the succinimidyl's νC-N-O mode. 203,214 The bands found in the spectrum agree with the peaks expected by the formation of ester-NHS on the surface.

The surface density of the ester-NHS groups on the surface was determined by the quantitative analysis of the fits of the two peaks at 1788 and 1819 cm -1 with a procedure described by Moraillon et al. (cf. Annex I). [START_REF] Moraillon | Amidation of Monolayers on Silicon in Physiological Buffers: A Quantitative IR Study[END_REF] In this procedure the remaining acid peak at 1725 cm -1 is fitted with a Gauss curve (FWHM ≈ 45 cm -1 ), while the three ester-NHS peak peaks at 1740 (FWHM ≈ 20 cm -1 ), 1788 (FWHM ≈ 21 cm -1 ) and 1818 cm -1 (FWHM ≈ 23 cm -1 ) are fitted with a Voigt profile (convolution of Gaussian and Lorentzian profile). The integrated intensities of these fits are displayed in Table 3.

With these values the ester-NHS surface density of the sample shown in Figure 18 was calculated to be 𝑁 𝑁𝐻𝑆 = 2.1 • 10 14 𝑐𝑚 -2 . As the surface density of the carboxyl groups was determined before to be 𝑁 𝐶𝑂 = 2.5 • 10 2.5•10 14 = 84% of activated carboxyl groups, or a surface coverage of 𝜃 = 27%. From this we can also calculate the surface density of the unreacted remaining acid groups to be 𝑁 𝐶𝑂,𝑟𝑒𝑚𝑎𝑖𝑛𝑖𝑛𝑔 = 𝑁 𝐶𝑂 -𝑁 𝑁𝐻𝑆 = 0.4 • 10 14 𝑐𝑚 -2 . The ester-NHS surface density varied from 1.7 -2.1•10 14 cm -2 during the conducted experiments, depending mainly on the surface density of grafted undecylenic acid. This indicates a reliable and reproducible activation process of carboxyl terminated alkene chains on silicon surfaces. PEG was chosen as a proof of principle for the immobilization of NH2-terminated molecules on activated surfaces. CH3O-PEG750-NH2 (with n=15 ethyleneglycol moieties) was immobilized on an ester-NHS activated silicon surface by an aminolysis reaction. The infrared spectra after aminolysis are displayed in Figure 19, the reference spectra being the SiHX surfaces. Compared to the spectra after the activation reaction the ester-NHS triplet disappears.

Two new bands at 1640 and 1545 cm -1 appear, corresponding to νCO (amide I) and νCNH (amide II), respectively. The appearance of these two bands confirms the successful aminolysis of the activated surface with PEG. The peaks in the region 2860 -2925 cm -1 are associated with the νOCHX and νCHX modes of the alkyl and the PEG chains. The bands in the region 1000 -1200 cm -1 can be associated to the νC-O-C mode, which also stem from the PEG chain.

Some acid remains visible in the spectrum with the carboxyl C=O bond at 1735 cm -1 .

The shift of the acid peak, in comparison to the carboxyl-terminated surface, stems from the reduced interaction between the carboxyl groups. The remaining acid already visually indicates that the aminolysis reaction probably did not take place on all available ester-NHS sites and that unreacted ester-NHS was hydrolysed into acid.

The fits for quantitative analysis are displayed on the right side. All peaks are fitted with a Gaussian profile. The acid peak is fitted at 1735 cm -1 (FWHM ~ 40 cm -1 ), and the amide I and amide II are fitted at 1643 cm -1 (FWHM ~ 60 cm -1 ) and 1547 cm -1 (FWHM ~ 

Adsorption test of E. coli Katushka K12 on PEG-surfaces

PEG is often used in order to avoid bio-adhesion. The anti-biofouling behavior of PEG stems from its hydrophilicity, resulting in a remaining thin layer of water between the PEG and the potential adsorbent. 207 The anti-biofouling properties of PEG on surfaces depends mainly on chain length and surface density. 153,207 Longer PEG chains and denser surfaces resist bacterial adsorption better. Therefore we decided to qualitatively study the anti-biofouling behavior of three different PEG chain lengths (PEG 750, PEG 2000 and PEG 5000) immobilized on silicon surfaces. For this the adsorption of the E. coli Katushka strand K12 on the PEG surfaces was examined with a fluorescence scanner and an optical microscope.

The surfaces for PEG immobilization are based on an amorphous silicon carbon alloy deposited on an aluminium back-reflector on glass slides for fluorescence measurements, as described in more detail in chapter 5. The surface functionalization of these slides is carried out in the same way as on crystalline silicon, except for the HF-etching which is done with HF-vapor instead of HF-solution. The PEG chains are immobilized locally on the ester-NHS surface by applying drops (V = 175 µl) of 50 mM PEG solutions for one hour with subsequent rinsing.

The images of the interaction of the bacteria with three different PEG-surfaces (PEG 750, PEG 2000 and PEG 5000) are displayed in Figure 20. The areas where PEG is immobilized on the surface are marked with "P", the areas where adsorption of bacteria is visible is marked with "B". Both types of images (fluorescence and regular optical microscopy) show distinctive differences between the area where PEG was and was not immobilized. The optical microscopy shows no adsorption of bacteria on PEG, while fluorescence images display a few bacteria on PEG. The cross-section of the fluorescence images shows a very flat baseline in the region where PEG was attached, except for some small peaks indicating very few adsorbed bacteria. A preliminary qualitative analysis of the images suggested better antifouling properties for the longer PEG chains. Nevertheless PEG 750 displays adequate antifouling behavior. These results show a promising behavior of the PEG surfaces to avoid non-specific adsorption of bacteria, and for their application in biosensors for the detection of bacteria. This well-controlled chemistry will be used for the elaboration of a bioassay based on immobilized aptamers for the detection of the toxin OTA. Nevertheless, before looking closer at the amidation of aptamers and the interaction of the aptamer with its target, it is necessary to better understand the nature of OTA.

CHARACTERIZATION OF OCHRATOXIN A IN PHYSIOLOGICAL BUFFER SOLUTIONS 3.1 Introduction

The toxin OTA is a relatively small molecule with a surprisingly complex structure consisting of a chlorinated dihydroisocoumarin group linked on its 7-carboxyl with an amide to L-β-phenylalanine. Figure 21 shows the chemical structure of OTA in various states, which is known to change when the pH of the medium changes. 215,216 OTA is a colorless to white crystalline compound and possesses two pKa from the carbonyl group (pKa = 4.2 -4.4) and the phenol hydroxyl group (pKa = 7.0 -7.3). 217,218 The expected deprotonation by increasing pH is also accompanied by a ring-opening of the lactone group in alkaline conditions (pH>8). 215 OTA is fluorescent under UV light, and the pH of the solution also influences strongly its fluorescent characteristics. Moreover a shift of the absorbance peak is observed when the structure changes with the pH from 333 nm at pH 4 to 385 nm at pH 12. 216 The solubility of OTA depends strongly on the solvent solution and its pH. It is readily soluble in polar organic solvents. In aqueous solutions it is only slightly soluble at acid and neutral pH, while being generally soluble in alkaline conditions. 219 Normally OTA is provided as a powder which is dissolved in a polar solvent like methanol, ethanol, etc. before further processing. [START_REF] Prieto-Simón | Novel highly-performing immunosensor-based strategy for ochratoxin A detection in wine samples[END_REF]118,130,220 Before studying the interaction of OTA with its aptamer grafted on silicon, we studied OTA in physiological buffer solutions in order to see the influence of the buffer solutions on the IR-spectrum of OTA, and thereby be able to identify OTA on surfaces after interacting with its aptamer. In-situ IR-calibration measurements enable the quantification of OTA on surfaces. In order to identify OTA on surfaces after the interaction with its aptamer, we analyze the relation of OTA-structure to infrared response and to UV-vis absorption. Therefore, in a first approach the IR-in-situ measurement is conducted in methanol, where OTA is readily soluble and easy to handle. Subsequently the medium is changed to 35%

ethanol in water at pH 8.5, approaching the buffer used during the interaction of OTA with its aptamer. The final IR-studies are conducted in aqueous media at different pH, which is physiologically closest to the buffer solution used for the interaction of OTA -

aptamer. An IR in-situ-measurement will be carried out to calibrate the effective OTA IR-cross section to OTA concentration in solutions. 

Preparation of OTA-solutions for in-situ IR spectroscopy

In-situ infrared spectroscopy was performed with an in-house built PTFE in-situ cell (Vmin = 0.5 ml; cf. annex).

OTA in methanol: A solution of 20 mM OTA in methanol was prepared.

OTA in 35% EtOH, pH 8.5: A solution of 34.7 mM OTA in ethanol was prepared, before dilution to 8 mM OTA in 35% ethanol in ultrapure water and the pH was then adjusted with 1 M NaOH until a value of 8.5 was reached.

OTA in water, pH 8.5: An OTA solution in ultrapure water was prepared at a concentration of 25 mM, and the pH was adjusted until 8.5 with 1 M NaOH. The in-situ IR measurements were conducted with dilutions in cascade steps of 5 mM down to a concentration of 5 mM.

OTA in water, pH 7 and pH 11: The solution was prepared at an OTA concentration of 20 mM in ultrapure water and the pH was adjusted with 1 M NaOH to the value 7 and afterwards to pH 11.

Preparation of OTA-solutions for UV-vis spectroscopy

The spectrometry was conducted with a glass reservoir containing 1 ml of each solution, the reference spectra were identical solutions without OTA in the same reservoirs.

OTA in methanol, water pH 7, pH 8.5, pH 11: OTA solutions were prepared at a concentration of 5 µM OTA in methanol or ultrapure water. In case of water, the pH was adjusted with 1 M NaOH, until the wanted pH was reached.

OTA in regeneration buffer: The OTA solutions were diluted from OTA stock solution (25 mM in H2O, pH8.5) for concentrations between 1 µM and 0.05 µM in regeneration buffer (methanol/(10 mM TRIS, 1 mM EDTA, pH 9) (20:80, v/v)). for the region 1500 -1800 cm -1 . 221 They associate the peak at 1725 cm -1 with the vibrations of OTAs carboxylic acid group, while the intense peak at 1680 cm -1 stems from the lactone (cyclic ester of hydroxycarboxylic acid). The peak at 1645 cm -1 can be associated with the amide I vibrations of the amide bond. The last contribution in this band of peaks at 1610 cm -1 stems from aromatic breathing of the benzene rings. The peak at 1540 cm -1 is associated with the amide II.

Results and discussion

The DFT calculation for OTA shows a strong resemblance to the spectra obtained by insitu IR. Further comparison also shows strong agreement for the peak assignments.

The carboxylic acid peak is slightly shifted in the calculation. In contrary to the IR spectrum the amide I and lactone bands overlap in the calculation. Furthermore the peak at 1610 cm -1 is found to be rather from the CC and COH of the phenol group than from aromatic breathing. The DFT calculation also enables the assignment for the bands at wavelengths under 1500 cm -1 . The band at 1425 cm -1 is from a decoupled phenol mode (CC, βCH, COH, HCH), and the peak at 1392 cm -1 is assigned to the symmetric deformation (umbrella) mode of CH3. The band at 1216 cm -1 stems from the deformation mode of phenol and lactone and amide III modes.

OTA in methanol is in its structure (a) (see Figure 21), as the COOH modes are clearly visible in the IR-spectrum. (B) OTA in aqueous solution at different pH OTA can be dissolved in water if the pH is adjusted accordingly to alkaline conditions.

As already mentioned, the chemical structure of OTA changes with the pH. In order to be as close as possible to the interaction conditions (interaction OTA-aptamer) and to study the structural changes which OTA undergoes with a changing pH, the pH was first adjusted to pH 7 (Figure 23), and in a next step to pH 8.5 and pH 11 (Figure 24).

The in-situ IR spectra in Figure 23 show OTA at a concentration of 20 mM in water at pH 7 (black line) and 20 mM in methanol (green line, as in Figure 22). The reference spectra are the in-situ spectra of water, pH 7 or pure methanol, respectively. The light gray curve in the figure displays the DFT calculation of OTA in the form (b), implicitly taking into account the effect of water as a solvent. Comparing in a first step quickly the spectra of OTA in water and OTA in methanol, it can be seen that the spectra roughly resemble each other, but the peaks shift in position and intensity. The COOH-peak at 1715 cm -1 completely disappears when water is used as solvent at pH 7, indicating a deprotonation of this group in basic solvents. The DFT calculation shows a relatively good agreement with the spectra obtained by in-situ IR, but less well than was observed before with OTA in methanol.

Using both the DFT calculation and the IR spectrum of OTA in methanol the peaks can be assigned. The band at 1669 cm -1 can be assigned to the lactone group of OTA, having undergone a slight shift from OTA in methanol. The peak at 1641 cm -1 is associated with the amide I vibrations of the amide bond and is in relatively good agreement for both the DFT calculation and the OTA in methanol. The peak at 1593 cm -1 stems from aromatic breathing of the benzene rings. The peak at 1565 cm -1 arises from the COO -group and could not be observed in the IR spectra of OTA in methanol. Amide II vibrations can be observed at 1530 cm -1 and are also in good agreement with the DFT calculations and the IR measurements of OTA in methanol.

The two peaks at 1440 cm -1 and 1426 cm -1 underwent a splitting from the single phenol peak observed in methanol, and can be associated with phenolate and phenol, respectively. The peak at 1396 cm -1 is an overlap of COO -modes and CH3 deformation.

The double peaks at 1219 and 1195 cm -1 stem from the phenol deformation and amide III, according to DFT calculations. These two peaks might not be linked with OTA as can be seen in the calibration measurements in chapter 3.3.2.1.

When comparing in more detail the two spectra of OTA in methanol and in water at pH 7, it can be seen that the COOH peak disappears, while two COO -peaks appear.

Furthermore a splitting of the phenol peak can be observed due to the presence of phenolate. This indicates that OTA is mainly in its form (b) but that there is also the form (c) present in a small concentration.

The strong shifts in peak position and intensity can be explained by the change of solvent, which also changes the hydrogen bonds and van der Waals interactions. This is especially visible for the peaks of lactone (shift from 1680 to 1669 cm -1 ), aromatic breathing (from 1610 to 1593 cm -1 ), amide II (from 1540 to 1530 cm -1 ) and phenol (from 1425 to 1440 cm -1 ).

In Figure 24 The spectra of OTA in water at pH 8.5 and pH 11 are very similar concerning peak positions and intensities. A slight increase of intensity can be noticed for the phenolate peak at 1440 cm -1 , the COO -band at 1686 cm -1 and the amide I band at 1641 cm -1 for pH 11. The main difference between the two spectra of OTA at pH 8.5 and pH 11 is the double-peak at 1219 cm -1 and 1195 cm -1 , but further analysis is difficult, as these two peaks might not be linked with OTA as can be seen in the calibration measurements.

In H2O, pH 7 OTA seems to be in its partially deprotonated but closed form, structure Before the measurements of OTA in H2O (see above) were conducted, multiple different in-situ experiments were carried out in 35% EtOH to retrieve the infrared spectrum in conditions more similar to the conditions of the interaction of OTA with its aptamer (cf. chapter 4).

The main difficulty herein is that methanol and ethanol both have very intense infrared spectra. Already a small difference of concentration between the recorded spectrum and its reference spectrum (less than 0.3%) render the result useless, as only ethanol or methanol can be seen in the resulting absorbance spectrum. The best result of these measurements, where no ethanol can be seen, is displayed in Figure 26, where the infrared spectrum of OTA in 35% EtOH in water, pH 8.5 (orange line) is displayed.

When comparing this spectrum with the spectrum of OTA in H2O, pH 8.5 (red spectrum), it can be seen that the height of the bands around 1600 cm -1 are similar despite the different OTA-concentrations (8 and 25 mM) in the solutions. It seems that there is a large band between 1500 and 1700 cm -1 which might be from water and which is impeding a reliable analysis. This finally led to the idea of preparing OTA solutions solely in water while adapting the pH to assure solubility, leading to the results displayed before. A precise analysis of the spectrum is difficult, but it seems to also show the coexistence of OTA in its structure (c) and (d) since all three COO -peaks are visible.

UV-vis spectrometry of OTA in different media

A comparison of OTA dissolved in different media at different pH was undertaken. As for the IR-measurements the solvents were methanol, water at pH 7, pH 8.5 and pH 11. The UV-vis spectra of 5 µM OTA in different solvents are displayed in Figure 27. The spectra of OTA in H2O, pH 7 exhibits a peak at 331 nm. This peak shifts to 379 nm for OTA in H2O for both pH 8.5 and pH 11. The peak for OTA in methanol is at 331 nm.

Consistent with the infrared spectra above, the UV-vis spectra of OTA in H2O changes when increasing the pH from 7 to 8.5, and then remains nearly stable when further shifting to pH 11. OTA in methanol is expected to be in its structure (a) and in H2O, pH 7 in structure (b). Since the peak remains at the same place we suppose that the difference between the two structures (fully protonated and simple deprotonation) cannot be identified by UV-vis spectroscopy. The same is the case for the structures (c) and (d) in H2O at pH 8.5 and pH 11, where also no peak-shift was observed. The slope of the purple fit of the region 1475 -1750 cm -1 will be used for the quantification of OTA on surfaces, as described in more detail in chapter 4.

Calibration of OTA in regeneration buffer, pH9 by UV-vis spectrometry

Similar to the calibration conducted for OTA by infrared, this calibration was carried out to be able to quantify OTA in regeneration buffer solutions. The UV-vis spectra of OTA at different concentrations are displayed in Figure 30. The spectra all show a peak at 380 nm, which is in agreement with the peak position in H2O at pH 8.5 and pH 11. To retrieve the calibration curve the spectra were integrated in the area 320 -430 nm.

The results of the integration of different OTA concentrations are displayed as a scatter plot in Figure 31 Following this description of OTA and its infrared/UV-vis behavior, it is now possible to take a closer look at the interaction of OTA with its aptamer on surfaces in the next chapter.

Introduction

The objective of this chapter is to study and optimize the attachment of the 36mer amino-hexyl-aptamer on ester-NHS activated surfaces, and then study its interaction with OTA by ATR-FTIR. While this interaction has already been studied in solution and on surfaces with direct and indirect detection methods (cf. chapter 1), this has not yet been done by ATR-FTIR with the reliable chemistry which we proposed for our biochips.

As described in chapter 2, ester-NHS-activated surfaces are ideal for further functionalization with NH2-terminated oligonucleotides, resulting in a strong and reliable immobilization with a covalent amide bond (reaction 1 in Figure 32). Therefore the first objective of this chapter is to optimize the aminolysis reaction of aptamers on activated crystalline silicon surfaces by tuning different reaction conditions: buffer solution, pH, salts and aptamer concentration in buffer. The optimization is carried out in order to favor the direct observation of the OTA-aptamer interaction (reaction 2) by ATR-FTIR. We will furthermore use the optical absorbance of OTA for a quantitative determination of this interaction by UV-vis absorption spectroscopy. The specificity of the aptamer towards OTA is demonstrated by using a chemically similar molecule (warfarin) [222][223][224][225] , to study the aptamers affinity towards it by ATR-FTIR. The FTIR-ATR measurements were carried out on a Bomem MB 100 (ABB, Suisse, cf.

Annex). Normal spectra are composed of 100 scans, but in certain cases 9 x 100 scans were conducted in order to improve the signal to noise ratio. In this case the purge of the sample chamber was prolonged from 40 to 60 minutes in order to further minimize the influence of water vapor and carbon dioxide. The UV-vis spectroscopy measurements are accomplished with a Varian Carry 50 UV-vis spectrophotometer.

The scans are taken with a data interval of 1 nm and an average scan time of 0.5 s, in micro cells with 1 ml volume.

Aminolysis with aptamers

The aptamers ("Apt-3'C6" Eurogentec, France, 5'-GAT-CGG-GTG-TGG-GTG-GCG-TAA-AGG-GAG-CAT-CGG-ACA-3'-C6-NH2) are diluted at different concentrations in various buffers. After optimization, the buffer used for further experiments was 150 mM phosphate buffer (NaH2PO4/Na2HPO4) with 0.01% SDS, pH 8.5. The aptamers are then denaturized by heating to 95°C for 5 minutes and rapid cooling in ice for 10 minutes.

The solution (1 ml) is then transferred into a Schlenk tube, which is immersed in a water bath heated to 25°C and bubbled with argon for 5 min before the freshly activated (crystalline) silicon prism is added. The Schlenk is bubbled for 5 min before it is closed and left overnight. The sample is removed from the Schlenk, then cleaned in a beaker for 1 min with PBS 1X, 10 min with PBS 1X/0.1% SDS, 1 min with PBS 0.2X, 1 min with 0.1X. Finally the sample is rinsed with ultrapure MilliQ water and dried under a flow of nitrogen.

Interaction of OTA and warfarin with aptamers

OTA or warfarin is pre-dissolved in ethanol (34.7 mM) from its dry state. Following this it is further diluted for a final concentration of 1 mM in the binding buffer BB-Aguado The aminolysis reaction with aptamers on ester-NHS terminated surfaces depends strongly on the physiological media used. The buffers' ionic strength, pH and the presence of surfactants are crucial factors to be considered when choosing its composition. The ionic strength and pH influence the aminolysis reaction, but can also have an impact on the structure of the aptamer. Aptamers often form well-defined structures before or upon binding with their targets, whereby the presence of certain bivalent salts (e.g. CaCl2 or MgCl2) 128 can be necessary for the structure to be able to form. In the case of OTA, its aptamer forms a G-quadruplex when binding with OTA in presence of salts. 224,226 Surfactants can aid the aminolysis reaction as they improve the wettability on surfaces to favor controlled aptamer immobilisation. 227 In the case of the amorphous silicon biochip architecture the surfactants are also applied to control the aptamer spot size during robotic spotting (Chapter 5).

Phosphate buffers at varying concentrations with different salts (KCl, NaCl, MgCl2), surfactants (Tween20, sarkosyl, SDS) and pH (between pH 7.4 and pH 9.5) were used as shown in Table 4. Concentrated phosphate buffers (1 to 4) showed promising results on the amorphous silicon biochip architecture in the laboratory PMC, so we decided to adapt them for the aminolysis with aptamers on crystalline silicon. [START_REF] Touahir | Highly sensitive and reusable fluorescence microarrays based on hydrogenated amorphous silicon-carbon alloys[END_REF] The buffers 1, 2 and 3 are variations of a buffer which has been used in the laboratory PMC for the immobilization of oligonucleotides on microarray slides, but which was not studied by ATR-FTIR before. They contain the anionic surfactant SDS. Buffer 4

(300 mM phosphate buffer) is similar to a buffer suggested by Schott for the use with their commercially available slides (Nexterion® Slide H) for microarray printing. 228 The commercial slides exhibit a very different architecture, as the surface consists of a cross-linked, multi-component polymer layer. This buffer is interesting for our application because the Slide H and our in-house fabricated slides use the same chemistry for the immobilization of amine-terminated oligonucleotide, as the top layer of the Slide H is also ester-NHS terminated. This buffer contains the polysorbate-type nonionic surfactant Tween20 and the amphiphilic ionic surfactant sarkosyl. The last buffer ( 5) is sometimes used for the association of OTA with its aptamer. 229 It consists of a lower phosphate concentration and a high concentration of various salts, and exhibits a lower pH of 7.4. The impact of surfactants on the aminolysis reaction was studied by comparing the buffers 3 and 4. Sometimes salts (like MgCl2) are added to buffers to favor the preforming of the aptamer for a better binding of the analyte, as was done for the buffers 3, 4 and 5. 230 The necessity of adding MgCl2 for the aminolysis reaction is studied by comparing the buffers 1 and 3. The impact of the pH on the reaction yield was studied with the buffers 1 and 2. Buffer 5, which has very different phosphate and salt concentrations, was used to pre-form aptamers before immobilization in order to favor the interaction aptamer-OTA.

The left side of Figure 33 shows the IR-spectra of surfaces for acid-terminated surfaces and after aminolysis reaction of the ester-NHS surfaces in the buffers 1, 3 and 4. The buffers 2 and 5 showed no indication of successful aminolysis reaction (no amide I or amide II peaks), therefore their spectra are not displayed. The reaction was carried out with an aptamer concentration of 75 µM. For all three buffers an acid peak (at ~1718 cm -1 ) is present after the aminolysis reaction. A new band at 1650 cm -1 appears which corresponds to the stretching carbonyl mode νCO of the amide, called amide I.

For buffer 2 and 3 there is also a small band at 1530 -1540 cm -1 , which is assigned to the stretching mode of the CNH of amide, called amide II. Normally amide II exhibits an intensity which is lower, but remains comparable to the one of amide I (see for example aminolysis with NH2-PEG in chapter 2). In this case the amide II intensity might be too low and therefore under the noise of the spectra. From the appearing amide bonds and the remaining acid peak we can already conclude that the aminolysis worked, but is not complete due to hydrolysis of ester-NHS. It also seems to have worked better for the buffers 1 and 3 than the buffer 4, as their amide I and amide II peaks are significantly larger.

A question which arises is why the infrared signature of DNA is not observable. The infrared spectra of DNA is rather complex with a multitude of peaks of similar intensity over a very wide range (700 -1720 cm -1 ) 231,232 . This is due to the fact that DNA is chemically quite complex and consists of four nucleobases, composed of hydrogen, carbon, oxygen, nitrogen and phosphorous. Therefore the observation of DNA is difficult if the quantity is not large enough to result in strong and clear peaks.

However, after the aminolysis reaction there seems to be an overlap of amide I and the carbonyl band (compared with IR-spectrum of aminolysis with NH2-PEG in chapter 2.4.4), which might actually stem from the IR carbonyl modes of the bases of DNA. While it is already visible from the IR-spectra that the buffer 4 worked less sufficiently, a quantitative analysis is necessary to compare buffer 1 and 3. For the quantitative analysis the curves are fitted (Figure 33, right side) as described in chapter 2, with a Gauss and Lorentz curve for the acid peak of the acid surface. For the aptamer surface the acid, the amide I and amide II peaks are fitted with a Gaussian profile.

The integrated intensities of the fits are displayed in Table 5. All three buffers exhibit a decrease for the intensities of acid groups on the surface after the aminolysis reaction.

The three buffers also display amide I and amide II peaks, but in varying intensities.

With the integrated intensities it becomes more visible how much the amide I band changes between the different buffers, as the integrated area increases strongly when comparing buffer 4 with 3, and rises even more for buffer 1.

Table 5: Integrated intensities (cm -1 ) of fits displayed in Figure 33 of surfaces after grafting of undecylenic acid and aminolysis reaction with aptamers. Column colors correspond to colors of fits in Figure 33. The success of the immobilization of aptamers, and its quantification are determined with the remaining acid and not by the amide bond because the quantification of the amide bond would demand a cumbersome calibration measurement with amide bonds in solution, while the quantification of the C=O acid bond is well established and reliable.

Buffer

The values from the fits in Table 5 are used for the quantitative analysis; the results are displayed in Table 6. As was already visible in the IR-spectra the surface density of immobilized aptamers increases from buffer 4 (𝑁 𝑎𝑝𝑡𝑎 = 0.27 • 10 14 𝑐𝑚 -2 ) to buffer 3

(𝑁 𝑎𝑝𝑡𝑎 = 0.36 • 10 14 𝑐𝑚 -2 ) and even further when using buffer 1 (𝑁 𝑎𝑝𝑡𝑎 = 0.44 • 10 14 𝑐𝑚 -2 ). The reaction yield also increases from 17% to 26% from buffer 4 to 1.

Buffer 1 and 3 barely show a difference in the reaction yield 𝜂. The influence of adding the salt MgCl2 at a concentration of 1 mM to the amidation solution can be seen with the buffers 1 and 3. The aminolysis yield remains nearly the same, showing that the immobilization of aptamers is not influenced by the salt. The impact on the aminolysis yield of the surfactant can be seen by comparing buffer 3 (0.01% SDS) and buffer 4 (0.005% Tween 20, 0.001% sarkosyl). The yield of the buffer 3 is significantly higher, therefore excluding the use of Tween 20 and sarkosyl for the amidation solution. To see the effect of the pH, buffer 1 and 2 are compared. As the buffer 2 (pH 9.5) yielded no analyzable result, the importance for the aptamer solution to have a pH 8.5 becomes clear. The buffer 5 displayed no amide bands after aminolysis reaction, therefore it was excluded from use for further aminolysis reactions. Since the buffer 1 showed the best results, it was used for the further experiments.

Optimization of the surface density of immobilized aptamers

We followed two distinct pathways in order to increase the surface density of immobilized aptamers. This was done because higher aptamer surface densities might increase the chance of observing the interaction OTA-aptamer on surfaces. The first pathway was to increase the concentration of aptamers in the aminolysis solution, and the second was to repeat the activation / aminolysis reactions. For these experiments the previously chosen buffer (buffer 1: phosphate 150 mM, SDS 0.01%, pH 8.5) was used for the aminolysis reactions.

(A) High aptamer concentration in the aminolysis solution Different concentrations of aptamers in the aminolysis solution were compared (Figure 34, IR spectra in the carbonyl on the left, fits and deconvolutions on the right), in order to increase the surface density. The spectra of the 600 µM reaction were acquired with 9x100 scans in order to improve the signal-noise ratio. As can be seen in the IR spectra there is a strong increase of the amide I peak (~1650 cm -1 ) when the concentration is changed from 150 µM to 300 µM. The peak of the remaining acid is reduced with increasing aptamer concentration, and also shifts to longer wavenumbers (from 1715 cm -1 to 1730 cm -1 ) due to reduced interaction between the carboxyl groups.

When further increasing the aptamer concentration from 300 µM to 600 µM, the amide I peak seems similar at first look, but closer analysis shows that it slightly increases and also widens. The fits of the infrared spectra (right side Figure 34) were conducted as above, with a Gauss curve for the acid peak, and additional Gauss curves for the amide I and amide II peaks. The integrated intensities of the fits are displayed in Table 7. The results of the quantitative analysis conducted with these values are shown in Table 8. The surface density of remaining acid decreases with increasing aptamer concentration (from 1.14•10 14 cm -2 to 0.77•10 14 cm -2 ), and at the same time the aptamer surface density increases (from 0.68•10 14 cm -2 to 1.12•10 14 cm -2 ). The reaction yield is the best at an aptamer concentration of 600 µM with a value of 59%, compared to 37% and 47% at the lower aptamer concentrations. For the subsequent experiments we kept the concentration 600 µM. 

59% (B) Multiple cycles of activation/aminolysis

Further studies were conducted to determine whether repeated activation and aminolysis reactions can further increase the aptamer surface density. Unreacted carboxyl end groups of the organic monolayer are activated again, and should then again be available for aminolysis with aptamers.

Four cycles of activation / aminolysis (with aptamers at 600 µM) were conducted on the acid surface with a starting surface density 𝑁 𝐶𝑂 = 1.89 • 10 14 𝑐𝑚 -2 . After each step the surfaces were studied with ATR-FTIR. The spectra acquired with 900 scans are displayed on the left in Figure 35 The integrated intensities of the fits (right-hand side in Figure 35) are displayed in Table 9. The surfaces after the activation reaction are fitted with a Gauss curve (FWHM = 50-70 cm -1 ) for the acid peak at 1718 cm -1 , while the three remaining ester-NHS peaks at 1730 (FWHM = 20-30 cm -1 ), 1788 (FWHM = 15-30 cm -1 ) and 1819 cm -1

(FWHM = 20-35 cm -1 ) are fitted with a Voigt profile (cf. annex I). The fitting of the curves becomes increasingly difficult for the later cycles, as the peaks continuously get smaller and wider. Therefore for cycle 3 and 4 of the activation reactions the peak positions of the small peaks (1788 and 1819 cm -1 ) were forced during the fitting.

The spectra of surfaces after aminolysis reaction are fitted as before, with a Gauss profile for the amide I at 1650 cm -1 (FWHM ≈ 75 cm -1 ) and the amide II at 1530-1540 cm -1 . The remaining acid is fitted with a Gaussian at 1725 cm -1 , (FWHM ≈ 47-58 cm -1 ). For these fits the difficulty resides in the overlap of the amide I and the CO band, which also influences the precision of the results.

A first analysis of the results can already be conducted with the integrated intensities of the fits. With every reaction cycle the intensity of the amide I and amide II increases, while the remaining acid, as well as the ester-NHS decrease. The intensities of the amide I and amide II peaks only show minor changes between the aminolysis and following activation reaction (e.g. between 2 nd aminolysis and 3 rd activation reaction), indicating no change in the aptamer surface density by the activation reactions.

Table 9: Integrated intensities (cm -1 ) of the fits (Figure 35) of surfaces after activation and aminolysis reaction in p-and s-polarization for quantitative analysis. Column colors correspond to colors of fits in Figure 35. antisymm. 1 Activation 0 0 0 0 0.0115 0.0111 0.0210 0.0175 0.0051 0.0040 0.0045 0.0037 1 Aminolysis 0.0017 0.0013 0.0113 0.0109 0.0095 0.0077 0 0 0 0 0 2 Activation 0.0017 0.0015 0.0119 0.0110 0.0033 0.0029 0.0127 0.0107 0.0029 0.0023 0.0027 0.0023 2 Aminolysis 0.0023 0.0019 0.0170 0.0153 0.0043 0.0029 0 0 0 0 0 3 Activation 0.0023 0.0018 0.0171 0.0152 0.0024 0.0017 0.0063 0.0049 0.0014 0.0012 0.0013 0.0013 3 Aminolysis 0.0024 0.0020 0.0190 0.0171 0.0036 0.0027 0 0 0 0 0 4 Activation 0.0025 0.0020 0.0195 0.0173 0.0019 0.0013 0.0036 0.0027 0.0008 0.0008 0.0008 0.0007 4 Aminolysis 0.0029 0.0023 0.0214 0.0203 0.0036 0.0033 0 0 0 0 0

Ester

The results of the quantitative analysis are displayed in Table 10, and were obtained with the integrated intensities of the fits from Table 9. It can be seen that the second activation shows a higher surface density of ester-NHS than remaining acid was available after the first aminolysis. This result is acceptable when the uncertainty of the analysis is taken into account, but nevertheless implies a high activation rate. The aptamer surface density increases with every cycle of activation/aminolysis reaction.

As was already visible in the IR spectra, the surface density of aptamers does not change much anymore between the third and fourth cycle. The final surface, after four cycles of activation and aminolysis reaction, exhibits an estimated aptamer surface density of 𝑁 𝑎𝑝𝑡𝑎 = 1.6 • 10 14 𝑐𝑚 -2 , or a yield 𝜂 = 𝑁 𝑎𝑝𝑡𝑎 𝑁 𝐶𝑂 = 85%. Thus multiple cycles increase the surface density of immobilized aptamers on the surface. We decided to continue with four cycles of activation/aminolysis for the further experiments in order to be sure to have as many aptamers as possible immobilized on the surface. (C) Analysis of the aminolysis yield with aptamers on crystalline silicon

The aptamer surface densities found above incite interest in the maximum surface density on surfaces. As the aptamers form the G-quadruplex structure upon binding with OTA steric hindrance might be problematic if the surface density is too high. As the aminolysis is carried out with denaturized aptamers in their "straight" state we calculate the maximum surface density of aptamers in its denaturized state and in the G-quadruplex form.

Venta et al. found the diameter of a single strand of DNA to be 0.8 -0.9 nm. 233 Assuming that the aptamers are perfectly circular and are closely packed with a hexagonal lattice (density factor 𝜋 2√3

), the maximal surface density for straight aptamers can be between 𝑁 𝑚𝑎𝑥 = 1.43 • 10 14 -1.80 • 10 14 𝑐𝑚 -2 (calculated with

𝑁 𝑚𝑎𝑥 = 1𝑐𝑚 2 𝑑²𝜋/4 • 𝜋 2√3
).

When the aptamers form a G-quadruplex structure, their size has been shown to be in the range of 1.27 -2.39 nm. 234 With the same assumptions as before, the maximal surface density under the G-quadruplex form is between 𝑁 𝑚𝑎𝑥 = 0.72 • 10 14 -0.20 • 10 14 𝑐𝑚 -2 .

From these results we can see that a very high surface density (𝑁 𝑎𝑝𝑡𝑎 = 1.61 • 10 14 𝑐𝑚 -2 ) was achieved for aptamers immobilized on the surface in their straight form. In case of the aminolysis being carried out with MgCl2 (buffer 3, in order to preform the structure to favor OTA-binding) an aminolysis yield of 𝑁 𝑎𝑝𝑡𝑎 = 0.36 • 10 14 𝑐𝑚 -2 was achieved which is still under the range of maximum surface density for aptamers with G-quadruplex structure. Carrying out the aminolysis in buffer 3 at higher concentrations and with repeated activation/aminolysis reactions would have been interesting for further investigation.

From the very high surface density of aptamers arises the question if high surface densities are desirable, as that might incite steric hindrance and prevent the formation of the G-quadruplex structure. The question if high aptamer surface densities are necessary for showing the interaction OTA-aptamer directly by infrared will be answered in the following subchapter.

Interaction of OTA with its aptamer by IR on crystalline silicon surfaces

In order to show the interaction of OTA with immobilized aptamers it is necessary to consider the medium in which the interaction takes place. For the aptamer to bind OTA it is necessary to form the G-quadruplex structure, for which the presence of certain salts is necessary. 235,236 We decided to use the exact binding buffer "BB-Aguado" which was used by Cruz-Aguado et al. for the SELEX-process of the aptamer in order to ensure an optimal interaction. 128 Four cycles of activation and aminolysis reactions were conducted in order to immobilize a high quantity of aptamers on surfaces. On these surfaces the association was carried out with 1 mM OTA in BB-Aguado (10 mM TRIS, 120 mM NaCl, 20 mM CaCl2, and 5 mM KCl), pH 8.5.

The association was performed on multiple samples in order to study its reproducibility. The IR-spectra, which were obtained before the one discussed in this chapter, always displayed very similar behavior, but also exhibited a bad noise to signal ratio, baseline problems and incorporated a large band from 1500-1700 cm -1 . As the infrared response of OTA on surfaces is very low, the signal to noise ratio and thereby sensitivity were improved by raising the number of scans to 9x100 instead of just 100 scans. The ATR-FTIR spectrum of the surface after association is displayed in Figure 36, the reference spectrum being the surface with immobilized aptamers. The spectrum from the in-situ IR measurement of OTA is also displayed for comparison (green). When comparing the spectra of OTA on an aptamer-surface with OTA in solution it becomes apparent, that the spectrum changes, but retains the same general form.

Two large massifs around 1550 and 1650 cm -1 are visible on surfaces and in solution, and some of the peaks remain at similar positions. OTA on the surface (black spectrum) exhibits a peak at 1663 cm -1 which can probably be assigned to lactone. The peak at 1632 cm -1 is from the amide I mode of OTA, while the bands at 1574 and 1540 cm -1 can be associated with the aromatic breathing of benzene rings and amide II, respectively. The peak at 1460 cm -1 is from the decoupled phenol group, and the COO -and CH3 mode can also be found at 1375 cm -1 . Unlike in solution, OTA on the surface also exhibits a peak at 1741 cm -1 that could not be clearly attributed, but its position suggests a carboxyl C=O mode, which might be of the re-protonated acid group of OTA.

The intensity of the lactone groups is reduced in relation to the other peaks, indicating at least partial ring-opening. The appearances of the CO bands with the disappearance of the COO -peaks indicate a complete re-protonation of OTA upon binding with the aptamers. Therefore we suppose that the OTA bound to the aptamers is completely protonated, but partially in its open-ring and partially in its normal (closed) form.

The difference of IR-spectra (change of cross-section) of OTA in solution (green spectrum) and on aptamers (black spectrum) stems from the different media (liquid/air) and the interaction of OTA with its aptamers, due to van der Waals interactions and hydrogen bonds between the two. These interactions have an impact on the peak intensity, and can also cause peak shifts (indicated by arrows in the figure).

The quantification of molecules on surfaces by ATR-FTIR, as described more profoundly in annex I, allows the calculation of the number of molecules on the surface from IRspectra. In order to quantify, the characteristic cross-section of a molecules absorbance 𝐴 𝑆 0 has to be known at a certain concentration in solution. For this the IR bands which are specific for the molecule are obtained by calibration measurements at known concentrations in liquid phase. It is necessary that the molecules are homogeneously dispersed in the solution in order to retrieve a linear relationship of IR-absorption and solution concentration. As the quantification relies on the cross-section of OTA being the same in solution and on surfaces the result of the quantification is probably inaccurate to a certain degree.

The slope (𝑚 = 0.0059

𝑐𝑚 -1 𝑚𝑀 = 𝐴 𝑠 0 𝑐
) from the fit of the calibration curve in the region 1475-1775 cm -1 (chapter 3.3.2.1) is used for the quantification of OTA. The infrared penetration depth is wavelength dependent and is therefore calculated in the middle of the integration range at 1612.5 cm -1 to be δ = 467 nm. Another factor in this calculation is the refractive index of OTA on surfaces and OTA in solution. In dry state OTA has a refractive index of n = 1.5. 105 The OTA concentration in solution is relatively low so we consider the refractive index to be close to the one of water at the wavenumber 1612 cm -1 (n = 1.36). The refractive index does not have a very strong impact on the final result of number 𝑁 of molecules on a surface. For example changing the refractive index in solution from n = 1.36 to 1.5 results in a 9% change of 𝑁. The number of molecules on the surface 𝑁 is described with the two populations 𝑁 ∥ and 𝑁 ⊥ , the projection of all the dynamic dipoles onto the surface plane and surface normal, respectively. These two populations can then be calculated for OTA on surfaces from the absorption in liquid in s-polarization 𝐴 𝑆 0 at a given concentration The final number of molecules on the surface is then calculated with:

𝑁 = 𝑁 ∥ + 𝑁 ⊥
A quantitative analysis with the results from the calibration measurements in Sometimes in literature pretreatments of aptamers are described before the interaction aptamer -target is conducted. 230 This is done so the aptamers favor the structure necessary for binding the analyte and usually consists of treating the aptamers with the buffer solution for a certain duration without the analyte, before adding the analyte. In our experiments no difference was observed, therefore pretreatments were not applied.

The interaction OTA -aptamer in the black spectrum was carried out on a surface with an aptamer density of 𝑁 𝑎𝑝𝑡𝑎 = 1.61 • 10 

Regeneration of aptamers (A) Study of regeneration by IR

The regeneration buffer based on TRIS, EDTA and methanol (1 ml of methanol/(10 mM TRIS, 1 mM EDTA, pH 9) (20:80, v/v) has been proven to efficiently remove OTA bound to aptamers. It was introduced by Cruz-Aguado and Penner, who applied the SELEX procedure to find the aptamer. 128 The IR spectra in Figure 37 represent surfaces after association of OTA with its aptamers and after the subsequent regeneration of OTA.

The reference spectra are the aptamer-surface on the left, and the surface after first regeneration on the right. The black spectrum shows the surface after the first association with 1 mM OTA in BB-Aguado, pH 8.5. The red spectrum was taken after the regeneration was conducted. Then another association with 1 mM OTA in BB-Aguado, pH 8.5 (pink curve) was carried out, before the aptamers were regenerated again (green curve). The surface after association (black) was already discussed above. After the first regeneration (red curve) a negative peak at 1716 cm -1 can be seen, which can be associated with the stretching mode vibration of the carboxyl C=O bond, indicating a deprotonation of the surface COOH groups by the alkaline regeneration buffer. The peak at 1460 cm -1 , assigned to the decoupled phenol mode of OTA, remains comparatively stronger than the other peaks (60% remaining intensity vs. 37% for the region 1475-1690 cm -1 ). This indicates an increase in COO -groups, strengthening the hypothesis of deprotonation. The remaining peaks at 1632, 1574 and 1540 cm -1 are strongly reduced, which indicates the partial the removal of OTA from the surface.

After the second association with OTA (pink curve) the spectrum displays more noise, but the representative peaks of OTA (1632, 1574 and 1540 cm -1 ) are nevertheless visible again over the background. When the surface after the first regeneration is taken as reference (rights side in Figure 37), the spectra exhibit a lot of noise, but nevertheless the OTA specific peaks can be supposed in the spectra. The second regeneration (green spectrum) again reduces the peaks of OTA, while further deprotonating the remaining acid groups on the surface (the negative peak at 1716 cm -1 increases). This is especially visible on the right side with the first regeneration as reference, where the surface nearly returns to its original state (as indicated by the nearly flat line).

A quantitative analysis of the OTA molecules removed from the surface poses the problem of the negative peak at 1716 cm -1 . In order to avoid this peak the integration was conducted in the region 1475 -1690 cm -1 instead of 1475 -1775 cm -1 . This allows a determination of the OTA molecules remaining on the surface with a certain underestimation of this value. If the same region is fitted for OTA on aptamers (black spectrum) the surface density of OTA is underestimated by 20%.

The initial OTA surface density before the regeneration was 𝑁 𝑂𝑇𝐴 = 1.9 • 10 13 𝑐𝑚 -2 .

Adjusting the quantitative analysis by 20% to counteract the underestimation, we find a surface density of remaining OTA of at least 𝑁 𝑂𝑇𝐴-𝑟𝑒𝑚𝑎𝑖𝑛𝑖𝑛𝑔 = 0.7 • 10 13 𝑐𝑚 -2 (with 𝐴 1475-1690,𝑃 = 2.7 • 10 -3 𝑐𝑚 -1 and 𝐴 1475-1690,𝑆 = 2.6 • 10 -3 𝑐𝑚 -1 ). This corresponds to a removed OTA surface density of 𝑁 𝑂𝑇𝐴-𝑟𝑒𝑚𝑜𝑣𝑒𝑑 = 1.2 • 10 13 𝑐𝑚 -2 after the first regeneration, which means that around 63% of the OTA on the surface was removed.

The second regeneration is not reliably quantifiable due to elevated noise and background.

(B) Study of regeneration by UV-vis spectroscopy

The study of the regeneration of OTA from its aptamers by UV-vis spectroscopy was carried out to corroborate the results obtained by ATR-FTIR. With the calibration conducted in chapter 3.3.2 a quantitative analysis of the regeneration buffer is conducted, after the regeneration of OTA from its aptamer has taken place in it. The UV-vis experiment was carried out after three cycles of association and regeneration had been carried out on the surface, as partially displayed above in Figure 37. As the spectra display a high noise to signal ratio quantitative analysis by IR was not possible.

However, after regeneration the UV-vis spectrum of the buffer showed no OTA. To increase the intensity of OTA in the regeneration buffer, the cycle of OTA-association with its aptamers and regeneration of OTA from the aptamers was repeated five times, while reusing the same regeneration buffer. This repetition resulted in a high enough quantity of OTA for detection. The UV-vis spectrum is displayed in Figure 38. The The difference of the surface densities which were retrieved by UV-vis spectroscopy and by ATR-IR (𝑁 𝑂𝑇𝐴,𝑈𝑉-𝑣𝑖𝑠 = 0.4 • 10 13 𝑐𝑚 -2 and 𝑁 𝑂𝑇𝐴-𝑟𝑒𝑚𝑜𝑣𝑒𝑑,𝐼𝑅 = 1.2 • 10 13 𝑐𝑚 -2 , respectively) is a factor 3. This difference can be explained by the multiple associations and regenerations performed without a perfect quantitative correlation with OTA bound to aptamers on the surface. Another influence is the IR-cross-section of OTA which is not identical in liquid or on surfaces, which affects the IR-quantification, as discussed in chapter 4.3.2.

Non-specific interaction of aptamers with warfarin

In order to determine the specificity of the aptamer for the detection of OTA, it is tested in the presence of a chemical with similar structure. In the case of OTA, warfarin (Figure 39) is often used. 82,128,223,224 Warfarin not only displays a similar structure, but also uses the same binding sites on human serum albumin, which is the main mean of transport for OTA in the human body. The ATR-FTIR spectrum of an association with warfarin on aptamers is displayed in Figure 40, the reference spectrum being the surfaces with immobilized aptamers. The spectrum of OTA after association with its aptamer is also displayed for comparison (black line). The association with warfarin was conducted under the exact same conditions as the association with OTA is normally carried out (1 mM warfarin in BB-Aguado, pH 8.5). ATR-FTIR spectrum (p-polarization) of surface with immobilized aptamers after association with warfarin. The reference spectrum is the aptamer surface before adding warfarin. Black: (p-polarization) surface after association with OTA, as shown before. The reference spectrum is the surface with immobilized aptamers. Dotted blue: spectrum of warfarin as provided by NIST (solid -KBR pellet). 237 The spectrum after association with warfarin only exhibits noise. Comparing the spectrum of warfarin on the surface with the spectrum from NIST, no comparable peaks are visible. Comparison with the spectrum of OTA on the surface also indicates that no association of warfarin took place. This indicates that the aptamer has no or very little affinity towards warfarin, so it is a good choice for a selective and specific interaction with OTA.

Conclusion

In this chapter we presented the strategy for immobilization of NH2-terminated aptamers on functionalized silicon surfaces. The aminolysis reaction yield was increased by optimizing the reaction buffer in respect to: buffer composition and pH, aptamer concentration. Once an ideal buffer for the aminolysis reaction was found the yield was further increased by repeating activation and aminolysis reactions until no further immobilization of aptamers took place on the surfaces, resulting in an aptamer surface density of 𝑁 𝑎𝑝𝑡𝑎 = 1.6 • 10 14 𝑐𝑚 -2 . The interaction of OTA with its aptamer on surfaces was successfully shown and quantified for the first time by ATR-FTIR, yielding an OTA surface density of 𝑁 𝑂𝑇𝐴 = 1.9 • 10 13 𝑐𝑚 -2 on the aptamers. The regeneration of aptamers (removal of OTA) was studied with two methods. Quantification of the surfaces by ATR-FTIR showed that 63% (or 1.2 • 10 13 𝑐𝑚 -2 ) of the OTA was removed, while quantification of the regeneration buffer solution by UV-vis spectroscopy yielded a density lower by a factor 3. Finally, the specificity of the aptamer towards OTA was demonstrated by using a chemically similar molecule (warfarin), towards which the aptamer showed no affinity.

Having seen the interaction of OTA with its aptamers directly by infrared spectroscopy, we can now look at the interaction indirectly with fluorescence. This interaction will be done on the biochip architecture, as explained in the next chapter.

FLUORESCENT BIOCHIPS FOR OTA DETECTION 5.1 Introduction

The goal of this chapter is to develop a biochip architecture based on an a-Si1-XCX:H thin film deposited on a back-reflector for a sensitive and multiplex detection. The first role of this amorphous silicon carbon alloy is to act as a reliable basis for the immobilization of probes via stable Si-C bonds. The second role of the architecture is to enhance the sensitivity of the fluorescence detection by the presence of an aluminium back reflector allowing constructive interference.

The fluorescence yield depends on the distance of the fluorophore from the substrate surface, and also the refractive index of the substrate. Crystalline silicon is not a good substrate for fluorescence measurements because of its high refractive index (energy gap 1.12 eV with n = 3.4 at 635 nm). Therefore this film of a-Si1-XCX:H is chosen as it has tunable optical properties. Increasing the carbon content enlarges the optical band gap and thus reduces the refractive index. It was demonstrated that a film containing 10 -20% carbon has minimal optical losses and can thereby be tuned for fluorescence detection, as displayed in Figure 41 for Cy5 (wavelength excitation 635 nm, and emission 670 nm). [START_REF] Touahir | Highly sensitive and reusable fluorescence microarrays based on hydrogenated amorphous silicon-carbon alloys[END_REF] Moreover such a film can be deposited by PECVD on a large variety of substrates. This enables an increase of the fluorescence yield in presence of a metallic back-reflector covered with a-Si1-XCX:H for constructive interference, depending on the film-thickness. The ideal thickness for Cy5-labelled oligonucleotides is a 44 nm a-Si0.85C0.15:H layer. 20 On this layer the same steps for surface functionalization are carried out as before, except that now the aptamers and oligonucleotides are deposited by robotic spotting, which enables the immobilization of various aptamers and oligonucleotides on one slide, giving it its biochip (multiplex) capabilities.

The indirect detection by fluorescence is based on two detection strategies "signal OFF" and "signal ON", which are widely used in literature. 120,225,226,[238][239][240] For the "signal OFF" detection method (Figure 42, left) a short complementary oligonucleotide labelled with Cy5 is hybridized to the aptamer, resulting in a fluorescence signal.

Successful association of OTA with the aptamer removes the complementary strands, resulting in a decrease of fluorescence intensity. In the "signal ON" method (Figure 42, right) the immobilized aptamers are labelled with Cy5, while the short complementary oligonucleotides are modified with a quencher (BHQ2), which suppresses fluorescence emission of nearby fluorophores. Successful association of OTA removes the quencher and therefore an increased fluorescence signal can be detected. Before the experiments on the biochip architecture are studied, the calibration of the deposition of the a-Si1-XCX:H-layer by PECVD is discussed, in order to have the optimal layer thickness for a good signal enhancement.

The two fluorescence detection methods "signal OFF" and "signal ON" will be studied for the detection of the interaction of OTA with its aptamer. The increase of stringency and the stability of the oligonucleotide immobilization will be discussed. The duplex stability and interaction of OTA with its aptamer will be first studied by comparing different buffers. Then the influence of the aptamer orientation on the surface (3' and 5'), the position on the fluorophore (near or far from the surface) and different complementary strand lengths (13, 18, 36 mer) will be compared.

Materials and Methods

Chemicals and substrates

In our experiments all chemicals were reagent grade or higher and most were described in previous chapters. Ethanolamine (NH2CH2CH2OH, redistilled, 99.5%) was supplied by Aldrich.

The oligonucleotides and aptamers which are used are displayed in Table 11 and were supplied by Eurogentec, France. The control strands are spotted as control for the spotting process. The OTA-binding aptamer (noted as "Apt") was used with modifications on the 3'-side and on the 5'-side, with two different spacer lengths (C6 and C12), and in one case labelled with the fluorophore Cy5. Five different complementary oligonucleotides are used and are indicated by a "c" in their name.

They have different lengths (13, 18 and 36mer) and are modified with the cyanine dye Cy5 and the quencher BHQ2. The oligonucleotides are dissolved in ultrapure water to form their 100 µM stock solution and are stored at -20°C. 

Control Control

AAC-GCC-CAT-CTT-AAA-ATC-GAC-GCC-T

NH2-C6 Cy5

Apt-3'C6 Aptamer

GAT-CGG-GTG-TGG-GTG-GCG- TAA-AGG-GAG-CAT-CGG-ACA NH2-C6 Apt-5'C12 Aptamer GAT-CGG-GTG-TGG-GTG-GCG- TAA-AGG-GAG-CAT-CGG-ACA NH2-C12 Apt-3'C6-5'Cy5 Aptamer GAT-CGG-GTG-TGG-GTG-GCG- TAA-AGG-GAG-CAT-CGG-ACA NH2-C6 Cy5 cApt13-5'Cy5 Hybridization CCC-ACA-CCC-GAT-C Cy5 cApt18-3'Cy5 Hybridization CGC-CAC-CCA-CAC-CCG-ATC Cy5 cApt18-5'Cy5 Hybridization TGT-CCG-ATG-CTC-CCT-TTA Cy5 cApt36-5'Cy5 Hybridization TGT-CCG-ATG-CTC-CCT-TTA- CGC-CAC-CCA-CAC-CCG-ATC Cy5 cApt13-3'BHQ Hybridization CCC-ACA-CCC-GAT-C BHQ2
The base substrates for the biochips are standard microscope slides which are cleaned meticulously before further handling. The slides are soaked in a TFD4-solution for 15 minutes before thorough scrubbing between fingers with latex gloves. Then the slides are rinsed well with ultra-pure water and immersed in ethanol for 30 minutes.

Afterwards the slides are again rinsed carefully with ultra-pure water and then immersed in Piranha solution for 30 minutes. Then the slides are again rinsed thoroughly with ultra-pure water and dried under a nitrogen flow. A 250 nm thick aluminium layer is deposited by thermal evaporation (cf. annex III), before a 44 nm amorphous silicon-carbon layer (a-Si0.85C0.15:H) is deposited by PECVD (cf. annex IV).

Transfer of protocols from crystalline silicon

HF-etching for hydrogenated silicon surfaces:

The oxide of the a-Si0.85C0.15:H-layer is removed by HF-vapor etching. For this a container containing 50% HF-solution is opened and carefully stirred. The slide is then held for 15 seconds over the open container with the a-Si1-XCX:H side towards the opening.

Photochemical hydrosilylation of undecylenic acid and activation reaction with EDC/NHS are carried out as before (cf. chapter 2.3).

Preparation of solutions for spotting

The aptamers and oligonucleotides are diluted from their stock solution to 10 µM concentration in two buffers. The buffer used was optimized for the aminolysis reaction of AntiOTA-aptamers on crystalline silicon as described in chapter 4, and is a 150 mM phosphate buffer with 0.01% SDS, pH 8.5. The aptamers are denaturized by heating to 95°C for 5 minutes and rapid cooling in ice for 10 minutes. The solutions (each 20 µl) are then deposited in a microplate for robotic spotting (annex V). The spotting is carried out on a Biorobotics MicroGrid II microarrayer with a controlled climate (~60% humidity and 15-18°C room temperature). After the spotting is finished, the slides are stored overnight in a humidifier with a controlled 75% humidity.

Blocking of remaining active surface sites

The remaining active sites on the surfaces after robotic spotting are blocked. For this, the slides are immersed in 30 ml of a 50 mM ethanolamine in PBS 1X, pH 8.5 in a glass tank on a shaker for 1 hour. Then they are cleaned for 2 min in glass tanks with ultrapure water on a shaker and finally dried.

Hybridization with complementary oligonucleotides

The aptamers are hybridized with the Cy5-labelled complementary strands. The complementary strands are diluted to 1 µM in PBS 1X. The oligonucleotides are then denaturized by 5 minutes heating to 95°C and 10 minutes cooling in ice.

The hybridization is conducted in a hybridization chamber, with PBS 1X in the reservoirs for a controlled climate inside the chamber. 20 µl of oligonucleotide solution is deposited on each hybridization-zone and covered with a coverslip. The hybridization chamber is closed hermetically and immersed in a water bath at 25°C or 45°C (depending on the experiment) for 1h30. Then the slides are removed from the chamber and each zone carefully rinsed with 1 ml PBS 1X from a micropipette, before cleaning in glass tanks on a shaker is conducted twice with PBS 1X for 10 min. Finally the slides are immersed in ultrapure water for 15 seconds before drying.

Association with OTA

OTA is pre-dissolved in ethanol (34.7 mM) from its dry state. Then it is further diluted in its buffer. Two buffers were used: BB-Aguado (10 mM TRIS, 120 mM NaCl, 20 mM CaCl2, and 5 mM KCl; pH 8.5), and SB-Aguado (10 mM HEPES, 120 mM NaCl, 5 mM KCl, 20 mM CaCl2; pH 7). BB-Aguado and SB-Aguado are the binding and selection buffer, respectively, which were used during the SELEX-process of AntiOTA. 128 The association is carried out in a hybridization chamber, with buffer solution in the reservoirs for a controlled humid environment during the association. 20-25 µl of the OTA-solution is deposited on each zone of the slide and then covered with a coverslip.

The hybridization chamber is closed hermetically and then immersed for 1 hour in a water bath at 25°C. Next the slides are removed from the chambers and carefully rinsed with 1 ml buffer solution from a micropipette, before cleaning in a glass tank on shaker with buffer solution for 5 minutes. The slides are then dipped in ultrapure water for 15 seconds before drying.

Results and discussion

PECVD-calibration

In order to be in the optimal conditions with the right thickness and carbon content for ideal fluorescence augmentation the depositions of the in-house PECVD were calibrated concerning the deposition rate and the carbon content. The deposition rate depends on the gas flow, but also on the methane content of the deposition.

Depositions were carried out on silicon wafers and glass slides at the same time and two methods were combined for analysis. Scanning electron microscopy (SEM, cf.

annex II) allows to measure the thickness of the thin layers by imaging the crosssection of depositions on crystalline silicon wafers. UV-vis spectroscopy enables measuring the thickness, refractive index and carbon content of depositions on glass slides.

Calibration by SEM

For the calibration by SEM the PECVD depositions were carried out on crystalline silicon for 30 min with three different carbon contents. The SEM images of the crosssection of the wafers with layers of a-Si0.9C0.1:H, a-Si0.85C0.15:H and a-Si0.8C0.2:H are displayed in Figure 43. Imaging of these layers with SEM is challenging, as crystalline and amorphous silicon are chemically very similar and topographical differences are relatively low due to the cross-section analysis. The deposition rate is calculated by dividing the layer thickness by the deposition time, the results are displayed in Table 12. At the lowest carbon content (10% C incorporated in the layer) the deposition is the fastest with 1.33 µm/h. It drops to 1.08 µm/h for the a-Si0.85C0.15:H layer and remains nearly stable (1.06 µm/h) when the carbon content is further increased to 20%. Table 12: Deposition rates of a-Si1-XCX:H PECVD-depositions displayed in Figure 43. shorter deposition times and hence thinner layers it becomes increasingly difficult to distinguish between the amorphous silicon layer and crystalline silicon below.

C%

Therefore the 5 min deposition (b) was the shortest deposition analyzable by SEM. The calculated deposition rates are displayed in Table 13 and compared to the deposition rate achieved during the 30 min deposition. The deposition rates for the three thicknesses converge around 1.10 µm/h, with little difference between the three thicknesses. The glass slides were covered with a thin layer of a-Si1-XCX:H by PECVD at the same time as the wafers above. They were then analyzed with a UV-vis spectrometer. The resulting curves were analyzed (with Matlab, following the calculation below) to retrieve thickness and refractive index, and subsequently compared with the work of Solomon et al. 241 to retrieve the carbon content in the films.

The wavelength dependent refractive index of the glass slide is estimated with: 242

𝑛 3 = 1.513 -0.003169 • 𝜆 2 + 0.003962 • 𝜆 -2
In order to be able to calculate the transmission through the thin film and the glass substrate some assumptions have to be made. We assume the surface is perfectly flat and we assume a normal light beam with zero divergence. The film is considered to be transparent, even though it is slightly absorbing. The last assumption probably influences the calculation less than the first ones.

For the calculation it is necessary to consider what happens at the interfaces. With the refractive index 𝑛 1 of air and 𝑛 2 of the amorphous silicon thin film it is possible to calculate the reflection coefficients 𝑟 12 and 𝑟 23 at the interfaces between air and the a-Si1-XCX:H -thin film, and the a-Si1-XCX:H -thin film and glass, respectively: 243 and 𝛿 is the phase delay of passing the film (with the film-thickness t):

𝛿 = 2𝜋𝑛 2 𝑡 𝜆
The reflectance is then calculated with:

𝑅 = |𝑟| 2
Taking into account a reflectance of 4% for the interface glass-air, the simulated transmittance results in:

𝑇 𝑠𝑖𝑚 = 0.96 * (1 -𝑅)
The UV-vis transmission spectra of three 30 min a-SiC depositions with different carbon concentrations and one 15 min deposition of a-Si0.85C0.15:H are displayed in Figure 45 (red curves). The simulated transmittance curves are obtained by tuning the parameters "𝑛 2 " and "t" until it is in good accordance with the measured curve. The simulated transmittance curves are displayed in blue. The thereby obtained thicknesses and deposition rates are displayed in Table 14, and are very similar to the results obtained with SEM. The lowest carbon content (10%) exhibits the highest deposition rate. The rate drops when the carbon content (15%) is increased, but nearly stabilizes for the highest concentration (20%). The layer thicknesses (and thereby the deposition rates) which were found by SEM and UV-vis spectroscopy show very good agreement of the two methods. The deposition rates for the a-Si0.85C0.15:H layer were found to be 1.08 and 1.11 µm/h by SEM and 1.10 and 1.12 µm/h by UV-vis spectroscopy. Therefore for all conducted depositions a rate For further analysis of the spots different values are calculated. The signal loss of the spots is calculated with:

𝜇 𝑎𝑝𝑡𝑎 = 1 - 𝐼′ 𝑎𝑝𝑡𝑎 𝐼 𝑎𝑝𝑡𝑎 ⁄
where 𝐼 𝑎𝑝𝑡𝑎 is the fluorescence intensity of the aptamer spots before the reaction, and 𝐼′ 𝑎𝑝𝑡𝑎 the fluorescence intensity after the reaction was carried out (e.g. after hybridization and after association).

The second value takes into account the intensity loss of the control spots for calculating the loss of the aptamer spots, and is called relative loss for "signal OFF".

For this we assume that the bleaching of the fluorophores displays the same behavior on the control spots and the Cy5-labelled complementary strands. To retrieve the relative loss first the signal loss of the control spots is calculated with:

𝜂 𝑐𝑜𝑛𝑡 = 𝐼′ 𝑐𝑜𝑛𝑡 𝐼 𝑐𝑜𝑛𝑡 ⁄
where 𝐼 𝑐𝑜𝑛𝑡 is the fluorescence intensity of the control spots before the reaction (after hybridization), and 𝐼′ 𝑐𝑜𝑛𝑡 the fluorescence intensity after the reaction (after association). With this we can calculate the relative signal loss of aptamer spots, which takes into account the loss of the control spots:

∆𝐼 𝐼 = 𝜂 𝑐𝑜𝑛𝑡 𝐼 𝑎𝑝𝑡𝑎 -𝐼′ 𝑎𝑝𝑡𝑎 𝜂 𝑐𝑜𝑛𝑡 𝐼 𝑎𝑝𝑡𝑎 = 1 - 𝐼′ 𝑎𝑝𝑡𝑎 𝜂 𝑐𝑜𝑛𝑡 𝐼 𝑎𝑝𝑡𝑎
The histogram of the fluorescence intensities of the spots is displayed on the left in Figure 48, and the signal loss of the control and aptamer spots after association with OTA is displayed on the right. Mean values of the spots were used for the analysis because the control spots are not uniform. 244 The intensity of the control spots is slightly decreased after hybridization (𝜇 𝑐𝑜𝑛𝑡 = 17%), but is strongly reduced after the association (𝜇 𝑐𝑜𝑛𝑡 = 52%). The Apt-3'C6 aptamer shows, as expected, zero intensity after the blocking, and increases strongly by the hybridization with its Cy5-labelled complementary strands. The association with OTA strongly decreases the measured fluorescence of the aptamer spots (𝜇 𝑎𝑝𝑡𝑎 = 88%), while the control spots showed a significantly lower decrease (52%). The higher loss of the Apt-3'C6 indicates removal of complementary strands by the association.

The relative loss of the aptamer spots can then be calculated with eq. 3 to be ∆𝐼 𝐼 = 75%. This means that 75% of the loss of the aptamer spots is accounted to the association reaction with OTA. Signal ON:

The "signal ON" experiment is conducted with the spotting of a control oligonucleotide and the Cy5-labelled aptamer Apt-3'C6-5'Cy5 at 10 µM. The hybridization is carried out with the complementary strand cApt13-3'BHQ with a concentration of 1 µM at 45°C.

The association with OTA is conducted with 10 µM OTA in BB-Aguado.

The fluorescence images (0. For the system "signal ON", a signal gain is expected instead of a signal loss as for the system off. Therefore the relative gain for "signal ON", which takes into account the loss of the control spots, is calculated with: with OTA. This difference is not large enough to be statistically significant, and the signal decrease of the aptamers is therefore mainly caused by the association buffer and not OTA. (B) Association in SB-Aguado

The association was conducted with another buffer in order to test the influence of the buffer on the association. The buffer used is SB-Aguado, the selection buffer used during the SELEX process of the aptamer. 128 The experiment was carried out on one slide, with two separate zones for the association with and without OTA. association buffer. This does not necessarily imply that OTA is not bound to the aptamers, it only indicates that the interaction was not detected. The two buffers which were used (BB-Aguado and SB-Aguado) differ mainly in their pH (8.5 and 7, respectively) and the buffering agent (TRIS and HEPES, respectively). Since they show very similar behavior the different pH and the buffering agents can be excluded as a reason for the fluorescence intensity loss (bleaching). There are two potential reasons for this bleaching; either it is caused by the instability of the used dye (Cy5) 245 or the oligonucleotides are not well immobilized on the surfaces.

Blocking

Stability of oligonucleotide immobilization

The stability of the immobilization is studied with spotted aptamers (Apt-3'C6). The aptamers are hybridized with their complementary strand (cApt13-5'Cy5), associated with OTA, regenerated and then again re-hybridized. The regeneration of the aptamers is carried out in the same regeneration buffer which was used in chapter 4 for the regeneration of OTA from aptamers immobilized on crystalline silicon surfaces (1 ml of methanol/(10 mM TRIS, 1 mM EDTA, pH 9) (20:80, v/v).

The fluorescence images (0.5 s scan time) of the control and aptamer spots are displayed in Figure 57 and the fluorescence intensity is shown in Figure 58. Even though the first steps of the experiment (blocking, hybridization, association) were carried out exactly as for the previous experiments, the control spots remain very stable. The loss after the first hybridization is 𝜇 𝑐𝑜𝑛𝑡 = 2% and after the association it is 𝜇 𝑐𝑜𝑛𝑡 = 6%. After the regeneration the control spots display a higher loss (𝜇 𝑐𝑜𝑛𝑡 = 30%), while it decreases again for the second hybridization (𝜇 𝑐𝑜𝑛𝑡 = 12%). This amounts to a total loss of 𝜇 𝑐𝑜𝑛𝑡 = 38% (or 62% remaining signal) between the first and the second hybridization.

The aptamer spots display no signal after the blocking, as expected. After the The control spots remained surprisingly stable during this experiment, unlike in the previous ones conducted. A clear explanation for this is difficult to find, as it was conducted in the same way and with the same products. For the aptamer spots it can be assumed that after the regeneration some of the OTA remains bound to the aptamers (see chapter 4), and since there is also some remaining signal not all complementary strands are detached. After the second hybridization the signal is at 81% of the intensity of the first hybridization. There are two factors which have to be taken into account. Firstly not all aptamers are available for re-hybridization, as some are still binding OTA, and secondly some aptamers remain hybridized even during the regeneration. The portion of complementary strands which remained hybridized is naturally also subject to bleaching, which also decreases the maximum achievable final intensity after the 2 nd hybridization. This indicates that the oligonucleotide immobilization is reliable, and that the strong signal loss of the control spots during the experiments is therefore probably from bleaching of Cy5 and not due to probedetachment. Nevertheless, an answer for the false positive results of the aptamers has still not been found.

Aptamer immobilization direction and complementary strand length

The probe immobilization seems to be sufficiently stable and not to be the source of the false-positive results. Since the "de-hybridization rate" (signal loss) of the duplex aptamer-complementary strand remains the same when conducted with and without OTA, its insufficient stability might be the cause of these problems. This instability might be influenced by the association buffer, but the results in chapter 5.3.2.2 indicate that this is probably not the case. Therefore in order to study the stability of the duplex different lengths of complementary strands were compared, as longer complementary strands suppose a higher stability. Another question which arises is if there is a difference visible when the aptamers are immobilized by their 5' or 3' side.

Both systems can be found in publications, 229,238 but the binding of OTA probably takes more place towards the 3' end. 246 Also, as already stated, the distance of the fluorophore from the surface plays an important role in the fluorescence enhancement on this a-Si1-XCX:H architecture.

The comparison of different aptamers and complementary strands is carried out with the two aptamers Apt-3'C6 and Apt-5'C12. The second aptamer also has a longer spacer, which might improve potential problems with steric hindrance. Both aptamers were hybridized with the three complementary strands cApt18-3'Cy5, cApt18-5-'Cy5, cApt36-5'Cy5, as depicted in Figure 59. The association with OTA is carried out with 1 mM OTA in BB-Aguado, pH 8.5, and the association without OTA (blank) is carried out with only BB-Aguado, pH 8.5. 16. The influence on the distance from the surface can be best seen with the combination (E) and (F), but is also visible for (A) and (B) or for (C) and (D).

The fluorophore being far away from the surface results in a higher fluorescence output. In the case of (F) the hybridization might also be hindered by the Cy5 which might be impeding the hybridization or another unclear problem, since the fluorescence intensity difference is significantly lower for the other combinations. A disturbance of the hybridization by the fluorophore being near the surface does not seem very probable, as this effect was not observed as strong for the couples (A) and (B), or the couples (C) and (D). The difference for the hybridization between immobilizing the aptamer on 3' and 5' cannot be clearly deduced, since the distance of the fluorophore from the surface is crucial for the fluorescence output. All spots on the fluorescence images exhibit a relatively strong signal decrease after association. The signal losses where again calculated with eq. 1 and are displayed in The association seems to work better on the aptamer which is immobilized on its 5' side, especially when hybridization was conducted with the cApt18-5'Cy5 complementary strand. The problem of equal de-hybridization with and without OTA was again observed, even for the 36mer complementary strand, which is quite surprising, as it should show the highest affinity towards the aptamer. Nevertheless a clear answer for the cause of the false-positive results could not yet be found.

Perspectives

In order to find the reason for the false positive results, experiments are ongoing. They include the comparison of the effects of different buffer solutions on the dehybridization and bleaching of complementary strands with different lengths during the association process.

For further studies concerning OTA there are also some other aspects which would prove of interest. First of all the association reaction could be further improved, as an optimization of the association buffer for OTA could strongly increase the reaction yield. Also the stability of the fluorophore-system should be improved, as high fluorescence signal losses were regularly observed during the experiments. This can be achieved for example by changing to another fluorophore, or by adding Cy5protectants during the experiment (e.g. Dyesaver from Genisphere or "Stabilization and Drying Solution" from Agilent). It would also be of high interest to study the limit of detection (LOD) and the dissociation constant (Kd) by using a microfluidic in-situ system.

Conclusion

The biochips for the detection of OTA with aptamers by fluorescence were presented in this chapter. Their architecture is based on an 44 nm a-Si1-XCX:H film deposited on an aluminium back-reflector. In a first step the PECVD-deposition of a-Si1-XCX:H was calibrated to ensure good fluorescence enhancement. The deposition rate for a-Si0.85C0.15:H was found to be 1.10 µm/h.

Two methods of fluorescence detection (signal OFF and signal ON) were studied with 13mer complementary strands. The assays displayed promising results, with 75% and 64% relative signal change by the association for "signal OFF"and "signal ON", respectively. Nevertheless, increased stringency lead to false positive results, where no difference was found between a blank association and an association with OTA. The strong fluorescence intensity decrease of control spots lead to the study of the quality of the oligonucleotide-immobilization, which were found to be stable and wellcontrolled. Finally two different aptamer immobilization directions (Apt-3'C6 and Apt-5'C12) were compared with three different complementary strands. The three complementary strands were two 18mer, one from each end (cApt18-3'Cy5, cApt18-5-'Cy5), and one 36mer cApt36-5'Cy5. The combination which yielded the best result was the aptamer Apt-5'C12 with the complementary strand cApt18-5-'Cy5, which showed a 40.9% relative signal loss with OTA and 23.9% without OTA.

GENERAL CONCLUSION AND OUTLOOK

The goal of this thesis was to develop a stable and reproducible biochip architecture, based on an amorphous silicon carbon alloy for a reliable and sensitive detection of the interaction of pathogens with aptamers, notably the interaction of the toxin ochratoxin A with its DNA-aptamer as a model system.

The goal of this thesis was to study the interaction of pathogens with aptamers on a stable and reproducible biochip architecture based on an amorphous silicon carbon alloy (a-Si1-XCX:H) deposited on an aluminium back-reflector for reliable and sensitive detection of pathogens.

The selected strategy for biomolecule immobilization consists of the grafting of acidterminated monolayers on hydrogenated silicon surfaces with stable Si-C bonds. These The critical angle depends on the refractive indices of the two media.

Generally this will result in partial reflection and refraction of the wave, depending on the incident angle. When the beams' incident angle is larger than a particular critical angle 𝜃 𝐶 it is fully reflected internally (see eq. 5, with n1 and n2 the refractive index of the crystal and the medium on the other side of the interface, respectively).

𝜃 𝐶 = 𝑠𝑖𝑛 -1 ( 𝑛 2 𝑛 1 ) (5) 
Total reflection creates an evanescent wave which extends 0.5 -5 µm beyond the internal surface and decays exponentially with increasing distance from the interface.

The penetration depth 𝛿 𝑃 of the evanescent wave depends on the wavelength as shown in eq. 6 (with wavelength λ, incident angle ϕ). 170 The method of extracting the density of molecules on a surface from their IRabsorbance was developed in the laboratory PMC. [START_REF] Fellah | Kinetics of Electrochemical Derivatization of the Silicon Surface by Grignards[END_REF]170,247 The absorbance of a material is related to its concentration, analogous to the Beer-Lambert law in transmission spectroscopy. Carrying out in situ measurements in liquid phase at known concentrations enables the calibration of the absorbance to the number of molecules detected.

The expressions describing the absorbance of a layer with thickness 𝛿 and a dielectric function 𝜖 = 𝜖 ′ + 𝑖 • 𝜖′′ can be linearized, assuming that the layer thickness is much smaller than other characteristic lengths of reflectivity. Following Chabal the absorption of a layer in s-and p-polarization can then be given by: 170 

Where 𝑛 𝑆 and 𝑛 2 are the refractive indices of silicon and the adjacent medium, respectively. d is the layer thickness, 𝜆 is the wavelength and ϕ the incident angle.

the same on surface or in liquid. The first assumption concerns the absorption coefficients. We assume that the absorption coefficient of a certain chemical group is proportional to the volume concentration of this group, in solid and in liquid phase.

And we suppose that the proportionality factor remains the same in both phases. The second assumption involves the real dielectric response. We assume that it is isotropic for the adsorbate layer and that it is identical to the response of the liquid (√𝜖′ 𝑥 ≈ √𝜖′ 𝑦 ≈ √𝜖′ 𝑧 ≈ 𝑛 2 

The factors "1/3" and "2" in the above equations are from the assumption that the medium is isotropic. This means that 𝑁 ∥ takes into account 𝐼 𝑥 and 𝐼 𝑦 (𝑁 ⊥ = ).

With these assumptions one can derive 𝑁 ∥ from the equations ( 7), ( 12) and ( 14): 

𝑁 ∥ =
The two equations ( 16) and ( 17) are sufficient to calculate the surface concentration of molecules. The only remaining parameters that have to be retrieved experimentally are 𝐴 𝑆 and 𝐴 𝑃 from solid phase, and 𝐶/𝐴 𝑆 0 from liquid phase. Therefore it is sufficient to conduct the calibration experiment in s-polarization at a known concentration to be able to calculate the surface concentration of molecules on surfaces. The calibration measurement is conducted in liquid phase in an in situ IR cell as displayed in Figure to calculate the surface density. [START_REF] Moraillon | Amidation of Monolayers on Silicon in Physiological Buffers: A Quantitative IR Study[END_REF] Here the νCO-peak is fitted with two peaks, a

Guassian at ~1709 cm -1 and a Lorentzian at ~1715 cm -1 (see for example fit in Figure 17). The peak position of the νCO-band can shift quite strongly, depending on the surface composition. This is for example the case after aminolysis, were unreacted acid groups remain on the surface. In this case the position of the fitted curves should be shifted accordingly. 

Fitting for ester-NHS bands

The calibration measurements for ester-NHS terminated surfaces was carried out by Moraillon et al. [START_REF] Moraillon | Amidation of Monolayers on Silicon in Physiological Buffers: A Quantitative IR Study[END_REF]205 They proposed a multiple step fitting process to optimize the Gaussian/Lorentzian ratio of the peaks. Peaks are fitted at ~1650 cm -1 , ~1718 cm -1 , ~1742 cm -1 , ~1787 cm -1 and ~1815 cm -1 , but only the last two are used for the quantification. The retrieved the following values (with δ = 439 nm at λ = 1787 cm -1 and δ = 432 nm at λ = 1815 cm -1 ): Despite its versatility and easiness to use, SEM has some major limitations, as the samples must be vacuum-tolerant and electrically conductive.

𝑁 ∥ = 1.

A.III. THERMAL VAPOR DEPOSITION

Thermal evaporation is one of the physical vapor deposition methods, and allows the deposition of thin films. The source material is heated in high vacuum with an electric heater (resistive or inductive) to temperatures near the melting point, thereby evaporating the source material. The vapor then condenses on the surface of the substrates, resulting in a thin film. The evaporation is conducted in high vacuum in order to avoid impurities in the film and to minimize collisions of the source material with remaining gas molecules (as they might react with each other). The quality of the film also depends on the purity of the source material.

The device used for the deposition of aluminium thin-films was constructed in-house and uses resistive heating for the evaporation process. An aluminium wire (99.999%, Chempur Germany) is hooked to a tungsten filament. The deposition chamber is then pumped to a vacuum of 25-35•10 -6 Torr. A current of 2 A is passed through the filament in order to evaporate the aluminium wire and the deposition thickness of 250 nm is ensured with a quartz crystal microbalance.

A.IV. PLASMA ENHANCED CHEMICAL VAPOR DEPOSITION

The thin a-Si1-XCX:H layers are deposited by plasma-enhanced chemical vapor deposition (PECVD) in the "low power regime" with a power density of 0.1 W/cm -2 and a radio frequency (RF) of 13.56 MHz. The depositions are carried out with a substrate temperature of 250°C, a chamber pressure around 40 mTorr and a gas flow rate around 2 L/h. For the deposition to take place the precursor gases are introduced into a capacitively coupled chamber where they are dissociated by accelerated electrons in the RF-plasma. The ions which are thereby created in the plasma induce the deposition on the substrate. Amorphous silicon-carbon alloys can be deposited by choosing silane (SiH4) and methane (CH4) as precursor gasses. 241 The ratios of the gasses determine the carbon-content in the deposited thin films. 

A.V. ROBOTIC SPOTTER

The robotic spotting is carried out on a Biorobotics MicroGrid II microarrayer (Figure 62). The slides are fixed by a vacuum and the spotting solutions are deposited at preprogrammed positions from a microplate with an arraying pin. This enables the spotdeposition of several different solutions on one slide. The spotting is conducted in a controlled climate (~60% humidity, 15-18°C room temperature) and the spotted slides are stored overnight in a humidifier with ~75% humidity. The analysis of the images is partially conducted with the Diagarray software, which can automatically select the spots. The automatic selection of spots is only reliable when they are homogenous and round, as well as when their fluorescence intensity is significantly higher than the background. When the automatic selection is not reliable, a manual adjustment is necessary, as can be seen in the example in Figure 64.

Visibly bad spots (outliers) are excluded manually from further analysis. These spots are for example very inhomogeneous spots, or spots which are visibly different from the spots of the same type, as shown in Figure 65. Biosens Bioelectron. 2007;22(9-10):2145-2150. doi:10.1016/j.bios.2006 La détection rapide et sensible des agents pathogènes est d'une très grande importance pour la biosécurité. Les biopuces sont bien adaptées à cet effet, car elles permettent la détection multiplexe des cibles. Une limitation cruciale des biopuces est leur manque de fiabilité et de sensibilité. L'objectif de cette thèse est de développer une architecture reproductible de biopuces à base de couche mince de silicium amorphe carboné (a-SiC:H) déposée sur un réflecteur en aluminium pour une détection fiable et sensible des pathogènes. Nous avons choisi comme système modèle l'interaction de la toxine alimentaire ochratoxine A (OTA) avec son aptamère AntiOTA de longueur 36mer. Les aptamères (simples brins d'ADN) sont de plus en plus utilisés comme sondes en raison de leur grande spécificité et affinité vis-à-vis d'une large gamme de cibles (i.e. protéines, bactéries…). La stratégie de fabrication consiste en un greffage de monocouches organiques d'acides carboxyliques via des liaisons Si-C robustes, suivi de l'accrochage covalent des aptamères par un couplage peptidique. Les processus de greffage ont été mis au point sur silicium cristallin permettant la quantification des couches greffées par spectroscopie infrarouge en mode ATR (Attenuated total reflexion). La quantification IR des interactions OTA -AntiOTA a été montrée pour la première fois sur des surfaces par IR-ATR. La spécificité de l'aptamère a été démontrée en utilisant une molécule chimiquement similaire (warfarin), pour laquelle l'AntiOTA ne montre aucune affinité. Ces protocoles bien contrôlés ont été transférés sur l'architecture de la biopuce a-SiC:H. Les aptamères immobilisés sont hybridés avec des brins complémentaires marqués avec des fluorophores. En présence de l'OTA une déshybridation des brins complémentaires est attendue, conduisant à une diminution du signal fluorescent. Différentes longueurs de brins complémentaires ont été comparées, montrant jusqu'à 13% de diminution due à l'interaction de l'OTA.

Mots-clés: biopuce, aptamère, pathogène, ochratoxine A, hydrosilylation, fluorescence, IR-ATR Title: Biochips based on silicon for detecting the interaction between aptamers and pathogens.

Rapid and sensitive detection of pathogenic targets play a crucial role in biosecurity. Biochips are ideal for this, as they allow easy and multiplex detection of targets. A crucial limitation in biochips is that they often suffer from low reliability and sensitivity. The goal of this thesis is to develop a stable and reproducible architecture for biochips based on an amorphous silicon carbon alloy (a-SiC:H) deposited on an aluminium back-reflector for reliable and sensitive detection of pathogens. On these biochips we introduced the interaction of the food and feed toxin ochratoxin A (OTA) with its 36mer aptamer AntiOTA as a model system. Aptamers (single strands of DNA) are ideal as probes for biochips as they display high specificity and affinity towards a wide range of targets (i.e. proteins, bacteria…). The well-controlled multi-step fabrication process consists of the reliable photochemical grafting of acid-terminated organic monolayers on silicon surfaces by robust Si-C bonds, which in turn were functionalized with aptamers by stable peptide coupling. Carrying out this process on crystalline silicon allowed monitoring and quantification of every step by infrared spectroscopy (IR-ATR). The interaction OTA -AntiOTA was shown for the first time on surfaces by IR, and an IR in situ calibration allowed the quantification of OTA which was bound by the aptamers on the surface. The specificity of AntiOTA towards OTA was demonstrated by using a chemically similar molecule (warfarin), for which AntiOTA shows no affinity. The well-controlled protocols were transferred to the a-SiC:H biochip. The immobilized aptamers were hybridized with complementary and fluorescent-labeled DNA-strands. In presence of OTA, dehybridization of the complementary strands is expected, resulting in a decrease of fluorescent signal. Different lengths of complementary strands were compared, exhibiting up to 13% signal decrease due to OTA. Keywords: biochip, aptamer, pathogen, ochratoxin A, hydrosilylation, fluorescence, IR-ATR
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  d'hydrogène sont utilisées comme base pour le greffage d'une monocouche d'acide organique par hydrosilylation photochimique. Il en résulte une monocouche très stable liée par des liaisons Si-C covalentes. La couche stable terminée par un acide constitue alors la base de l'étape suivante, dans laquelle les aptamères à terminaison amine sont immobilisés sur la surface par un processus d'amidation en deux étapes. L'amidation en deux étapes consiste d'abord d'une réaction d'activation de la surface avec le carbodiimide EDC en présence de NHS. Ceci est suivi d'une réaction d'aminolyse, conduisant à des aptamères immobilisés sur la monocouche organique par des liaisons peptidiques stables. Cette stratégie d'immobilisation donne au substrat une haute stabilité chimique par rapport au vieillissement et à une longue exposition dans des milieux physiologiques. Une fois les aptamères immobilisés sur la surface, l'interaction aptamère-OTA est réalisée. Le manuscrit est conçu comme suit : Le premier chapitre présente le concept des agents pathogènes, leurs classifications et leurs méthodes de détection. Le concept d'aptamères est discuté, avant d'expliquer plus en détail la stratégie de détection de l'interaction entre la toxine alimentaire ochratoxine A (OTA) et son aptamère.

Figure 1 :

 1 Figure 1: Chemical structure of ochratoxin A, ochratoxin B and ochratoxin C. Blue circles highlight the differences.

Figure 2 :

 2 Figure 2: Schema of one PCR cycle for the amplification of DNA. 60

Figure 3 :

 3 Figure 3: Schema of sandwich ELISA process.

Figure 4 .

 4 Figure 4. The bioreceptor uses biological probes to interact with the analyte and directly converts its presence or concentration from a biological reaction into a physico-chemical effect, which is measurable by the transducer.

Figure 4 :

 4 Figure 4: General structure of biosensors.

  measurable signals and which depend on the intrinsic properties of the substrate. Electrochemical transducers detect an electrochemical reaction by monitoring the change of an electrical signal at an electrode. 102 Optical transducers detect the change of refractive index, 103 light interference, 104 changes in local surface plasmon resonance frequencies (LSPR) 105 and other properties. 106 Acoustic transducers are based on wave propagation in solids. They exploit, for example, resonance-frequencies 77 of piezoelectric materials 107,108 to detect surface interactions. There are also other technologies which are used as transducers, among others gravimetric, 109 thermal 110 and magnetic. 111 Biochips, in comparison to biosensors, allow the detection of multiple analytes in parallel. One well known and widely used example is the microarray, which allows the detection of a wide range of analytes on one slide. The two most common methods of detection with microarrays are fluorescence and SPR. 1.3 Aptamer-based biosensors 1.3.1 Aptamers as probes in biosensors Aptamers are single stranded DNA or RNA molecules, which have been specifically selected to bind with high specificity and affinity to a certain target by a process called Systematic Evolution of Ligands by EXponential enrichment (SELEX). They are becoming increasingly popular as alternative probes for biosensors, immunoassays and other analytical devices. Aptamers display several advantages over antibodies when used as probes:

Figure 5 :

 5 Figure 5: Standard SELEX strategy. Starting with initial library of random sequences, the binding sequences (1) are isolated (2 -> 3) and amplified (4), before the cycle reiterates at more stringent conditions (5 -> 1).

Figure 6 :

 6 Figure 6: G-quadruplex structure of OTA-aptamer.

Figure 7 :

 7 Figure 7: Strategy for direct detection of the interaction aptamer-OTA on crystalline silicon surfaces.

  right), the attached aptamers have a fluorophore at their extremity, while the short complementary oligonucleotide has a quencher, which suppresses fluorescence of nearby fluorophores. Successful association of OTA will remove the quenchers and therefore increase the fluorescence signal.

Figure 8 :

 8 Figure 8: Strategy for indirect detection of the interaction aptamer-OTA on crystalline silicon surfaces. Left side: "signal OFF", right side: "signal ON".

Figure 9 :

 9 Figure 9: Strategy for silicon surface functionalization.

Figure 11 :

 11 Figure 11: Scheme of the formation of organic monolayers through covalent Si-C bonds.

(reaction 2 )

 2 ; (ii) reaction with a neighboring carboxyl group can form an anhydride product (reaction 3) which can then undergo further reaction with NHS resulting in an ester-NHS group on the surface (reaction 4); (iii) rearrangement of the O-acylurea via an intramolecular acyl transfer results in the formation of N-acylurea on the surface (reaction 5).

Figure 13 :

 13 Figure 13: Scheme of the elementary activation reactions on carboxyl-terminated surfaces. In the first step (1) EDC reacts with surface acid groups to form O-acylisourea. Subsequently the two main pathways (reaction 2 and 3 or reaction 4) result in ester-NHS terminated surfaces, or alternatively (reaction 5) in N-acylurea groups on the surface.

Figure 14 :

 14 Figure 14: Schematic representation of aminolysis reaction on activated silicon surfaces.

  explicitly used without further purification. The cleaning agents (hydrogen peroxide, H2O2, 30%; sulfuric acid, H2SO4 96%; glacial acetic acid, CH3COOH2; absolute ethanol anhydrous EtOH) and etching agent (hydrofluoric acid, HF, 50%) were of RS grade and supplied by Carlo-Erba. Undecylenic acid (CH2=CH(CH2)8COOH, 99%) was purchased from Acros Organics. The coupling agent EDC (N-(3-Dimethylaminopropyl)-N′ethylcarbodiimide 98%) and the activating reagent NHS ()-amine, (MN = 750, n ≈ 15), PEG 2000 (MN = 2000, n ≈ 44), and PEG 5000 (MN = 5000, n ≈ 112) were supplied by Fluka Analytical. PBS 10X (Phosphate Buffered Saline) was supplied by Ambion, and SDS (Sodium dodecyl sulfate, 99%, molecular biology grade) by Sigma. Ultrapure water (MilliQ, 18.2 MΩ•cm, at 25°C) was used to prepare solutions and for rinsing.

2. 3 . 4

 34 Activation with EDC/NHS of acid-terminated surfaces Two solutions of 10 mM EDC and NHS are separately prepared in ultrapure MilliQ water at 0°C. A Schlenk tube is immersed in a water bath with a temperature between 15 and 18°C. An equal volume of EDC and NHS are added into the Schlenk and flushed with argon for 10 min before adding the acid terminated silicon surface. For 90 min the Schlenk tube with the sample is bubbled with argon, while the temperature is controlled to remain in the range mentioned above. Next the sample is cleaned for 5 min in a beaker with MilliQ water, then rinsed copiously with MilliQ water and dried under a nitrogen flow.2.3.5 Aminolysis of PEG 750 on activated silicon surfacesPEG 750 is dissolved at a concentration of 20 mM in PBS 1X, the pH is adjusted to 8.5.The solution is then bubbled in a Schlenk with argon for 5 min, before the freshly activated sample is added. The argon bubbling is continued for 10 more minutes before the valves of the Schlenk are closed. After 16 h (overnight) the sample is cleaned 1 min with PBS 1X, 10 min with PBS 1X/0.1% SDS, 1 min PBS 0.2X, 1 min PBS 0.1X. A final short rinse in ultrapure water is conducted to remove the buffer solution before drying the sample under a flow of nitrogen.

  (a-Si1-XCX:H) deposited by PVD and PECVD, respectively. The a-Si1-XCX:H-layer is used as a basis for photochemical hydrosilylation and activation with EDC/NHS. Further details on these supports are described in chapter 5. Three zones are subjected to a treatment with drops (V = 175 µl) of 50 mM PEG solutions(PEG 750, PEG 2000 and PEG 5000) in ultrapure water at pH 8.5. After one hour the three drops of PEG are removed and carefully rinsed with 3 x 1 ml PBS 1X, followed by a quick rinse in ultrapure water. The slide is dried in a centrifuge before further handling. Then 250 µl of E. coli Katushka K12 in PBS 1X (6.93•10 8 cfu/ml) are added per zone (zones are separated by adhesive incubation chambers), and let for 2 hours. The zones are carefully rinsed three times with PBS 1X, before drying in a centrifuge.

Figure 16 :

 16 Figure 16: ATR-FTIR spectra of H-terminated silicon surface in s-polarization (red) and p-polarization (black). The inset shows enlarged the region of νSi-HX. The reference spectra are the oxidized silicon surfaces (SiOX) before etching.
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Figure 17 :

 17 Figure 17: Left side: ATR-FTIR spectra of silicon surface functionalized with undecylenic acid, in s-polarization (red) and p-polarization (black). The blue curves show the fits for quantitative analysis. The reference spectra are H-terminated silicon surfaces (SiHX).

  10 14 𝑐𝑚 -2 = 32% . During all the experiments conducted, the surface density generally varied from 1.6 -2.5•10 14 cm -2 (𝜃 = 20 -32%), indicating relatively reliable and reproducible grafting of 1-alkenes. The group of Sieval showed that a 100%

Figure 18 .Figure 18 :

 1818 Figure 18. The reference spectra are again the hydrogenated silicon surfaces. As before, a triplet of negative peaks is visible in the region of 2050 -2150 cm -1 , confirming the loss of SiHX bands. The two positive bands at 2930 and 2850 cm -1 are associated with the CH2 modes of the alkyl chain. Compared with the acid terminated surface the two characteristic bands of the alkyl chain (2930 and 2850 cm -1 ) remain at the same intensity, indicating neither addition nor removal of the acid layer.

Figure 19 :

 19 Figure19: Left side: ATR-FTIR spectra of silicon surface after aminolysis with PEG750, in s-polarization (red) and p-polarization (black). The blue curves show the fits that were used for quantitative analysis. The reference spectra are the H-terminated silicon surfaces (SiHX). Right side: deconvolution of the fits.

  40 cm -1 ), respectively. The calculated intensities for the remaining acid peaks in s-and p-polarization are A S = 4.7 • 10 -3 cm 1 and A P = 8.1 • 10 -3 cm 1 . With these intensities the surface density of the remaining acid was determined to be N′ CO = 0.8 • 10 14 cm 2 . After the activation reaction, the surface density of remaining acid was 𝑁 𝐶𝑂,𝑟𝑒𝑚𝑎𝑖𝑛𝑖𝑛𝑔 = 0.4 • 10 14 𝑐𝑚 -2 . Comparing the surface densities of remaining acid after activation and after aminolysis shows that 0.4 • 10 14 𝑐𝑚 -2 (= N′ CO -N CO,remaining ) of the ester-NHS was removed by hydrolysis during the aminolysis reaction. The surface density of the PEG 750 is calculated with N PEG = N CO -N ′ CO = 1.7 • 10 14 cm 2 , and corresponds to a surface coverage 𝜃 = 21% with a yield of 𝜂 = 10 14 = 64%. The surface density varied from 0.8 -1.6•10 14 cm -2 during the conducted experiments, depending strongly on the surface density of grafted undecylenic acid and ester-NHS, but also on the reaction conditions (buffer solution and reaction time).

Figure 20 :

 20 Figure 20: Microscopy and fluorescence images (5x) of bacteria on different PEG surfaces. The letter "B" marks the area where the bacteria are adsorbed, "P" shows the area where PEG was immobilized. Cross-section shows fluorescence intensity of the black square.

Figure 21 :

 21 Figure 21: Chemical structure of OTA, dependent on pH; (a) acidic or dry conditions; (b) slightly basic conditions; (c) basic conditions; (d) strong basic conditions.

3. 3 . 1

 31 The relation of OTA-structure with IR response and UV-vis absorption 3.3.1.1 In-situ IR spectroscopy of OTA in different media (A) OTA in methanol The in-situ IR-measurement of 20 mM OTA in methanol is displayed in Figure 22 (dark green), with the reference spectrum being the in-situ spectrum of pure methanol. There are a number of bands visible in the region 1200 -1800 cm -1 which constitute the IR-fingerprint of OTA in methanol. The light green curve in the figure displays the DFT calculation of OTA in its form (a), implicitly taking into account the effect of Methanol as a solvent. Bredenkamp et al. discuss in their publication from 1989 the assignment of IR-peaks

Figure 22 :

 22 Figure 22: Dark green: in-situ IR-spectra (s-polarization) of 20 mM OTA dissolved in methanol in s-polarization, the reference spectrum being pure methanol. Light green: DFT calculation of OTA in its form (a) in Methanol.

Figure 23 :

 23 Figure 23: In-situ IR-spectra in s-polarization of 20 mM OTA dissolved in methanol (green) and in water pH 7 (black). The reference spectra are the in-situ IR-spectra of methanol and water pH 7, respectively. Arrows indicate peak-assignments. DFT calculation (dark grey) of OTA in its form (b) in H2O.

  the in-situ IR spectra in s-polarization of20 mM OTA in methanol (green) and water at pH 7 (black), pH 8.5 (red) and pH 11 (blue) are displayed. The reference spectra are the in-situ spectra of pure methanol or water, with the same pH as the OTA solutions. The peak assignments remain as for OTA in water at pH 7, except for a peak which becomes visible at 1686 cm -1 and which probably stems from a peak shift of the lactone group in presence of phenolate, indicating OTA in its completely deprotonated form (c). An increase in intensity can be observed for the COO -peak at 1565 cm -1 , which indicates the presence of OTA in its open-ring form (d). The phenolate peak at 1440 cm -1 also increases, but since the phenol peak remains visible, the presence of both forms (c) and (d) can be assumed.

Figure 24 :

 24 Figure 24: In-situ IR-spectra in s-polarization of 20 mM OTA dissolved in methanol (green) and in water pH 7 (black), pH 8.5 (red), pH 11 (blue). The reference spectra are the in-situ IR-spectra of methanol and water with the same pH, respectively. Arrows indicate peak-shifts.

  (b). For pH 8.5 and pH 11 in water OTA seems to show a coexistence of its fully deprotonated (c) and open-ring form (d).The DFT calculations of OTA for all forms (a) -(d) are displayed in Figure25. Here the influence of the solvent becomes more visible, as the calculations diverge more and more from the observed IR spectra. Further calculations are being undertaken to ameliorate the results at the moment of the writing of this thesis.

Figure 25 :

 25 Figure 25: DFT calculations of OTA in all forms. Green curve: OTA form (a) in methanol; Grey curve: OTA form (b) in H2O; Red curve: OTA form (c) in H2O; Blue curve: OTA form (d) in H2O;

Figure 26 :

 26 Figure 26: In-situ IR-spectra in s-polarization of 8 mM OTA in 35% EtOH, pH 8.5 (orange) and 20 mM OTA dissolved in H2O, pH 8.5 (red). The reference spectra are the in-situ IR-spectra of 35% EtOH, pH 8.5 and methanol, respectively.

Figure 27 :Figure 28 :

 2728 Figure 27: UV-vis spectra of 5 µM OTA in methanol (green), in H2O pH 7 (black), in H2O pH 8.5 (red) and in H2O pH 11 (blue). The reference spectra are the respective solutions without OTA at corresponding pH.

Figure 29 :

 29 Figure 29: Scatter plots show the integrated area of the two analyzed regions of the IRspectra for each concentration of OTA (blue: 1350-1750 cm -1 , purple: 1475-1750 cm -1 ), linear fits are displayed for both analyzed regions.

Figure 30 :

 30 Figure30: UV-vis spectra of OTA in regeneration buffer at 1 µM (blue), 0.5 µM (pink), 0.2 µM (green), 0.1 µM (red) and 0.05 µM (black). The reference spectrum being the regeneration buffer (pH9).

Figure 31 :

 31 Figure 31: Scatter plot (black) shows the integrated area of the analyzed region of the UV-vis spectra for each concentration of OTA. A linear fit (red) of the scatter plot is also displayed.

Figure 32 :

 32 Figure 32: Schematic representation of aminolysis reaction of ester-NHS functionalized surfaces with aptamers (1) on silicon surfaces, and subsequent interaction of OTA with the aptamers (2).

(

  10 mM TRIS, 120 mM NaCl, 20 mM CaCl2, and 5 mM KCl) and the pH is adjusted to pH 8.5. 1 ml of this solution is then added into a Schlenk tube, which is immersed in a water bath at 25°C. The Schlenk is carefully bubbled with argon for 5 min, before the silicon prism is added. The Schlenk is bubbled for 5 min more before the valves are closed. After 1 hour the prism is removed from the Schlenk. The sample is then cleaned in a beaker for 2 x 5 min with BB-Aguado before it is quickly rinsed with ultrapure MilliQ water and dried under a nitrogen flow.4.2.4 Regeneration of OTA from its aptamersThe regeneration buffer (1 ml of methanol/(10 mM TRIS, 1 mM EDTA, pH 9) (20:80, v/v))225 is put into a Schlenk tube, which is immersed in a water bath at 25°C, and the prism is added. After 1 hour the prism is removed and rinsed with ultrapure water. The regeneration buffer is then used for further analysis by UV-vis spectroscopy.4.3 Results and discussion4.3.1 Aminolysis of activated silicon surfaces with aptamers 4.3.1.1 Optimization of the aminolysis reaction buffer

Figure 33 :

 33 Figure 33: Left side: ATR-FTIR spectra (p-polarization) of acid surfaces and surfaces after aminolysis reactions with aptamers in three different buffer solutions, with superposed fits (blue) for quantitative analysis. The reference ATR-FTIR spectra are the H-terminated silicon surfaces (SiHX). Right side: deconvolution of the fits of the peaks in the carbonyl region.

Figure 34 :

 34 Figure 34: Left side shows ATR-FTIR (p-polarization) spectra of acid surfaces (red) and surfaces after aminolysis reactions (black) with different aptamer concentrations, with superposed fits (blue) for quantitative analysis. The reference ATR-FTIR spectra are the H-terminated silicon surfaces (SiHX). Right side displays the deconvolution of the fits.

Figure 35 :

 35 Figure 35: Left side: ATR-FTIR spectra (p-polarization) of surfaces during four cycles of activation (black) and aminolysis (red) reaction, with superposed fits (blue) for quantitative analysis. The reference spectra are the H-terminated silicon surfaces (SiHX). Right side shows the deconvolution of the fits.

Figure 36 :

 36 Figure 36: ATR-FTIR spectra of OTA. The black spectrum (p-polarization) is of the surface after association of 1 mM OTA with immobilized aptamers at 600 µM. The reference spectrum is the surface with immobilized aptamers. Green curve is in-situ IR of 5 mM OTA in H2O, pH 8.5, as discussed in chapter 3. Hatched blue region was integrated for quantitative analysis.

  𝑂𝑇𝐴 • 𝑚 = 0.14 𝑐𝑚 -1 with a concentration of 𝑐 𝑂𝑇𝐴 = 25 𝑚𝑀) with: 𝑁 ∥ = 1.73 • 10 15 𝐴 𝑆 𝑁 ⊥ = 4.01 • 10 15 𝐴 𝑃 -3.64 • 10 15 𝐴 𝑆 where 𝐴 𝑆 and 𝐴 𝑃 are the absorption per reflection of OTA on surfaces in s-and ppolarization.

chapter 3

 3 was conducted. The integrated intensities of OTA on the surface in the region 1475 -1775 cm -1 are 𝐴 1475-1775,𝑃 = 8.5 • 10 -3 𝑐𝑚 1 and 𝐴 1475-1775,𝑆 = 8.0 • 10 -3 𝑐𝑚 1 . With these intensities the surface density of OTA (black spectrum), is calculated to be 𝑁 𝑂𝑇𝐴 = 1.9 • 10 13 𝑐𝑚 -2 .

Figure 37 :

 37 Figure 37: ATR-FTIR spectra (p-polarization) of association and regeneration of OTA with its aptamers on surfaces. Left side: the reference spectrum is the aptamer surface. Right side: the reference spectrum is the surface after the first regeneration. Black: first association of OTA with aptamers. Red: subsequent regeneration. Pink: second association with OTA. Green: succeeding regeneration. Hatched blue region was integrated for quantitative analysis with baseline indicated in light blue.

  regeneration buffer without OTA was used as reference. The figure also displays the spectrum which was obtained during the calibration measurements in chapter 3.3.2, where the regeneration buffer was spiked with different concentrations of OTA. Apart from the noise, both spectra have their maximum at 380 nm and show very similar intensity, indicating similar quantity of OTA molecules in the solution.

Figure 38 :

 38 Figure 38: UV-vis spectra of (black curve) regeneration buffer after five regenerations of OTA from surface, and (red) of regeneration buffer spiked with 0.1 µM OTA, as obtained during calibration measurements in chapter 3.3.2. The reference spectra are the regeneration buffer without OTA.

Figure 39 :

 39 Figure 39: Chemical structure of warfarin.

Figure 40 :

 40 Figure 40: ATR-FTIR spectra of non-specific adsorption of warfarin on aptamers. Red:

Figure 41 :

 41 Figure 41: Refractive index of a-Si1-XCX:H films in dependence of their carbon content.

Figure 42 :

 42 Figure 42: Strategy for OTA detection by fluorescence. Left side: "signal OFF" method, hybridization with a Cy5-labelled complementary strand. Right side: "signal ON" method, immobilized aptamer is Cy5-labelled; hybridization with quencher-labelled complementary oligonucleotide quenches Cy5.

Figure 43 :

 43 Figure 43: SEM-images of Si(111)-wafer cross-sections after three 30 min PECVDdepositions with carbon content of 10% (a), 15% (b) and 20% (c).

  arises for the PECVD-deposition is the uniformity of the deposition rate when changing the duration (i.e. is the deposition faster/slower in the beginning or not). Therefore further depositions were carried out, with 5 min and 15 min duration. The SEM-images of the cross-sections are displayed inFigure 44. With 

Figure 44 :

 44 Figure 44: SEM-images of Si(111)-wafer cross-sections after 15 min (a) and 5 min (b) PECVD-depositions with carbon content 15%.

Figure 45 :

 45 Figure 45: UV-vis transmission spectra of PECVD depositions of a-SiXC1-X:H thin films on glass (red) and its simulation (blue). (a) 30 min deposition of a-Si0.9C0.1:H, (b) 31 min of a-Si0.85C0.15:H, (c) 30 min of a-Si0.8C0.2:H, (d) 15 min of a-Si0.85C0.15:H.

  Figure 46 on the right. The results for the four depositions analyzed by UV-vis spectroscopy are displayed in Table 15. The measured carbon content shows a very good agreement with the nominal values.

Figure 46 :

 46 Figure 46: Left: plot of absorption coefficient of the 31 min a-Si0.85C0.15:H deposition over wavelength. Right: energy E04 (absorption coefficient of 10 4 cm -1 ) over incorporated carbon in thin film. Adapted from Solomon et al. 241

of 1 .

 1 10 µM/h was presumed. The carbon content in the layer was shown to correspond well with the nominal values with only slight divergences. OFF/ON with 13mer complementary strands The detection methods "signal OFF" and "signal ON" were applied for the first experiments.Signal OFFThe "control" oligonucleotide and the aptamer Apt-3'C6 were deposited by robotic spotting at 10 µM on the ester-NHS terminated slides. The hybridization was carried out with the complementary strand cApt13-5'Cy5 with a concentration of 1 µM at 45°C. The association with OTA was conducted with 10 µM OTA in BB-Aguado.The fluorescence images (0.5 s scan time) after all steps (blocking, hybridization and association with OTA) are displayed in Figure47. After blocking the control spots are clearly visible, and the aptamer spots show no fluorescence signal, which is expected since they are not labelled. After hybridization with the complementary strands the spots with the aptamers can be seen clearly, indicating successful hybridization. The images after association with OTA show a strong decrease of fluorescence signal for both types of spots. A clear difference can be seen between the two types, with the aptamer spots exhibiting a more intense loss.

Figure 47 :

 47 Figure 47: Fluorescence images (0.5 s scan time) of the spotted control oligonucleotide and Apt-3'C6 aptamer.

Figure 48 :

 48 Figure 48: Left: histogram of fluorescence intensity (0.5 s scan time) during all steps of the experiment of control and Apt-3'C6 spots in Figure 47. Right: histogram of signal loss of spots after association.

  5 s scan time) after all steps (blocking, hybridization and association with OTA) are displayed in Figure 49. After blocking, the control and the aptamer spots are clearly visible, as expected. The images after hybridization display a slightly decreased signal for the control spots. The hybridization of the quencherlabelled complementary strands results in a strongly reduced intensity for the aptamers, indicating successful hybridization and quenching of the fluorophore on the aptamer. After association with OTA the control spots display a strong decrease while the aptamers only show a slight one.

Figure 49 :

 49 Figure 49: Fluorescence images (0.5 s scan time) of the spotted control oligonucleotides and Apt-3'C6-5'-Cy5 aptamer.

Figure 50

 50 Figure 50 shows the histogram of the fluorescence intensities of the spots on the left and the relative signal loss on the right. After blocking, the control and aptamer spots exhibit very similar fluorescence intensity. The intensity of the control spots decreased slightly after hybridization (𝜇 𝑐𝑜𝑛𝑡 = 22%), but strongly after the association (𝜇 𝑐𝑜𝑛𝑡 = 50%). The aptamer on the other hand exhibits a strong signal decrease (𝜇 𝑎𝑝𝑡𝑎 = 77%) by the hybridization with the quencher-labelled complementary strands. The following association with OTA causes a further decrease of intensity of 𝜇 𝑎𝑝𝑡𝑎 = 18% for the aptamer spots. The lower loss of the Apt-3'C6-5'Cy5 spots indicates removal of complementary strands by the association.

Figure 50 :

 50 Figure 50: Left: histogram of fluorescence intensity (0.5 s scan time) during all steps of the experiment of control and Apt-3'C6-5'Cy5 spots displayed in Figure 49. Right: histogram of signal loss of spots after association.

Figure 51 :

 51 Figure 51: Fluorescence images (0.5 s scan time) of the spotted control oligonucleotides and Apt-3'C6 aptamer. Association on top was carried out in BB-Aguado, pH 8.5 without OTA, on the bottom with 10 µM OTA in BB-Aguado, pH 8.5.

Figure 52 :Figure 53 :

 5253 Figure 52: Histogram of fluorescence intensity (0.5 s scan time) during all steps of the experiment of control and Apt-3'C6 spots in Figure 51. Left: "blank" association in BB-Aguado without OTA. Right: association with 10 µM OTA in BB-Aguado.

  The blocking and hybridization are carried out identically on both zones. The fluorescence images (0.5 s scan time) after all steps (blocking, hybridization and association) are displayed in Figure 54. Images on the top show the association carried out in SB-Aguado, pH 7 without any OTA (blank). Images on the bottom display the association with 10 µM OTA in SB-Aguado, pH 7. The images after blocking show clearly the control spots, while the aptamer spots show no fluorescence signal. Hybridization with the complementary strands shows intense fluorescence for the aptamer spots, while the intensity of the control spots decreases visibly from the previous step. After association (with and without OTA) a strong decrease of the fluorescence signal can be seen for both the control and the aptamer spots.

Figure 54 :Figure 56 .

 5456 Figure 54: Fluorescence images (0.5 s scan time) of the spotted control oligonucleotides and Apt-3'C6 aptamer during all steps of the experiment. Association on top was carried out in SB-Aguado, pH 7 without OTA, on the bottom with 10 µM OTA in SB-Aguado, pH 7.

Figure 55 :Figure 56 :

 5556 Figure 55: Histogram of fluorescence intensity (0.5 s scan time) during all steps of the experiment of control and Apt-3'C6 spots in Figure 54. Left: "blank" association in SB-Aguado without OTA. Right: association with 10 µM OTA in SB-Aguado.

1

  st hybridization with the complementary strand an intense fluorescence signal is visible. An association with 1 mM OTA in BB-Aguado, pH 8.5 causes a signal decrease of 𝜇 𝑎𝑝𝑡𝑎 = 15%. The following regeneration results in a fluorescence intensity which is decreased by 𝜇 𝑎𝑝𝑡𝑎 = 86% in comparison to the 1 st hybridization. The 2 nd hybridization then causes a strong increase, reaching 81% of the intensity of the 1 st hybridization, or 96% of the association.

Figure 57 :Figure 58 :

 5758 Figure 57: Fluorescence images (0.5 s scan time) of the control and Apt-3'C6 aptamer spots.

Figure 59 :

 59 Figure 59: Scheme of all combinations of aptamers with complementary strands.

Figure 60 :

 60 Figure 60: Fluorescence images (0.5 s scan time) of the spotted aptamers after hybridization with different complementary strands, and after association with and without OTA in BB-Aguado, pH 8.5.

Figure 60

 60 Figure 60.

  acid surfaces are the basis for the immobilization in soft conditions (with EDC and NHS) of NH2-terminated functional groups by reliable amide bonds. Quantitative analysis by ATR-FTIR enables detailed study of quality and density of the grafted surfaces. The immobilization of NH2-terminated PEG was carried out as an example, and the antifouling properties of the resulting PEG-layers towards bacteria showed promising results.The relation of OTA-structure with its infrared and UV-vis response in different media was studied and put in relation with preliminary DFT calculation results, which were obtained in collaboration with the laboratory LCM at Ecole Polytechnique. It was found that in water the open-ring and double-deprotonated forms coexist at pH 8.5 and pH 11. In-situ IR and UV-vis calibration measurements were conducted to be able to quantify OTA on surfaces after interacting with grafted aptamers.Quantitative studies of the grafting of aptamers on acid-terminated crystalline silicon surfaces were performed by ATR-FTIR. Thereby the amidation yield was optimized by tuning the buffer solution and the 2-step amidation process, resulting in high-density aptamer surfaces. The interaction of OTA with its aptamer on surfaces was successfully shown and quantified by ATR-FTIR, yielding an OTA surface density of 𝑁 𝑂𝑇𝐴 = 1.9 • 10 13 𝑐𝑚 -2 on the aptamers. The regeneration of OTA from its aptamers with a regeneration buffer was also demonstrated by IR and UV-vis, and the specificity and selectivity of the aptamer towards OTA was validated by using a chemically similar molecule (warfarin), towards which the aptamer displayed no affinity.A.I. ATR-FTIR SPECTROSCOPY I.1 Principle of FTIR spectroscopy in ATR geometryInfrared spectroscopy is based on the absorption of infrared light by an analyzed material. It is used to identify substances, elucidate chemical structures or quantify known materials.The basic principle relies on the excitation of vibrational and rotational modes of molecules by the irradiation with (and thus absorption of) polychromatic electromagnetic waves in the mid-infrared wavelength region (wavenumber 4000 -400 cm -1 , or wavelength 25 -2.5 µm). The absorption of the infrared light is visible in the measured spectrum. This allows the identification and quantification of materials, since the frequencies and energies are characteristic for the respective chemical bonds.There are different methods of IR-spectroscopy, such as transmission and diffuse reflectance infrared Fourier transform spectroscopy. The measuring technique used in the laboratory PMC is referred to as ATR-FTIR spectroscopy (attenuated total reflection -Fourier transform infrared), which enables the direct examination of samples in solid or liquid phase. The core principle is total internal reflection of the infrared light in the ATR crystal (Figure61). The infrared beam is passed through a crystal and reflects off the internal surface. Total internal reflection takes place at the interface of two non-absorbing media of two different refraction indices. When the propagating wave strikes the interface, where the refractive index is lower on the other side and at an angle larger than the critical angle the wave is entirely reflected.

  close to the evanescent wave (and thereby the crystal surface) can then interact with it.

Figure 61 :

 61 Figure 61: Scheme of silicon sample for spectroscopic studies by ATR-IR for ex situ (a) and in situ (b) measurements.

  61 (b). Several concentrations are measured to have multiple points of 𝐴 𝑆 0 plotted over 𝐶, and a linear behavior should be observed. Taking the slope (𝐴 𝑆 0 /𝐶) allows the quantification at a high accuracy.I.2.2. Quantification of acid groupsFitting for νCO bands of acid groups Moraillon et al. showed a fitting method of the IR-spectra of acid-terminated surfaces

  16 • 10 16 (𝐴 𝑆(1789) + 𝐴 𝑆(1815) ) 𝑁 ⊥ = 2.99 • 10 16 (𝐴 𝑃(1789) + 𝐴 𝑃(1815) ) -1.90 • 10 16 (𝐴 𝑆(1789) + 𝐴 𝑆(1815) )A.II. SCANNING ELECTRON MICROSCOPYScanning electron microscopy takes advantage of the interaction of a focused electron beam with a sample. The sample is scanned point by point, one line after another. At each point the electron beam interacts with the sample, generating various different signals which can be used for evaluation. Generally, secondary electrons, backscattered electrons and characteristic X-rays are analyzed. Secondary electrons (per definition low energies < 50 eV) are excited upon inelastic scattering. They give the best resolution and the contrast stems mainly from sample topography.248 Backscattered electrons are elastically back scattered from the sample nuclei. They can travel longer distances and originate from deeper areas than secondary electrons, which comparably worsens the lateral resolution. Their contrast originates from chemical differences or in other words from the differences in atomic number.249 

Figure 62 :

 62 Figure 62: MicroGrid II robotic spotter. 250

Figure 63 :

 63 Figure 63: Diagarray fluorescence scanner.

Figure 65 :Figure 64 :

 6564 Figure 65: Examples of outlier spots.

Titre:

  Biocapteurs sur silicium pour la détection des interactions aptamères / agents pathogènes.

  

Table 1 :

 1 Examples of pathogens of the NIAID priority categories A-C.

	Category Examples
	A	Anthracis, smallpox, bubonic plague
	B	Brucellosis, Typhus, Escherichia coli, Salmonella and ricin toxin
	C	Tuberculosis, rabies virus and prions
	1.2.2 Ochratoxin

Ochratoxins are a group of mycotoxins which are produced by secondary metabolism by several species of fungi. It was first found in Aspergillus ochraceus by

Scott 26 in 1965 

  [START_REF] Solfrizzo | Simultaneous LC-MS/MS determination of aflatoxin M1, ochratoxin A, deoxynivalenol, deepoxydeoxynivalenol, α and β-zearalenols and fumonisin B1 in urine as a multibiomarker method to assess exposure to mycotoxins[END_REF] 

  [START_REF] Prieto-Simón | Novel highly-performing immunosensor-based strategy for ochratoxin A detection in wine samples[END_REF] 

Table 2 :

 2 Examples of aptamer-based assays for OTA detection.

	Detection method Method	Response range	LOD	Ref.
	Colorimetric	Propagated chain reaction of hybridization events of DNAzymes (catalytic DNA) in solution	0.01 -0.32 nM	0.01 nM
	Colorimetric	Gold particles as indicator in solution	20 -625 nM	20 nM
		Au-nanoparticle (NP) coated with complementary,		
		biotin-terminated strand (energy acceptor), Cy3-		
	Fluorescent (FRET)	streptavidin (energy donor); in presence of OTA	6.2 pM -2.5 µM	3.7 pM
		aptamer detaches and biotin and streptavidin interact		
		resulting in signal decrease (in solution)		
		Fluorophore labelled aptamer hybridized with		
	Fluorescent	quencher modified complementary strand; presence of OTA releases modified strand resulting in signal	0.1 -150 nM	5 fM
		increase (in solution)		
		Aptamer immobilized on magnetic NP hybridizes with		
	Luminescent	complementary strand on upconversion-NPs; OTA causes separation of strands and NPs, magnetic	0.25 fM -2.5 nM 0.25 fM
		separation results in signal decrease (in solution)		
	LSPR	Localised surface plasmon resonance (LSPR)-shift of gold nanorods with immobilized aptamers (solution)	1 nM -1 µM	1 nM
	SERS	Surface-enhanced Raman spectroscopy, aptamers immobilized on Au-nanotriangles (on surface)	0.05 -4 μM	0.05 µM
	PCR-amplification signal	RT-PCR of DNA strands complementary to aptamer after dehybridization in presence of OTA in solution	12.5 pM -12.5 nM 2.5 fM
		Amplified electrochemical sandwich detection and		
	Electrochemical	methylene blue as redox indicator, aptamers	2.5 pM -2.5 nM	0.75 pM
		immobilized on Au-NPs (in solution)		
		Either OTA or Aptamers immobilized on		
	Electrochemical	superparamagnetic NPs, reduced activity in presence	0.27 -22.2 nM	0.27 nM
		of free OTA in solution		
	Electrochemical	Voltammetry: Biotin labeled and free OTA compete to bind with immobilized aptamers (in solution)	0.37 -12.4 nM	0.17 nM

  14 𝑐𝑚 -2 , this corresponds to a yield 𝜂 =

	𝑁 𝑁𝐻𝑆 𝑁 𝐶𝑂	=	2.1•10 14

Table 3 :

 3 Integrated intensities (cm -1 ) of the fits in Figure18for quantification of ester-NHS surface density.

	Remaining acid	Ester-NHS		Ester-NHS		Ester-NHS
	νC=O stretching	νC=O antisymmetric vibration	νC=O symmetric vibration	νC=O stretching
	𝐴 1725,𝑃 𝐴 1725,𝑆	𝐴 1740,𝑃	𝐴 1740,𝑆	𝐴 1788,𝑃	𝐴 1788,𝑆 𝐴 1819,𝑃 𝐴 1819,𝑆
	0.0076 0.0072	0.0234	0.0205	0.0045	0.0036 0.0044 0.0037

2.4.4 Aminolysis of an activated silicon surface with PEG 750

  The analysis of the IR-spectra is partially based on preliminary DFT calculations conducted by Professor Gilles Frison of the Laboratoire de Chimie Moléculaire (LCM), Ecole Polytechnique.

	3.2 Materials and methods					
	3.2.1 Chemicals and substrates					
	In our experiments all chemicals were reagent grade or higher and used without
	further purification. OTA (C20H18ClNO6) from Aspergillus ochraceus was purchased from
	Sigma Aldrich in reference grade. The solvents (absolute ethanol anhydrous RS grade;
	methanol	RE	grade)	were	supplied	by	Sigma	Aldrich.	TRIS
	(Tris(hydroxymethyl)aminomethane, NH2C(CH2HO)3, molecular biology grade) was
	purchased from Research Organics; EDTA (Ethylenediaminetetraacetic acid, 99%
		The influence of different physiological (methanol, H2O at different pH) solutions on
		the structure is also studied by UV-vis spectroscopy. A calibration study is carried out
		with UV-vis spectroscopy, relating the OTA UV-vis absorption to its concentration in a
		physiological buffer solution.					

titration) was supplied by Sigma Aldrich. PBS 10X (Phosphate Buffered Saline) was supplied by Ambion, and SDS (Sodium dodecyl sulfate, 99%, molecular biology grade) by Sigma. Ultrapure water (MilliQ, 18.2 MΩ•cm, at 25°C) was used to prepare solutions and for rinsing.

Table 4 :

 4 List of buffers used for the aminolysis with aptamers on surfaces.

	#	Phosphate	Salts	Surfactants	pH
	1 (20)	150 mM: 146 mM Na2HPO4 4 mM NaH2PO4		0.01% SDS	8.5
	2	150 mM: 146 mM Na2HPO4 4 mM NaH2PO4		0.01% SDS	9.5
	3	150 mM: 146 mM Na2HPO4 4 mM NaH2PO4	1 mM MgCl2	0.01% SDS	8.5
	4 (228)	300 mM: 292 mM Na2HPO4 8 mM NaH2PO4	1 mM MgCl2	0.005% Tween 20, 0.001% sarkosyl	8.5
	5 (229)	2 mM: 0.2 mM K2HPO4, 1.8 mM KH2PO4	1 mM MgCl2, 140 mM NaCl, 2.7 mM KCl		7.4

  𝑷 𝑨 𝟏𝟕𝟎𝟓+𝟏𝟕𝟏𝟓,𝑺 𝑨 𝟏𝟓𝟓𝟎,𝑷 𝑨 𝟏𝟓𝟓𝟎,𝑺 𝑨 𝟏𝟔𝟓𝟎,𝑷 𝑨 𝟏𝟔𝟓𝟎,𝑺 𝑨 𝟏𝟕𝟐𝟎,𝑷 𝑨 𝟏𝟕𝟐𝟎,𝑺

			Acid surfaces		Aptamer surfaces
			Acid		Amide II	Amide I	Remaining acid
			νC=O stretching	νCNH mode	νC=O stretching	νC=O stretching
		𝑨 𝟏𝟕𝟎𝟓+𝟏𝟕𝟏𝟓,1 0.0218	0.0212 0.0012 0.0011 0.0149 0.0131 0.0145 0.0116
	ηapta↑	3	0.0185	0.0156 0.0010 0.0009 0.0072 0.0104 0.0138 0.0111
		4	0.0189	0.0156 0.0002 0.0000 0.0010 0.0006 0.0154 0.0114

Table 6 :

 6 Surface densities of acid surfaces (𝑁 𝐶𝑂 ), and of remaining acid (𝑁′ 𝐶𝑂 ) and aptamers (𝑁 𝑎𝑝𝑡𝑎 ) after aminolysis reaction. Reaction yield 𝜂 displays the percentage of acid sites where aptamers were immobilized. The surface densities have an uncertainty of 0.2•10 14 cm -2 .

	Buffer Surface density	Surface density	Surface density	Yield
		acid 𝑵 𝑪𝑶	remaining acid 𝑵′ 𝑪𝑶	aptamers 𝑵 𝒂𝒑𝒕𝒂 = 𝑵 𝑪𝑶 -𝑵′ 𝑪𝑶	𝜼 =	𝑵 𝒂𝒑𝒕𝒂 𝑵 𝑪𝑶
	1	1.65•10 14 cm -2	1.21•10 14 cm -2	0.44•10 14 cm -2		26%
	3	1.51•10 14 cm -2	1.15•10 14 cm -2	0.36•10 14 cm -2		24%
	4	1.57•10 14 cm -2	1.30•10 14 cm -2	0.27•10 14 cm -2		17%

Table 7 :

 7 Integrated intensities (cm -1 ) of the fits (right side Figure34) of acid and aptamer terminated surfaces in p-and s-polarization for quantitative analysis. Column colors correspond to colors of fits in Figure34.

	Experiment	Acid surfaces			Aptamer surfaces
		Acid		Amide II	Amide I	Remaining acid
		νC=O stretching	νCNH mode	νCO stretching	νC=O stretching
		𝐴 1705+1715,𝑃 𝐴 1705+1715,𝑆 𝐴 1545,𝑃 𝐴 1545,𝑆 𝐴 1650,𝑃 𝐴 1650,𝑃 𝐴 1725,𝑃 𝐴 1725,𝑆
	150 µM	0.0235	0.0209 0.0010 0.0009 0.0086 0.0078 0.0146 0.0129
	300 µM	0.0186	0.0151 0.0014 0.0012 0.0103 0.0099 0.0110 0.0109
	600 µM	0.0239	0.0203 0.0017 0.0013 0.0113 0.0109 0.0095 0.0077

Table 8 :

 8 Surface densities of acid surfaces (𝑁

		Surface density	Surface density	Surface density	Yield
	Experiment	acid 𝑵 𝑪𝑶	remaining acid 𝑵′ 𝑪𝑶	aptamers 𝑵 𝒂𝒑𝒕𝒂 = 𝑵 𝑪𝑶 -𝑵′ 𝑪𝑶	𝜼 =	𝑵 𝒂𝒑𝒕𝒂 𝑵 𝑪𝑶
	150 µM	1.82•10 14 cm -2	1.14•10 14 cm -2	0.68•10 14 cm -2		37%
	300 µM	1.50•10 14 cm -2	0.80•10 14 cm -2	0.70•10 14 cm -2		47%
	600 µM	1.89•10 14 cm -2	0.77•10 14 cm -2	1.12•10 14 cm -2		

𝐶𝑂 ), and of remaining acid (𝑁′ 𝐶𝑂 ) and aptamers (𝑁 𝑎𝑝𝑡𝑎 ) after aminolysis reaction. Reaction yield 𝜂 displays the percentage of acid sites where aptamers were immobilized. The surface densities have an uncertainty of 0.2•10 14 cm -2 .

  𝑃 𝐴 1540,𝑆 𝐴 1640,𝑃 𝐴 1640,𝑆 𝐴 1720,𝑃 𝐴 1720,𝑆 𝐴 1740,𝑃 𝐴 1740,𝑆 𝐴 1788,𝑃 𝐴 1788,𝑆 𝐴 1819,𝑃 𝐴 1819,𝑆

	-NHS	Ester-NHS
	νC=O vibr.	νC=O stretching
	symmetric	
	𝐴 1540,	

Table 10 :

 10 Surface coverage and reaction yield (in relation to acid-terminated surface) of activation and aminolysis reactions. The surface densities have an uncertainty of 0.2•10 14 cm -2 .

		Activation reaction		Aminolysis reaction	
	Cycle #	Surface density NHS 𝑁 𝑁𝐻𝑆	Yield η (NHS)	Surface density remaining acid 𝑁′ 𝐶𝑂	Surface density aptamer 𝑁 𝑎𝑝𝑡𝑎 = 𝑁 𝐶𝑂 -𝑁′ 𝐶𝑂	Yield η (aptamer)
	1	1.42•10 14 cm -2	75%	0.77•10 14 cm -2	1.12•10 14 cm -2	59%
	2	0.83•10 14 cm -2	44%	0.37•10 14 cm -2	1.52•10 14 cm -2	80%
	3	0.36•10 14 cm -2	19%	0.30•10 14 cm -2	1.59•10 14 cm -2	84%
	4	0.22•10 14 cm -2	12%	0.28•10 14 cm -2	1.61•10 14 cm -2	85%

  14 𝑐𝑚 -2 . This means that 𝜂 =

	𝑁 𝑂𝑇𝐴
	𝑁 𝑎𝑝𝑡𝑎

= 12% of the aptamers are bound to OTA, even with the very high aptamer surface density. In order to study the impact of steric hindrance at high densities, a test was conducted to see if lower aptamer densities would also bind OTA in measurable quantities. An association with OTA was carried out on surfaces where only one activation and aminolysis reaction had been conducted. No clear indication of association with OTA could be observed with ATR-FTIR, underlining the necessity of improving the aptamer density by repeating the activation and aminolysis reactions.

Table 11 :

 11 Oligonucleotides and aptamers used for experiments, including their sequences and modifications.

	Name	Function	Sequence 5' → 3'	Mod. 3'	Mod. 5'

Table 13 :

 13 Average thicknesses and deposition rates of a-Si0.85C0.15:H PECVD-depositions displayed in Figure43(bottom line) and Figure44(1 st and 2 nd line).

	Nominal	Deposition time	Average thickness	Deposition rate
	C%	(min)	(nm)	(µm/h)
	15	5	91.5	1.10
	15	15	278.3	1.11
	15	31	559.5	1.08
	5.3.1.2 UV-vis spectroscopy		

  Then the equivalent reflection coefficient for a single layer film is given by: 243

	𝑟 12 =	𝑛 1 -𝑛 2 𝑛 1 +𝑛 2	and 𝑟 23 =	𝑛 2 -𝑛 3 𝑛 2 +𝑛 3
	𝑟 =	𝑟 12 + 𝑟 23 𝑒 -2𝑖𝛿 1 + 𝑟 12 𝑟 23 𝑒 -2𝑖𝛿

Table 14 :

 14 Thickness and deposition rates of a Si1-XCX:H PECVD-depositions from analysis by UV-vis spectroscopy

	Nominal	Deposition time	Thickness	Deposition rate
	C%	(min)	(nm)	(µm/h)
	10	30	675	1.35
	15	15	280	1.12
	15	31	570	1.10
	20	30	527	1.05

Table 15 :

 15 Carbon content in a-Si1-XCX:H PECVD-depositions from analysis by UV-vis spectroscopy.

	Nominal	Deposition time	UV-vis:
	C%	(min)	C%
	10	30	10
	15	15	15
	15	31	16
	20	30	21

Table 16 :

 16 Fluorescence intensities of aptamer spots after hybridization as displayed in

Table 17 .

 17 The orange cells indicate where the association with OTA was slightly more efficient then the association without OTA, with losses being around 5% higher after association with OTA. The only couple aptamer / complementary strand which worked very well is marked in green. The association without OTA shows a signal decrease of 𝜇 𝑎𝑝𝑡𝑎 = 69.7%, while with OTA an 𝜇 𝑎𝑝𝑡𝑎 = 82.2% decrease was determined. The relative signal loss, which takes into account the loss of control spot intensity, gives a

	loss of	∆𝐼 𝐼	= 40.9% for the association with and	∆𝐼 𝐼	= 23.9% without OTA, indicating a
	successful association by OTA for the aptamer Apt-5'C12 hybridized with the
	complementary strand cApt18-5'Cy5.		

Table 17 :

 17 Signal loss of the different aptamer/complementary strand spots as displayed in Figure60. The values are calculated with eq. 1.

	→ Aptamer	Apt-5'C12	Apt-3'C6
	↓Complemen. oligo.	1mM OTA	No OTA	1mM OTA	No OTA
	cApt18-3'Cy5	50.4 %	45.3 %	87.7 %	88.0 %
	cApt18-5'Cy5	82.2 %	69.7 %	73.8 %	67.2 %
	cApt36-5'Cy5	90.5 %	86.8 %	59.5 %	59.7 %

  ). With the molecule concentration in liquid (C) we get:

	𝑁 ⊥ /𝛿 𝐶/3	=	𝜖 𝑧 ′′ 2𝑛 2 𝑘 2		(14)
	𝑁 ∥ /2𝛿 𝐶/3	=	𝜖 𝑥 ′′ 2𝑛 2 𝑘 2	=	′′ 𝜖 𝑦 2𝑛 2 𝑘 2

  Moraillon et al. retrieved the following values for calibration (with δ = 441 nm at λ = 1712 cm -1 ): 𝑁 ∥ = 6.57 • 10 15 𝐴 𝑆 𝑁 ⊥ = 1.24 • 10 16 𝐴 𝑃 -1.12 • 10 16 𝐴 𝑆

  Solomon et al. showed experimentally, that an a-Si00.85C0.15:H layer requires a CH4/SiH4 ratio of 73/27 (or 1.45 L/h and 0.55 L/h, respectively). For an a-Si00.8C0.2:H layer the CH4/SiH4 ratio is 81/19 (or 1.62 L/h and 0.38 L/h). The depositions can be carried out on a wide range of substrates (e.g. used during this thesis: glass slides, aluminium covered glass slides, crystalline silicon). The deposition time determines the thickness of the deposed layer, but depends on the carbon content. For a-Si00.85C0.15:H the deposition rate was found to be 1.1 µm/h.
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The biochips for the detection of OTA with aptamers by fluorescence were presented.

Their architecture is based on an a-Si1-XCX:H film, with an optimized thickness and carbon content for increased fluorescence, deposited on an aluminium back-reflector.

The quality of the oligonucleotide-immobilization on the a-Si1-XCX:H surfaces was studied and were found to be stable and well-controlled. Two methods of fluorescence detection (signal OFF and signal ON) were studied by using Cy5-labelled 13mer complementary strands. The assays displayed promising results, with 64%-75% relative signal change by the association with OTA at 10 µM. However, increased stringency lead to false positive results when the aptamer was hybridized with the 13mer complementary strand. Suspecting an insufficient stability of the duplex (aptamercomplementary strand) causing the false positive results, different immobilization direction of the aptamer (on 3' or 5') was compared with different lengths of complementary strands (18mer and 36mer). The combination which yielded the best result was the aptamer Apt-5'C12 with the complementary strand cApt18-5-'Cy5, which showed a 17% difference of signal loss between association with OTA and without OTA.

The study of the model system with OTA and its aptamer still offers plenty of interesting aspects to explore, such as an improved stability of the aptamer/complementary strand duplex, an improved association in different media, and retrieving the limit of detection (LOD) of the detection by fluorescence.

A new challenge could be found in the direct detection of pathogens by surfaceenhanced Raman spectroscopy (SERS). The direct detection method can help to avoid the problems encountered with indirect detection by fluorescence (bleaching of fluorophores, false positive results). An enhanced Raman response can be achieved by adapting an architecture of noble metal nanostructures covered by an a-Si1-XCX:H thin film, which has already been developed for LSPR-enhancement of fluorescence in PMC. [START_REF] Galopin | Amorphous silicon-carbon alloys for efficient localized surface plasmon resonance sensing[END_REF][START_REF] Touahir | Localized surface plasmon-enhanced fluorescence spectroscopy for highly-sensitive real-time detection of DNA hybridization[END_REF] Applying first the model system of OTA with its aptamer for direct detection by SERS offers the possibility of using a known system for a new method of detection.

Once the direct detection of OTA by SERS is well in place the system can be adapted for other pathogens, notably bacteriological pathogens. 

In case of s-polarization only 𝐼 𝑦 plays a role. In p-polarization the two other coefficients 𝐼 𝑥 and 𝐼 𝑧 partake.

The calibration experiments are carried out on silicon, while the molecules are suspended in liquid. This means, that the coefficients of the electric field 𝐼 𝑥 0 , 𝐼 𝑦 0 , 𝐼 𝑧 0 are different from the coefficients 𝐼 𝑥 , 𝐼 𝑦 , 𝐼 𝑧 which were describing the interface silicon/vacuum before. In this experimental setup there is no interfacial layer, but the adjacent medium absorbs and its refractive index is complex (𝑛 ̃2 = 𝑛 2 + 𝑖𝑘 2 ).

The calibration measurement allows determining the absorption of the liquid, which is defined by the loss of intensity reflected in relation to the total reflection (without absorption). If the absorption is weak enough (𝑘 2 < 0.1), then the attenuation by the decreasing electromagnetic field from the interface can be ignored. In this case the penetration depth can be calculated as described in eq. ( 6).

This leads to the absorption per reflection in liquid:

In order to find the number 𝑁 of molecules on the surface two populations 𝑁 ∥ and 𝑁 ⊥ are described (with 𝑁 = 𝑁 ∥ + 𝑁 ⊥ ). They are expressed regarding the orientation of their dynamic dipoles to the surface. 𝑁 ∥ is the number corresponding to the projection of all the dynamic dipoles onto the surface plane, while 𝑁 ⊥ corresponds to the projection of dipoles to the surface normal.

In order to obtain the number of molecules on the surface two assumptions have to be made. These assumptions describe that the vibrational behavior of the molecules is