List of Figures

: Atherosclerosis -left: normal human artery with the three layers: intima, media and adventitia -right: diseased vessel narrowed by an atheromatous plaque constituted of a lipid core surrounded by a fibrous cap -Adapted from the Encyclopaedia Britannica online [START_REF]Atherosclerosis -pathology[END_REF] 3 Figure 1.2 : left: preferential localizations of atherosclerosis in the aorta and its main branchesright: endothelial cells' dysfunctions associated with disturbed flow -adapted from Yurdagul et al. [START_REF] Yurdagul | The arterial microenvironment: the where and why of atherosclerosis[END_REF] The major pathological complications of atherosclerosis, namely coronary heart disease and strokes, are the leading cause of mortality in the world (World Health Organization 1 ).

Atherosclerosis is characterized by the focal accumulation of lipids, fibrosis, calcifications and cells within the innermost layer of the arterial wall, leading to the formation of plaques that protrude into the vessel lumen and perturb blood flow [START_REF] Ross | Atherosclerosis: a defense mechanism gone awry[END_REF][START_REF] Hoehn | Human anatomy and physiology[END_REF] . The prevalence of atherosclerosis has increased in the past decades due to the aging populations of many Western countries. Its incidence has also risen due to lifestyle changes including a reduction in physical activity and the increased consumption of diets rich in sugar, fat and sodium. Although the absolute number of deaths has increased continuously since 1990, the age-standardized cardiovascular mortality rates per 100,000 habitants decreased between 1990 and 2010 [START_REF] Barquera | Global Overview of the Epidemiology of Atherosclerotic Cardiovascular Disease[END_REF] ; this reduction is believed to be due to prevention and improved medical care.

The epidemiology of atherosclerosis varies geographically. For instance, the disabilityadjusted life years, which is considered as a measure of the overall disease burden and is the sum of the years lost due to early death and to disability for people living with the health condition [START_REF]Health statistics and information systems[END_REF] , is highest in Eastern Europe, central Asia and Russia; somewhat lower in Africa, Indonesia and central Europe; even lower in the USA, central and Southern America; and lowest in Western and South Europe, Canada, Australia, Japan and China 6 . These differences may be due to environmental rather than genetic factors 7 . Non-modifiable systemic risk factors for the disease include age, sex and familial history of cardiovascular diseases, while modifiable risk factors include dyslipidemia, arterial hypertension, high body mass indexes or obesity, diabetes mellitus or elevated glucose levels, smoking and physical inactivity [START_REF] Levenson | Reducing the Global Burden of Cardiovascular Disease: The Role of Risk Factors[END_REF] .

Atherosclerosis is a chronic inflammatory disease of medium and large arteries. The clinical consequences will vary according to the specific location of the plaque 7,9 . Atheromatous plaques located in the carotid arteries are associated with ischemic strokes, whereas plaques in the coronary arteries are associated with angina and myocardial infarcts; these two localizations are the most frequent and account for a high number of deaths. Plaques can be CHAPTER 1

encountered in various other locations such as the arteries of the lower limbs where they are associated with arteriopathy of lower limbs; in renal arteries leading to chronic kidney disease; and in the aorta where they are associated with aneurysms.

Atherosclerosis provokes chronic complications 7 . Indeed, the presence of advanced plaque in an artery narrows the vessel, reduces blood flow and can therefore induce shortage of oxygen supplies and thus chronic ischemia of the irrigated organ. This can induce chronic pain such as angina. On the other hand, acute events may also occur 7 . Disruption of the plaque can occur and leads to contact between the intra-plaque material and blood which coagulates upon contact with a foreign material; the thrombus or blood clot thus formed obstructs the vessel and can induce dramatic consequences such as strokes and infarcts.

Young soft lipid plaques are more prone to rupture 10 than old fibrosed calcified plaques, but they are more difficult to detect and treat; they are thus sometimes associated with sudden unexpected death. Secondly, intra plaque hematoma sometimes occur which can lead to the rapid expansion of the volume of the plaque and even the blockage of the vessel. In both cases, if the organs subjected to acute complete ischemia are not rapidly re-irrigated, necrosis or death of the cells occurs in a few hours.

Atherosclerosis: physiopathology

Arteries consist of three layers [START_REF] Hoehn | Human anatomy and physiology[END_REF][START_REF] Holzapfel | A new constitutive framework for arterial wall mechanics and a comperative study of material models[END_REF] . The innermost layer, the intima, contains a monolayer of endothelial cells (ECs) and the basement membrane on which these cells grow. The intima has multiple functions [START_REF] Félétou | Multiple functions of the endothelial cells[END_REF] including: control of the proliferation of smooth muscle cells; the regulation of thrombosis (quiescent ECs are non-thrombogenic and prevent the blood from coagulating whereas activated ECs express adhesion molecules promoting leukocyte adhesion and induce thrombus formation); and the regulation of vessel vasomotion. The second arterial layer is the media, made of smooth muscle cells (SMCs) and fibers of elastin and collagen. The media is primarily responsible for the mechanical properties of the artery and for its ability to immediately adapt to changes in blood pressure and blood flow by undergoing vasodilatation and vasoconstriction. The external layer in an artery is the adventitia, which consists of loose connective tissue and anchors the vessel to surrounding structures. In muscular arteries such as coronary arteries, the media is separated from the endothelium and from the adventitia by the internal elastic lamina (IEL) and the external elastic lamina (EEL), respectively.

High levels of cholesterol -and more especially of low-density lipoprotein (LDL) cholesterolin the blood lead to the accumulation of lipids between the intima and the media. This phenomenon can be promoted if the endothelium is subjected to various inflammatory factors such as smoking or diabetes. The permeability of the endothelial layer is thus increased which facilitates the entry of lipid molecules, and on the other hand, the inflamed ECs express adhesion molecules which promote the attachment of inflammatory cells from the bloodstream [START_REF] Libby | Progress and challenges in translating the biology of atherosclerosis[END_REF] . If not cleared, LDL cholesterol molecules may become oxidized (oxLDL). Thereafter, oxLDL can induce dysfunction of the ECs and the over-expression of chemoattractive molecules for inflammatory cells and more especially monocytes. The monocytes then pass through the intima, and in the vessel they differentiate into macrophages and may ultimately turn into so called foam cells by engulfing the accumulated lipids. Thus, a lipid core is formed in the arterial wall. Yurdagul et al. [START_REF] Yurdagul | The arterial microenvironment: the where and why of atherosclerosis[END_REF] demonstrated that the macrophages produce various types of inflammatory molecules called cytokines. Some cytokines produced by inflammatory macrophages favor the development of atherosclerosis by promoting foam cell formation and cellular apoptosis. Other cytokines produced by wound healing macrophages counter-act the atherogenic effect by decreasing inflammation and leukocyte recruitment. The balance between pro-and anti-atherosclerotic cytokines is likely to have a great impact on the rate at which plaques progress.

Inflammation also induces the transformation of SMCs from a quiescent, contractile state to a migratory and proliferative state. Thus, SMCs migrate from the media into the intima and form around the lipid core a so called fibrous cap, constituted of cells and extracellular matrix. This cap hardens the plaque; but it is also believed to strengthen it and prevent plaque rupture [START_REF] Falk | Coronary plaque disruption[END_REF] . Figure 1.1 summarizes the different constituents of an atheromatous plaque.

Figure 1.1: Atherosclerosis -left: normal human artery with the three layers: intima, media and adventitia -right: diseased vessel narrowed by an atheromatous plaque constituted of a lipid core surrounded by a fibrous cap -Adapted from the Encyclopaedia Britannica online [START_REF]Atherosclerosis -pathology[END_REF] Some arterial regions are more prone to the formation of atheromatous plaques than others (Figure 1.2). Indeed, it has long been known that zones of arterial branching, bifurcations and curvatures are more likely to be affected by the disease [START_REF] Hahn | [END_REF] . In these areas, the flow is highly disturbed and exhibits such irregularities as recirculation, flow separation, changes in flow procedures suffer from restenosis within ~6 months of stent deployment. This happens since the injury and the inflammation due to the deployment and the persistence of the stent in the arterial wall led to uncontrolled proliferation of smooth muscle cells and so to a thickening of the arterial wall. To avoid that, stents were then coated with antiproliferative drugs such as everolimus or sirolimus. Those stents achieved to drastically decrease the rates of restenosis [START_REF] Morice | A randomized comparison of a sirolimus-eluting stent with a standard stent for coronary revascularization[END_REF][START_REF] Sousa | Clinical Investigation and Reports Sustained Suppression of Neointimal Proliferation by Sirolimus-Eluting Stents One-Year Angiographic and Intravascular Ultrasound Follow-Up[END_REF] . Nevertheless, concerns about those devices rose several years after, since they were associated to non negligible levels of late stent thrombosis [START_REF] Daemen | Articles Early and late coronary stent thrombosis of sirolimus-eluting and paclitaxel-eluting stents in routine clinical practice: data from a large twoinstitutional cohort study[END_REF][START_REF] Pfisterer | Editorial: Late stent thrombosis after drug-eluting stent implantation for acute myocardial infarction a new red flag is raised[END_REF][START_REF] Lagerqvist | Long-term outcomes with drug-eluting stents versus bare-metal stents in Sweden[END_REF] . These thromboses are believed to be due to some stent struts remaining uncovered and in contact with the blood [START_REF] Finn | Pathological correlates of late drug-eluting stent thrombosis: Strut coverage as a marker of endothelialization[END_REF][START_REF] Joner | Pathology of Drug-Eluting Stents in Humans Delayed Healing and Late Thrombotic Risk[END_REF] . Indeed, in order for a stenting procedure to be successful, sufficiently rapid endothelial cell proliferation and migration must occur in order to repair the endothelial injury induced by stent deployment. Now, the antiproliferative coating prevents smooth muscle cells from proliferating and inducing uncontrolled neointimal hyperplasia, but it has also be shown to limit endothelial cell migration, thereby hindering the process of endothelial cells wound healing following injury. Late thrombosis is a rare event, but often deadly when it occurs, and can furthermore occur years after the stent deployment, when patients are no longer protected against blood clots by the first six months to one year dual anti platelet therapy given after the implantation of a drug-eluting stent (DES). Besides, this dual anti platelet therapy is yet far longer than the one given after the implantation of a bare metal stent (BMS) which is administrated for only one month. Those therapies are associated with a higher risk of bleeding which is not without consequences especially for elderly patients who are more prone to falls; and which renders any other surgical procedures very difficult. Thus, one would not want to extend this anti platelet therapy any longer. Moreover, another complication associated with both BMS and DES is that they disturb the local blood flow field [START_REF] Seo | Computational study of fluid mechanical disturbance induced by endovascular stents[END_REF] . These local flow disturbances have been shown to inhibit endothelial cell wound healing [START_REF] Gojova | Vascular endothelial wound closure under shear stress: role of membrane fluidity and flow-sensitive ion channels[END_REF] , thereby further compromising stent performance.

In light of the various problems associated with today's stent technology, there is a critical need for innovative solutions that address the various issues of arterial restenosis, thrombosis, and stent-induced flow disturbance. A potentially revolutionary solution is the concept of a bioresorbable stent (BRS) [START_REF] Onuma | Bioresorbable scaffold: The advent of a new era in percutaneous coronary and peripheral revascularization?[END_REF] . The idea would be to have a stent that remains in place only long enough to stabilize the arterial wall following stent-induced injury and then to degrade in a progressive fashion over a period of several months until it disappears completely.

BRS present several advantages. Firstly, contrary to conventional stents such as drug-eluting stents, the risk of long term thrombosis is expected to be reduced due to the absence in the long term of foreign material in the body. Consequently, the need for long term anti platelet therapy would also be reduced. Secondly, because BRS struts dismantle beyond a threshold level of degradation, the artery will no longer be caged which opens the possibility for positive remodeling of the vessel wall and associated late lumen gain [START_REF] Durand | Head-to-head comparison of a drug-free early programmed dismantling polylactic acid bioresorbable scaffold and a metallic stent in the porcine coronary artery six-month angiography and optical coherence tomographic follow-up study[END_REF][START_REF] Karanasos | OCT assessment of the long-term vascular healing response 5 years after everolimus-eluting bioresorbable vascular scaffold[END_REF] as well as for the progressive disappearance of the compliance mismatch between the stented and unstented segments of the artery. Thirdly, when the stent is fully degraded, the physiological vasomotion of the artery in response to pulsatile blood flow is expected to be restored. Finally, BRS degradation allows future treatment of the same arterial area and eliminates artifacts during thoracic imaging. One could also consider the problem from another point of view and ask if there is any interest in having a permanent device in the coronary arteries.

Colombo and Karvouni 32 compared biodegradable stents to Cincinnatus, the Roman dictator who humbly returned to his private life after serving his country, and so "fulfilled his mission and then stepped away".

The first BRS implanted in human in 1998 was the Igaki-Tamai stent made with a biodegradable polymer: poly-L-lactic acid (PLLA) [START_REF] Tamai | Initial and 6-Month Results of Biodegradable Poly-l -Lactic Acid Coronary Stents in Humans[END_REF][START_REF] Nishio | Long-term (>10 Years) clinical outcomes of first-in-human biodegradable poly-l-lactic acid coronary stents: Igaki-Tamai stents[END_REF] . It showed good results in term of safety and efficacy, but because of potential concern with the heat used to fasten the expansion -a heated contrast (up to 70°C) was injected in the balloon to facilitate the deployment, the clinical studies did not go further. A peripheral biodegradable stent based on the Igaki-Tamai stent, the Remedy TM stent has been developed and is sold in Europe since 2009. A new design for coronary disease is currently tested in pre clinical work [START_REF] Soares | Biomechanical challenges to polymeric biodegradable stents[END_REF] . The first BRS to be available on the market was developed by Abbott. This drug-eluting stent, the Biodegradable Vascular Stent (BVS) is also made of poly-L-lactic acid with an external layer of poly-D,L-lactic acid (PDLLA) which contains and releases the everolimus drug. In a first two-years trial -the cohort ABSORB A, they showed that BVS was safe; that there was no malapposed strut; and that it was bioasborbed at two years with a restored vasomotion [START_REF] Serruys | A bioabsorbable everolimus-eluting coronary stent system (ABSORB): 2-year outcomes and results from multiple imaging methods[END_REF] . Furthermore, eight patients from this cohort underwent imaging follow up at five years which showed late lumen gain between two and five years [START_REF] Karanasos | OCT assessment of the long-term vascular healing response 5 years after everolimus-eluting bioresorbable vascular scaffold[END_REF] . Because of concerns regarding the radial strength of the first version 1.0, a second version 1.1 was designed with an adapted geometry improving mechanical properties and a modified fabrication of the polymer leading to longer rate of degradation [START_REF] Serruys | Evaluation of the Second Generation of a Bioresorbable Everolimus Drug-Eluting Vascular Scaffold for Treatment of De Novo Coronary Artery Stenosis Six-Month Clinical and Imaging Outcomes[END_REF][START_REF] Serruys | Dynamics of vessel wall changes following the implantation of the absorb everolimus-eluting bioresorbable vascular scaffold: a multi-imaging modality study at 6, 12, 24 and 36 months[END_REF] . It now has the CE mark and more than 150,000 BVS have been implanted in patients until now. The REVA company built a stent including a slide-and-lock mechanism to increase the radial strength, but abandoned it because of poor results in clinical studies. Elixir Medical developed a drug-eluting BRS made of PLLA, the DESolve® stent, which also has the CE mark. Arterial Remodeling Technology (ART), a Paris-based start-up company has recently acquired the CE mark after the clinical trials ARTDIVA for the Pure Bioresorbable Scaffold (ART PBS) (shown on Figure 1.4). This scaffold made of poly-D,L-lactic acid (PDLLA) and not coated is fully resorbed at two years, with a positive remodeling appearing as early as between the third to the sixth months [START_REF] Durand | Head-to-head comparison of a drug-free early programmed dismantling polylactic acid bioresorbable scaffold and a metallic stent in the porcine coronary artery six-month angiography and optical coherence tomographic follow-up study[END_REF] . The Tokyo-based company Terumo and ART are now collaborating to develop a coated version of the ART PBS and showed promising pre clinical work. Several others companies are currently developing BRS [START_REF] Bourantas | Bioresorbable scaffolds: Current evidence and ongoing clinical trials[END_REF][START_REF] Wiebe | Current status of bioresorbable scaffolds in the treatment of coronary artery disease[END_REF] . Most BRS are made of biodegradable polymers, but metals have also been considered as potential candidates. Thus, Biotroniks developed a stent made of biodegradable magnesium. The first design of their stent had a degradation rate of a few weeks -it showed complete absorption at two months -but first clinical studies showed dramatic consequences of this short time of arterial support, with high restenosis rates and target lesion revascularization having been needed for 45 % of all patients at one year [START_REF] Erbel | Temporary scaffolding of coronary arteries with bioabsorbable magnesium stents: a prospective, non-randomised multicentre trial[END_REF] . This highlights the crucial importance of understanding the transient behavior of BRS and their interaction with the arterial wall.

Modeling biodegradable stents to improve their efficiency and safety

Biodegradables stents are thus complex devices expected to scaffold the artery long enough to allow for its healing, and to provide sufficient mechanical strength although their mechanical properties vary with degradation. Besides, note that the radial strength of polymers is usually lower than the strength of metallic materials, resulting in thicker struts for BRS than for conventional DES and BMS to ensure sufficient support. BRS thus furthermore need to exhibit acceptable geometries. However, there is a lack of understanding and characterization of the transient behavior of bioabsorbable materials. For now, their behavior is studied mainly by in vitro experiments and in vivo trial and error works which are long, expensive and difficult [START_REF] Soares | Biomechanical challenges to polymeric biodegradable stents[END_REF] . Thus, the need for theoretical models experimentally validated is crucial. Until now, many studies have described the deployment of stents alone [START_REF] Migliavacca | A predictive study of the mechanical behaviour of coronary stents by computer modelling[END_REF] and modeled the balloon driven expansion [START_REF] Carlier | Realistic finite element-based stent design: The impact of balloon folding[END_REF][START_REF] Ju | On the finite element modelling of balloon-expandable stents[END_REF][START_REF] Gervaso | On the effects of different strategies in modelling balloonexpandable stenting by means of finite element method[END_REF] . Besides, several authors studied the stresses induced by the stent in the arterial wall, for various designs of stents [START_REF] Bedoya | Effects of stent design parameters on normal artery wall mechanics[END_REF][START_REF] Gu | The relation between the arterial stress and restenosis rate after coronary stenting[END_REF] or different arterial and plaque properties [START_REF] Timmins | Effects of stent design and atherosclerotic plaque composition on arterial wall biomechanics[END_REF] . Some studies have focused on the degradation of the stent and theoretical models of hydrolytic degradation of PLA [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF] . And a few studies have taken into account the influence of stresses on the degradation of the stent, since this degradation has been experimentally shown to be accelerated by load [START_REF] Miller | The in vivo and in vitro degradation of poly (glycolic acid) suture material as a function of applied strain[END_REF][START_REF] Zhong | The Effect of Applied Strain on the Degradation of Absorbable Suture[END_REF][START_REF] Fan | Influence of mechanical loads on degradation of scaffolds[END_REF][START_REF] Hayman | The effect of static and dynamic loading on degradation of PLLA stent fibers[END_REF] . Thus, Soares et al. for instance developed a theoretical [START_REF] Soares | Constitutive Framework for Biodegradable Polymers with Applications to Biodegradable Stents[END_REF] and computational [START_REF] Soares | Modeling of deformation-accelerated breakdown of polylactic acid biodegradable stents[END_REF] model of the load induced degradation of polylactic acid (PLA), considering a stent without an artery but using in vivo compatible loads. Debusschere et al. described the behavior of a metallic biocorrodible stent, considering both stress corrosion and pitting corrosion [START_REF] Debusschere | A Computational Framework to Model Degradation of Biocorrodible Metal Stents Using an Implicit Finite Element Solver[END_REF] . The coupling between stent and artery is taking into account by calculating at each time step of the corrosion the stresses experienced by the device. However, as far as we know, there is no model describing the complex coupling between a polymeric biodegradable stent and an artery during both deployment and degradation, integrating on a one hand the degradation of the BRS both hydrolysis and load driven, and on the other hand the stresses experienced by the artery and its biological remodeling.

Scope of the present work

In this study, we first aim to develop a theoretical model of the stent degradation process in order to describe the evolution of the stent mechanical properties with hydrolysis-driven degradation accelerated by the experienced loads -a combination of the residual loads due to the plastic deformation occurring during the deployment and the stresses induced by the arterial wall pushing the stent inward. Secondly, a theoretical model of the thickening of the wall in response to the injury and the stresses induced by the deployment and the persistence of the stent is developed, taking into account three phenomena: 1) the uncontrolled proliferation of SMCs in the absence of ECs, 2) the cell proliferation induced by inflammation, and 3) the wall thickening in response to increased experienced stresses.

Thereafter, these laws of behavior are implemented in a computational finite element model using the multi-physics finite-element software COMSOL 5.1. The deployment of the stent is first modeled by a pressure-driven deployment simulating the inflation of a balloon. The resulting stresses and deformed geometries are then used as initial conditions for the second step modeling the stent degradation and arterial remodeling with an implicit method calculating at each time step the stresses to update the values of the stent mechanical properties and the arterial thickness.

As will be seen in the next sections, this computational model strongly depends on parameters characterizing the stent degradation and the arterial remodeling. For the stent, an interesting method to follow its degradation is optical coherence tomography (OCT), an intravascular imaging technique. OCT is a non-destructive and minimally invasive method that can be used both in vitro and in vivo. Furthermore, it has been shown that the appearance of stent struts on OCT images varies qualitatively with degradation. We aim to study the potential of OCT as a quantitative method to follow stent degradation and to determine parameters characterizing stent degradation. To this end, we allowed three types of stents to degrade in a saline solution at 37°C for two years and regularly performed OCT acquisitions. In collaboration with researchers from the laboratory of applied mathematics of Ecole Polytechnique, we developed a method to automatically detect the stent struts on OCT images and thereafter studied the quantitative evolution of the strut gray scale intensity (GSI) and used this quantity as a measure of the extent of stent degradation.

Arteries are known to be able to adapt their geometrical features to a perturbation in the experienced stresses in order to restore homeostatic values of those stresses. Our computational model takes into account the adaptation of arterial thickness to the increase in experienced hoop stress. However, it does not consider the arterial lumen adaptation to modified shear stress. Nevertheless, one could wonder if a stented vessel is still able to adapt its lumen diameter in response to modified blood flow even if caged by a stent; and thus whether or not this phenomenon should be taken into account. With the aim of comparing this adaptation for both BRS and BMS, we study the evolution of lumen diameter of porcine coronary arteries stented by BRS and BMS and followed by OCT, and deduce from these geometrical features an estimation of the experienced shear stress.

We will thus try to give some answers to the following questions:

• In chapter 2: how does a polymeric stent degrade? How does the arterial wall thickness vary in response to a stenting procedure?

• In chapter 3: could OCT be an interesting technique to quantitatively follow stent degradation and would it be useful to determine some parameters for more accurate computational models?

• In chapter 4: is an artery still able to adapt its lumen diameter to modified shear stress even if stented?

In the last chapter we will summarize the answers given to these different questions and then highlight some recommendations for future work.
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Deployment and Degradation of a Biodegradable Stent: a Coupled Computational Model between Stent and Artery

Introduction

Atherosclerosis and the resulting cardiovascular illnesses are the first cause of death in the world according to the World Health Organization [START_REF]The top 10 causes of death[END_REF] . In its advanced stages, atherosclerosis leads to the formation of a plaque that protrudes into the arterial lumen and obstructs blood flow. One of the most common treatments for atherosclerosis is the insertion of a stent, a wire-mesh structure that is mounted on a catheter, pushed to the stenosed portion of the vessel, and then deployed most typically via the inflation of a balloon catheter, with the aim of re opening the vessel and restoring blood flow [START_REF] Garg | Coronary stents: Current status[END_REF] . It is estimated that more than 5 million coronary stenting procedures are performed in the world each year [START_REF] Simsek | Developments in percutaneous coronary intervention and coronary stents[END_REF] . The first stents, bare metal stents (BMS), were initially used in 1986. Although broadly effective in restoring blood flow, they were associated with high restenosis rates -up to 20 to 30 % in early generations [START_REF] Serruys | Incidence of restenosis after successful coronary angioplasty: a time-related phenomenon. A quantitative angiographic study in 342 consecutive patients at 1, 2, 3, and 4 months[END_REF][START_REF] Fischman | A randomized comparison of coronary-stent placement and balloon angioplasty in the treatment of coronary artery disease[END_REF] -due to the uncontrolled proliferation of smooth muscle cells (SMC). To avoid restenosis, the next generation of stents, drug-eluting stents (DES), was coated with an antiproliferative drug. DES managed to drastically decrease the rate of restenosis [START_REF] Morice | A randomized comparison of a sirolimus-eluting stent with a standard stent for coronary revascularization[END_REF][START_REF] Sousa | Clinical Investigation and Reports Sustained Suppression of Neointimal Proliferation by Sirolimus-Eluting Stents One-Year Angiographic and Intravascular Ultrasound Follow-Up[END_REF] but were associated with an increased risk of late thrombosis [START_REF] Daemen | Articles Early and late coronary stent thrombosis of sirolimus-eluting and paclitaxel-eluting stents in routine clinical practice: data from a large twoinstitutional cohort study[END_REF][START_REF] Pfisterer | Editorial: Late stent thrombosis after drug-eluting stent implantation for acute myocardial infarction a new red flag is raised[END_REF][START_REF] Lagerqvist | Long-term outcomes with drug-eluting stents versus bare-metal stents in Sweden[END_REF] , which can occur years after the insertion of the stent. This rare but often fatal event is thought to be mainly due to the persistence of uncovered struts because of the delayed re endothelialization [START_REF] Finn | Pathological correlates of late drug-eluting stent thrombosis: Strut coverage as a marker of endothelialization[END_REF][START_REF] Joner | Pathology of Drug-Eluting Stents in Humans Delayed Healing and Late Thrombotic Risk[END_REF] . Another complication associated with both BMS and DES is that they disturb the local blood flow field [START_REF] Seo | Computational study of fluid mechanical disturbance induced by endovascular stents[END_REF] , which is thought to increase the likelihood of both restenosis and thrombosis.

In light of the various problems associated with today's stent technology, there is a critical need for innovative solutions that address the various issues of arterial restenosis, late thrombosis, and stent-induced flow disturbance. An interesting solution is the concept of CHAPTER 2

bioresorbable stents (BRS): stents whose aim is to remain in the artery for only the time they are needed and then disappear [START_REF] Onuma | Bioresorbable scaffold: The advent of a new era in percutaneous coronary and peripheral revascularization?[END_REF][START_REF] Garg | Coronary stents: Looking forward[END_REF] . An advantage of BRS is the expected reduction in the risk of long term thrombosis due to the absence in the long term of foreign material in the body. The reduction in thrombosis risk also implies an expected reduction in long-term dual antiplatelet therapy. Another advantage of BRS is that strut dismantling and resorption during degradation frees the arterial wall from the caging effect present in BMS and DES which opens the possibility for positive wall remodeling and late lumen gain [START_REF] Durand | Head-to-head comparison of a drug-free early programmed dismantling polylactic acid bioresorbable scaffold and a metallic stent in the porcine coronary artery six-month angiography and optical coherence tomographic follow-up study[END_REF][START_REF] Karanasos | OCT assessment of the long-term vascular healing response 5 years after everolimus-eluting bioresorbable vascular scaffold[END_REF] . A third advantage is that BRS degradation progressively eliminates the compliance mismatch between the stented and unstented portions of the artery, which reduces the risk of stent complications [START_REF] Rolland | Compliance matching stent placement in the carotid artery of the swine promotes optimal blood flow and attenuates restenosis[END_REF] . Yet another advantage is that when the stent is fully degraded, the physiological vasomotion of the arteries in response to blood flow pulsatility is expected to be restored. Finally, BRS disappearance upon degradation opens the door for future treatment of the same vascular area and induces fewer stent-associated artifacts encountered during the use of imaging techniques such as magnetic resonance imaging (MRI).

The first BRS implanted in humans (in 1998) was the Igaki-Tamai stent which was made of the biodegradable polymer poly-L-lactic acid (PLLA) [START_REF] Tamai | Initial and 6-Month Results of Biodegradable Poly-l -Lactic Acid Coronary Stents in Humans[END_REF] . The Igaki-Tamai BRS showed good results in terms of both safety and efficacy; however, because of potential concerns about the heat used to fasten the expansion -a heated contrast (up to 70°C) was injected in the balloon to facilitate the deployment -the clinical studies were halted. A peripheral (rather than coronary) biodegradable stent based on the Igaki-Tamai stent concept, the Remedy TM stent, has more recently been developed and has been sold in Europe since 2009, and a new coronary design is currently in pre-clinical trials [START_REF] Soares | Biomechanical challenges to polymeric biodegradable stents[END_REF] . The first commercially available coronary BRS was Abbott's Biodegradable Vascular Stent (BVS), a poly-L-lactic acid (PLLA) DES. The first design of their BVS is largely bioasborbed at 2 years 61 and shows complete resorption by five years (no strut discernible on optical coherence tomography imaging (OCT)) [START_REF] Karanasos | OCT assessment of the long-term vascular healing response 5 years after everolimus-eluting bioresorbable vascular scaffold[END_REF] . The second design degrades more slowly and the OCT appearance of the struts remains the same between 6 and 24 months [START_REF] Ormiston | First serial assessment at 6 months and 2 years of the second generation of ABSORB everolimus-eluting bioresorbable vascular scaffold a multiimaging modality study[END_REF] . More than 150,000 BVS have been implanted in patients to date. The REVA company developed a poly(iodinated desaminotyrosyl-tyrosine ethyl ester) carbonate biodegradable stent that has a slide-and-lock mechanism in order to increase radial strength; however, the design was subsequently abandoned it because of poor results in clinical studies. Elixir Medical developed a drug-eluting PLLA BRS, the DESolve® stent, which has received CE marking. Arterial Remodeling Technology (ART), a Paris-based start-up company has recently acquired the CE mark after the clinical trials ARTDIVA for the Pure Bioresorbable Scaffold (ART PBS). This scaffold made of poly-D,L-lactic acid (PDLLA) and not coated is fully resorbed at two years, with a positive remodeling appearing as early as between the third to the sixth months [START_REF] Durand | Head-to-head comparison of a drug-free early programmed dismantling polylactic acid bioresorbable scaffold and a metallic stent in the porcine coronary artery six-month angiography and optical coherence tomographic follow-up study[END_REF] . Several others companies are currently developing BRS [START_REF] Bourantas | Bioresorbable scaffolds: Current evidence and ongoing clinical trials[END_REF][START_REF] Wiebe | Current status of bioresorbable scaffolds in the treatment of coronary artery disease[END_REF] .

While most BRS are made of biodegradable polymers, metallic BRS have also been considered as potential candidates. In this context, Biotroniks developed a biodegradable magnesium stent. The first design of that stent exhibited a degradation rate of only a few weeks with complete resorption at two months; but first clinical studies showed catastrophic consequences of this short time of arterial support, with high restenosis rates and target lesion revascularization having been needed for 45 % of all patients at one year [START_REF] Erbel | Temporary scaffolding of coronary arteries with bioabsorbable magnesium stents: a prospective, non-randomised multicentre trial[END_REF] . This study underscores the need for accurate determination of how long an artery needs to be maintained open by a stent and how stents need to be designed in order to provide sufficient support without inducing unacceptably high restenosis rates.

Biodegradable stents are complex devices that need to be sufficiently strong structurally to maintain the artery open and scaffold it during healing while simultaneously exhibiting favorable geometrical properties. This is especially important since polymeric biodegradable stents are considerably softer than metallic stents, thus typically requiring thicker struts to provide an equivalent radial strength. In addition, biodegradable stents need to degrade in a controlled manner so as to disappear when they are no longer needed. However, there is currently a lack of understanding and characterization of the transient behavior of bioresorbable materials whose mechanical properties vary with degradation. Typically, the behavior of bioresorbable materials is studied using either in vitro experiments or in vivo trial and error investigations that are long, expensive and difficult to perform and interpret [START_REF] Soares | Biomechanical challenges to polymeric biodegradable stents[END_REF] . Thus, the need for experimentally validated theoretical and/or computational models is crucial.

The literature contains many studies that have described the deployment of stents in arteries [START_REF] Bedoya | Effects of stent design parameters on normal artery wall mechanics[END_REF][START_REF] Gu | The relation between the arterial stress and restenosis rate after coronary stenting[END_REF][START_REF] Timmins | Effects of stent design and atherosclerotic plaque composition on arterial wall biomechanics[END_REF] . Some of these studies have focused on stent degradation and on models of hydrolytic degradation of PLA [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF] . Although polymeric degradation has been experimentally shown to be accelerated by mechanical load [START_REF] Miller | The in vivo and in vitro degradation of poly (glycolic acid) suture material as a function of applied strain[END_REF][START_REF] Fan | Influence of mechanical loads on degradation of scaffolds[END_REF][START_REF] Hayman | The effect of static and dynamic loading on degradation of PLLA stent fibers[END_REF][START_REF] Wan | Influence of external stress on the in vitro degradation behavior of C 3D/PLA composites[END_REF] , only a few studies have taken this effect into account. For instance, Soares et al. developed a theoretical [START_REF] Soares | Constitutive Framework for Biodegradable Polymers with Applications to Biodegradable Stents[END_REF] and computational [START_REF] Soares | Modeling of deformation-accelerated breakdown of polylactic acid biodegradable stents[END_REF] model of the load-induced degradation of a PLA stent using loads representative of those expected to be encountered in vivo. One limitation of this study is that it did not include interactions between the stent and the artery. Debusschere et al. described the behavior of a metallic biocorrodible stent, accounting for both stress corrosion and pitting corrosion [START_REF] Debusschere | A Computational Framework to Model Degradation of Biocorrodible Metal Stents Using an Implicit Finite Element Solver[END_REF] . The coupling between stent and artery was taken into account in this study by calculating at each time step of the corrosion process the stresses experienced by the device. To our knowledge, there is currently no model that describes the complex coupling between a polymeric biodegradable stent and an artery during both deployment and degradation and accounting for both hydrolysis-and load-driven stent degradation. Another major gap in the present literature is the absence of models that describe arterial wall biological remodeling in response to the dynamic stress field present after the deployment of a biodegradable stent and during the degradation process.

In light of the gaps identified above, the aim of the present study is to develop a computational model that describes: 1) the stresses within the stent and the arterial wall during BRS deployment, 2) the evolution of these stresses during hydrolysis-and load-driven BRS degradation, and 3) the biological responses of the arterial wall to the dynamic mechanical stress field. In the model, hydrolysis-driven degradation is accelerated by the stresses to which the stent is subjected, and these stresses are due to both residual stresses due to plastic deformation of the stent during deployment as well as stresses induced by interactions between the stent and the artery. The biological response of the arterial wall takes the form of wall thickening driven by three specific processes: 1) loss of endothelial cells provoked by the deployment of the stent which leads to uncontrolled proliferation of SMCs 2) inflammation in the vessel wall due to both the arterial wound created by the stent and its degradation, and 3) homeostasis whereby the arterial wall adapts its thickness so that the hoop stress in the wall is restored to a stable homeostatic value. While homeostasis in vivo occurs for both hoop stress and fluid dynamic shear stress, only hoop stress homeostasis is considered in the model.

To develop the model, we focused on a PLA polymeric BRS. PLA is a biodegradable and biocompatible polymer metabolized via the Krebs cycle into carbon dioxide and water. It was first used in the biomedical field in the 1970's to make suture [START_REF] Gilding | Biodegradable Polymers for Use in Surgery -Polyglycolic-Poly(Actic Acid) Homopolymers and Copolymers .1[END_REF][START_REF] Lou | Manufacturing and Properties of PLA Absorbable Surgical Suture Abstract[END_REF] and has since been widely used for various medical applications including orthopedic devices [START_REF] Middleton | Synthetic biodegradable polymers as orthopedic devices[END_REF][START_REF] Athanasiou | Orthopaedic applications for PLA-PGA biodegradable polymers[END_REF] such as screws or spinal cages [START_REF] Smit | Sterilization and strength of 70/30 polylactide cages: e-beam versus ethylene oxide[END_REF][START_REF] Smit | Time-dependent mechanical strength of 70/30 Poly (L, DL-lactide): shedding light on the premature failure of degradable spinal cages[END_REF] , drug delivery systems [START_REF] Garg | Coronary stents: Looking forward[END_REF] and stents [START_REF] Soares | Biomechanical challenges to polymeric biodegradable stents[END_REF][START_REF] Wiebe | Current status of bioresorbable scaffolds in the treatment of coronary artery disease[END_REF] . An interesting property of PLA is that its rate of degradation and its mechanical properties can be tuned by varying specific aspects of its chemical properties such as the rate of crystallinity or the ratio of enantiomers [START_REF] Durand | Adjusting a polymer formulation for an optimal bioresorbable stent: A 6-month follow-up study[END_REF] . We used a stent design and material properties that resemble those of a first generation ART BRS, which is made of poly-D,L-lactic acid (PDLLA) with complete resorption at ~24 months.

We modeled the interaction between the stent and a model artery during both deployment and degradation.

Materials and methods

Theoretical model of stent degradation

The aim of this section is to obtain a description of the evolution of the stent mechanical properties with time which can subsequently be implemented into a computational model.

Chemical reaction of PLA degradation

Polymer degradation can be either hydrolytically-or enzymatically-driven. In the case of PLA, no enzymes are required and polymer degradation occurs spontaneously in the presence of water. PLA consists of chains of lactic acid monomers linked by ester bonds. During its degradation, those chains are randomly broken due to the hydrolysis of the ester bonds; this scission leads to the formation of a carboxyl end group and a hydroxyl end group according to the following reaction:

(2.1)

The presence of the carboxyl end groups allows for the acid-catalyzed hydrolysis of the ester bonds.

In the case of a biodegradable polymeric solid, degradation can occur either at the material's surface or within the entire volume. Polymers are thus classified as either surface-eroding polymers or bulk-eroding polymers [START_REF] Tamada | Erosion kinetics of hydrolytically degradable polymers[END_REF] . The specific mode of degradation depends on the relative speeds of water diffusion within the sample and the rate of hydrolysis. If water diffusion speed is high compared to the hydrolysis rate, then the polymer will undergo bulk erosion. Conversely, if water diffusion speed is small relative to the hydrolysis rate, then the polymer will undergo surface erosion. Burkersroda et al. [START_REF] Von Burkersroda | Why degradable polymers undergo surface erosion or bulk erosion[END_REF] developed a theoretical model to compare water diffusion speed to the speed of hydrolysis, and they showed that the behavior of the polymer towards degradation also depends on the size of the sample. They defined a critical length for which the polymer will shift from surface degradation behavior to bulk degradation behavior. For poly(α-hydroxy-esters) such as PLA, they calculated this critical length to be several centimeters. Therefore, thin samples of PLA such as stent struts can be considered as bulk-eroding solids.

It has been shown that in a thick sample of amorphous PLA, little monomers or oligomers of lactic acid can remain trapped inside the sample, whereas if the sample is sufficiently thin, then the monomers and oligomers are evacuated toward the surface and do not stay trapped within the material. In a sufficiently thick material, this internal and local accumulation of acid degradation products leads to zones of lower pH and thus to increased catalysis. Thus, bulk erosion appears heterogeneous, with internal zones of the sample degrading faster [START_REF] Grizzi | Hydrolytic degradation of devices based on poly(DL-lactic acid) size dependence[END_REF] . This phenomenon appears not to occur for submillimeter samples [START_REF] Grizzi | Hydrolytic degradation of devices based on poly(DL-lactic acid) size dependence[END_REF] and is usually less pronounced for crystalline samples [START_REF] Grizzi | Hydrolytic degradation of devices based on poly(DL-lactic acid) size dependence[END_REF] . Therefore, it is not expected to apply to stents made of semi-crystalline PDLLA whose struts are 160 µm thick, so that hydrolysis within the stent can be considered homogeneous.

PDLLA is a semi-crystalline polymer; its degradation occurs faster in the amorphous regions, thus leading to an increase rate of crystallinity of PLA during degradation. This also means that the more crystalline the polymer, the longer its degradation time. Another consideration is that the right-handed enantiomer PDLA degrades faster than the left-handed PLLA.

Controlling PDLA-to-PLLA ratio allows tuning the degradation rate to the desired level [START_REF] Durand | Adjusting a polymer formulation for an optimal bioresorbable stent: A 6-month follow-up study[END_REF] .

Kinetics of degradation

PLA hydrolysis has typically been described using first order kinetics [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF][START_REF] Farrar | Hydrolytic degradation of polyglyconate B: The relationship between degradation time, strength and molecular weight[END_REF] ; therefore, the rate of production of the carboxyl end groups can be given by:

[ ] = (2.2)
where [ ], and denote the concentrations of carboxyl end groups, ester groups and water, respectively, and a kinetic rate constant. In the early stages of degradation, the concentration of ester groups is very high compared to that of carboxyl end groups; therefore, can be assumed constant. We also saw previously that water diffusion is far faster than water-induced hydrolysis and can therefore be considered as instantaneous [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF] , leading to a spatially homogeneous water concentration within the material so that is also constant.

In light of these arguments, we can define a new hydrolysis kinetic rate constant = [ ], and Equation (2.2) becomes:

[ ] = [ ] (2.
3)

The constant varies with external conditions of degradation such as load, pH and temperature. The temperature and pH are assumed constant in the body, while the effect of load will be explicitly taken into account in the next steps of the study. Since = 1/ , where is the number-average molecular weight of the polymer, the solution of Equation (2.3) yields [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF][START_REF] Farrar | Hydrolytic degradation of polyglyconate B: The relationship between degradation time, strength and molecular weight[END_REF] :

= , × (2.4) 
where , is the number-average molecular weight of the polymer at the beginning of degradation.

To fix the value of , we used measurements of the evolution of for samples of ART stents that were allowed to degrade in physiological serum at 37ºC over a period of three months. Plotting ln ( / , ) as a function of time yielded a linear correlation with excellent coefficients of determination ranging from 0.95 to 0.99, thus confirming the exponential behavior given in equation (2.4). This allowed us to establish that lies in the range of 0.01 to 0.02 day -1 .

Evolution of the stent mechanical properties with hydrolysis-driven degradation

In their work, Vieira et al. [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF] studied the in vitro degradation of suture fibers made of a blend of PLA and polycaprolactone (PCL), both biodegradable polymers. They showed that -a chemical property -and the fracture strength -a mechanical property -evolve in the same manner; thus, they described the evolution of the fracture strength as:

= , × (2.5) 
where , is the fracture strength of the non-degraded polymer. To quantify the amount of degradation of a sample at a given time point, they defined a hydrolysis damage parameter as:

= 1 - ( ) , = 1 - (2.6)
Thus, ranges from 0 for the non-degraded material to 1 when the sample is fully degraded.

Hooke's law describes the mechanical behavior of elastic materials and can also be used to approximate the behavior of inelastic materials undergoing small deformations. In this case, the relationship between stress and strain is linear. However, many polymeric materials fall in a regime where small stresses can induce large deformations, so that the displayed behavior is clearly non-linear [START_REF] Martins | A Comparative Study of Several Material Models for Prediction of Hyperelastic Properties: Application to Silicone-Rubber and Soft Tissues[END_REF] . New constitutive laws were necessary to describe the mechanical properties of such materials. Hyperelastic models such as the neo-Hookean law were developed to extend the linear theory of elasticity [START_REF] Martins | A Comparative Study of Several Material Models for Prediction of Hyperelastic Properties: Application to Silicone-Rubber and Soft Tissues[END_REF][START_REF] Mooney | A theory of large elastic deformation[END_REF][START_REF] Rivlin | Large elastic deformations of isotropic materials. IV. Further developments of the general theory[END_REF] . They are based on strain-energy functions for which the relation between stress and strain is no longer linear.

PLA, as well as many others polymeric materials, exhibit a hyperelastic behavior. Assuming they are isotropic, their mechanical behavior can be described by a neo-Hookean strain energy density function W [START_REF] Soares | Constitutive Framework for Biodegradable Polymers with Applications to Biodegradable Stents[END_REF][START_REF] Rajagopal | On the shear and bending of a degrading polymer beam[END_REF] , one of the simplest models for non-linear elastic materials which still has reasonable agreement with experimental data, given by:

= 1 2 μ -3 + 2 ( -1) (2.7)
where μ is the shear modulus of the material, its bulk modulus, the first invariant of the right Cauchy-Green deformation tensor and the determinant of the deformation gradient , describing the current state of strain and given by:

= + + (2.8) = det = . . (2.9) 
where denotes the principal stretches. For an incompressible material, = 1; therefore, W is given by:

= 1 2 μ -3 (2.10)
This form has been commonly used by various authors for the modeling of polymeric materials [START_REF] Rajagopal | On the shear and bending of a degrading polymer beam[END_REF] and PLA [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF][START_REF] Soares | Constitutive Framework for Biodegradable Polymers with Applications to Biodegradable Stents[END_REF] even if more complex hyperelastic laws can of course be used [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF][START_REF] Hayman | The effect of static and dynamic loading on degradation of PLLA stent fibers[END_REF] . Soares et al. [START_REF] Soares | Constitutive Framework for Biodegradable Polymers with Applications to Biodegradable Stents[END_REF] defined the evolution of the shear modulus with degradation as:

μ = 1 -μ (2.11)
where μ is the shear modulus of the non-degraded material and the damage parameter, understood in their study as the fraction of broken bonds at a given location [START_REF] Soares | Constitutive Framework for Biodegradable Polymers with Applications to Biodegradable Stents[END_REF] . This linear relationship between the shear modulus and the degradation damage has also been verified experimentally by the team of Vieira [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF] . We combined this concept of the shear modulus evolving with the damage parameter with equation (2.6) to obtain the following equation:

μ = μ (2.12)
which describes the evolution of the mechanical properties of the stent due to hydrolysis.

Evolution of the mechanical properties with load-driven degradation

Stents are subjected to mechanical load due not only to the residual stresses that develop as a result of the plastic deformation during deployment but also due to the load induced by the arterial wall pushing on the stent. Mechanical stresses are known to influence the degradation of polymeric materials. Indeed, various in vitro studies have demonstrated this phenomenon and have primarily described an acceleration of the degradation of the material, whatever the type of polymer: PLLA [START_REF] Hayman | The effect of static and dynamic loading on degradation of PLLA stent fibers[END_REF] , PLA reinforced by 3D carbon fibers [START_REF] Wan | Influence of external stress on the in vitro degradation behavior of C 3D/PLA composites[END_REF] , blend of PLA and polyglycolic acid (PGA) [START_REF] Zhong | The Effect of Applied Strain on the Degradation of Absorbable Suture[END_REF][START_REF] Fan | Influence of mechanical loads on degradation of scaffolds[END_REF] , PDLLA and chitosan/glutin [START_REF] Fan | Influence of mechanical loads on degradation of scaffolds[END_REF] , etc. One in vivo study in rabbits [START_REF] Miller | The in vivo and in vitro degradation of poly (glycolic acid) suture material as a function of applied strain[END_REF] has also shown similar behavior. To the best of our knowledge, only the study of Deng et al. on PLA-PGL fibers [START_REF] Deng | Effect of load and temperature on in vitro degradation of poly(glycolide-co-L-lactide) multifilament braids[END_REF] found no significant impact of load on the degradation of Thus, the number of covalent bonds would, to a first approximation, equal the number of monomers within the stent:

= = × (2.14)
where and respectively denote the mass of the stent and that of a lactic acid monomer, is the molecular weight of lactic acid and is Avogadro's number. Thus, can be written as:

= × = × (2.15)
where is the energy of a mole of oxygen carbon bonds. Based on this analysis, we obtain ≃ 39 . Another approach is to think of as the load needed to deliver the energy of polymerization of the polymer, i.e. the energy needed for monomers to become a polymer. Garlotta [START_REF] Garlotta | A Literature Review of Poly ( Lactic Acid )[END_REF] gave an enthalpy of polymerization for PLA of = -27 . Using this approach, we obtain ≃ 4 .

To use these values in the context of our model, we need to determine the work of the von Mises stresses during the degradation of the stent, knowing that the stresses experienced by the stent push the stent struts inwards by around 10 µm between the beginning and the end of degradation. The corresponding energy is then equal to ≃ 5. 10

. Consequently, using this approach, would correspond to von Mises stresses that are three to four orders of magnitude higher than the ones experienced by our stent. Since the average von Mises stresses in the stent are ≃ 10 7 Pa, we estimate ≃ 10 -10 .

Yet another approach to determine an order of magnitude for would be to consider the in vitro experimental studies on how the degradation of polymers is accelerated by load.

From these studies, one can deduce the values for corresponding to the specific load applied to the samples and subsequently deduce the slope of the assumed linear dependence of on load; this will allow determination of the threshold value of load for which would be reached (since = is assumed). Recall that μ = μ × , with = + ( ); thus, if the degradations with and without load are compared, one can deduce the value of for a given load from the following relation:

= [ln μ μ -ln (μ μ )]/ (2.16)
where μ and μ are the degradations with and without load. A similar expression can be written in terms of M n knowing that = , × .

Using these relationships, we obtain the following results: 1. From the work of Fan et al. [START_REF] Fan | Influence of mechanical loads on degradation of scaffolds[END_REF] on PDLLA foam, we calculate a of 0.01 for a load of ~2x10 [START_REF] Wong | Epidemiological studies of CHD and the evolution of preventive cardiology[END_REF] Pa, which means that would be reached for an ≃ 4×10 , for PDLLA foam.

2. From the work of Miller et al. [START_REF] Miller | The in vivo and in vitro degradation of poly (glycolic acid) suture material as a function of applied strain[END_REF][START_REF] Ellis | Polymers: a property database[END_REF] on polyglycolic acid (PGA), we calculate values of 0.04 and 0.09 for loads of ~1.6x10 8 Pa and ~3.2x10 8 Pa, respectively. From the evolution of [START_REF] Chu | Hydrolytic degradation of polyglycolic acid: tensile strength and crystallinity study[END_REF] we deduce = 0.1. Thus, would be reached for ≃ 4 * 10 . 3. From the work of Wan et al. [START_REF] Wan | Influence of external stress on the in vitro degradation behavior of C 3D/PLA composites[END_REF] on PLA reinforced with 3D carbon fibers, = for a bending load of ≃ 10 .

The results above are summarized in Table 2.1. To conclude, we clearly see from this literature review that our estimates for vary over several orders of magnitude. As a result, in order to probe the sensitivity of the degradation results on , we chose to launch simulations in which this parameter varied between 10 6 Pa to 10 10 Pa.

The dynamic behavior of the stent with degradation and the variation of its mechanical properties are thus fully described by the following equation:

μ = μ (2.17)
which takes into account the hydrolysis-driven degradation of PLA as well as the acceleration of this hydrolysis by mechanical loading. 

Lmax determined from

Enthalpy of polymerization

Energy of all the C-O bonds

In vitro experiments PDLLA foam Fan et al. [START_REF] Fan | Influence of mechanical loads on degradation of scaffolds[END_REF] PGA fibers Miller et al. [START_REF] Miller | The in vivo and in vitro degradation of poly (glycolic acid) suture material as a function of applied strain[END_REF] PLA-c3d Wan et al. [START_REF] Wan | Influence of external stress on the in vitro degradation behavior of C 3D/PLA composites[END_REF] 

Theoretical model of arterial remodeling

A well documented arterial response to stenting during the first few months is neointimal hyperplasia, which corresponds to a thickening of the arterial wall due to the excessive proliferation of smooth muscle cells and the increased synthesis and deposition of extracellular matrix proteins. Neointimal hyperplasia can be thought of as an exaggerated scarring reaction of the artery in response to stent implantation. The aim of this section is to: 1) describe the various factors contributing to neointimal hyperplasia, 2) model the contributions of these factors to the thickening of the arterial wall, and 3) devise a law of behavior that describes the evolution of arterial wall thickness with time.

Neointimal hyperplasia due to the loss of endothelial cells

The deployment of a stent leads to extensive damage of the intima, the innermost layer of the artery which simply consists of a monolayer of endothelial cells (ECs) and basement membrane. Histological studies have shown that a few days after endothelial denudation, some SMCs lose their contractile phenotype and acquire a proliferative and synthetic phenotype, with some cells migrating toward the intima. This, in combination with the synthesized extracellular matrix proteins, leads to the formation of neointimal hyperplasia, which thickens the arterial wall. A few weeks after full reendothelialization of the artery, SMCs return to their quiescent contractile phenotype. ECs have indeed been proposed as regulators of SMC proliferation, with the absence of ECs leading to greatly enhanced SMC proliferation [START_REF] Bauters | The biology of restenosis[END_REF][START_REF] Chaabane | Biological responses in stented arteries[END_REF] . In support of this notion, Asahara et al. [START_REF] Asahara | Local delivery of vascular endothelial growth factor accelerates reendothelialization and attenuates intimal hyperplasia in balloon-injured rat carotid artery[END_REF] showed that following balloon denudation of rabbit carotid arteries, accelerating reendothelialization via the application of an EC-specific mitogen leads to a reduction in the wall thickening compared to control animals. Similarly, Sprague et al. [START_REF] Sprague | Endothelial Cell Migration[END_REF] developed micro-grooved stents with the aim of facilitating EC migration and thus the reendothelialization of the wound. Comparison between microgrooved and smooth-surface stents of the same design implanted in porcine coronary arteries showed increased reendothelialization at 3 days and decreased neointimal hyperplasia at 28 days. Therefore, the faster ECs are regenerated, the smaller the amount of neointimal hyperplasia. That is why we model the evolution of the wall thickness due to the loss of EC using the following formulation:

= - (2.18)
where is the number of ECs denuded due to stent deployment, is the number of regenerated cells, and is a constant to be determined.

Following a stenting procedure, ECs have been reported to start proliferating from the edges of the wound [START_REF] Bauters | The biology of restenosis[END_REF][START_REF] Itoh | Resident endothelial cells surrounding damaged arterial endothelium reendothelialize the lesion[END_REF] to heal the denuded area of the vessel. In healthy arteries, ECs are some of the most stable cells of the human body, with a doubling time of hundreds of days [START_REF] Félétou | Multiple functions of the endothelial cells[END_REF]89,[START_REF] Hobson | Endothelial proliferation in tumours and normal tissues: continuous labelling studies[END_REF] . However, when needed, for example for angiogenesis, regeneration of the uterine membrane or arterial wound healing, ECs are capable of proliferating very rapidly, with a doubling time of only a few hours/days [START_REF] Félétou | Multiple functions of the endothelial cells[END_REF]89,[START_REF] Sho | High flow drives vascular endothelial cell proliferation during flowinduced arterial remodeling associated with the expression of vascular endothelial growth factor[END_REF] . Thus, the rate of proliferation of ECs is expected to change as the cell density increases with the progress of wound healing: this rate is assumed to start at a maximal value at denudation and to progressively decrease towards the "regular rate" when tends to , i.e. when the initially denuded area becomes fully covered by new ECs. This "regular rate" should be equal to the rate of death , since the total number of endothelial cells in a healthy artery is expected to remain constant. We thereby define the evolution of as a function of by the following equation:

= - ( -( )) + (2.19)
where = at the beginning of arterial remodeling, i.e. when = 0, and = when the wounded artery is fully re-endothelialized, i.e. when ( ) =

. Considering EC doubling times as described above, one can set ≃ 0.5 created cells/day/number of existing cells and ≃ 0.01 dead cells/day/number of existing cells. This behavior is depicted in Figure 2.2 for the specific case of ≃ 140,000 .

Since equation (2.21) cannot be easily solved analytically, we studied the evolution of with the recursive equation (2.20) and the initial condition (2.22). To better understand the influence of the total number of cells and the initial number of cells on the rate of division and the wound healing, we plot the evolution of and for various values for and in Figure 2.3 and Figure 2.4. The results demonstrate that larger values of are associated with a more rapid decrease in and faster EC regeneration. Interestingly, , which represents the number of damaged ECs due to stenting, does not seem to have a large impact on the evolution of . Another interesting finding is that although the final value of increases with as expected, the time at which reaches its plateau value is the same for all values of . We believe that this is the case due to the fact that depends on the percentage of missing cells rather than the exact number of lost cells. Thus, in our model, increasing the initial number of ECs leads to an earlier repair of the wound, whereas decreasing the number of cells damaged by stent deployment does not significantly change the time at which the wound is repaired. It should be noted that either increasing or decreasing will lead to an increase in wall thickening according to equation (2.18).

Based on the above, the parameters of the baseline model for the study of ECs are summarized in Table 2 

Neointimal hyperplasia due to inflammation

Inflammation is known to induce cell proliferation and consequently hyperplasia. The wound provoked by the deployment of a stent triggers a rush of inflammatory cells. Moreover, the presence of stent polymeric materials [START_REF] Van Der Giessen | Marked inflammatory sequelae to implantation of biodegradable and nonbiodegradable polymers in porcine coronary arteries[END_REF] and BRS degradation products also induce inflammation. Inflammation induced by stenting can be quantified using inflammatory scores on histological sections. For instance, the following semi-quantitative score is widely used by authors [START_REF] Durand | Adjusting a polymer formulation for an optimal bioresorbable stent: A 6-month follow-up study[END_REF][START_REF] Kornowski | In-Stent Restenosis: Contributions of Inflammatory Responses and Arterial Injury to Neointimal Hyperplasia[END_REF] and defines four states of inflammation defined for each strut: 0: absence of inflammatory cells; 1: scattered monocyte-macrophage infiltrates associated with struts; 2: notable monocyte-macrophage infiltrates associated with struts; and 3: monocytemacrophages circumscribing the struts. The data are subsequently averaged for the entire stent to provide a single overall inflammation score. Through our collaboration with ART, we have access to data on the evolution of the inflammatory scores one year after the insertion in pig arteries for the ART stent [START_REF] Yahagi | Comparison of a drug-free early programmed dismantling PDLLA bioresorbable scaffold and a metallic stent in a porcine coronary artery model at 3 years follow-up[END_REF]100 . [START_REF] Asahara | Local delivery of vascular endothelial growth factor accelerates reendothelialization and attenuates intimal hyperplasia in balloon-injured rat carotid artery[END_REF] Kornowski et al. [START_REF] Kornowski | In-Stent Restenosis: Contributions of Inflammatory Responses and Arterial Injury to Neointimal Hyperplasia[END_REF] Timmins et al. 104 Asahara et al. [START_REF] Asahara | Local delivery of vascular endothelial growth factor accelerates reendothelialization and attenuates intimal hyperplasia in balloon-injured rat carotid artery[END_REF] studied the impact on arterial remodeling of the application of an EC-specific mitogen during 30 minutes after balloon denudation of rat carotid arteries. As no stent was used, the only contributions at stake here are inflammation and loss of endothelial cells. The amount of inflammation is considered to be the same for both control and test rats whereas the number of regenerated ECs varies because of the influence of the applied mitogen. The authors measured the area of reendothelialization at two and four weeks, which we converted into numbers of cells using the density of ECs we found for rabbits 106 (considered as closer to rats than humans) using the same method as previously described. They also measured the intima-to-media area ratio that we considered as a first approximation of the intima-to-media thickness ratio. Given the average value of rat carotid media thickness in literature (~60 107 to 110µm 108 ), the thickness of the neo-intimal hyperplasia can be calculated. Comparing the control and test groups and assuming the level of inflammation is the same in both groups, it is possible to estimate ≃ 0.2 μ 1000 .

Kornowski et al. [START_REF] Kornowski | In-Stent Restenosis: Contributions of Inflammatory Responses and Arterial Injury to Neointimal Hyperplasia[END_REF] studied the correlation between inflammation scores and neointimal thickness after the deployment of stents in pig coronary arteries. The scores and the thickness were calculated for each strut. Although some of the struts had an inflammatory score of zero, they still exhibited some neointimal hyperplasia. We presume that this hyperplasia is likely due to the stent-induced increase in hoop stress and loss of ECs.

Comparing the thickness of the hyperplasia for struts having inflammatory scores >0 and those having scores =0, and assuming the hoop stresses and the number of damaged ECs are similar for both groups, we obtain ≃ 5 μ .

Timmins et al. 104 studied the influence of two different stent designs on restenosis. Using numerical simulations, they showed that one of the stents induced higher stresses on the internal surface of the arterial wall relative to the other stent [START_REF] Bedoya | Effects of stent design parameters on normal artery wall mechanics[END_REF]104 . They deployed both stents in pigs and measured the amount of restenosis on histological sections at one month. They stated that the histological inflammation scores were the same for both designs. Considering that the number of damaged ECs is the same, comparing both stents designs allows us to estimate ≃ 10 μ .

Computational model

The two preceding sections allowed us to describe the theoretical evolution of the mechanical properties of the stent with degradation as well as the evolution of the wall thickness in response to the injury provoked by the stenting procedure and its resulting

Mechanical properties of the stent and the artery

As indicated above, the mechanical properties of the stent evolve with degradation as described by equation (2.17). The initial value of the shear modulus μ is considered to a first approximation to be equal to one third of the Young's modulus of PLA as it would be for a linear elastic material. Literature values for PLA Young's modulus are 3-5 GPa [START_REF] Garlotta | A Literature Review of Poly ( Lactic Acid )[END_REF]109 ; however, due to computational issues in limiting the recoil of the stent post deployment, we used a value of 20 GPa. The bulk modulus for a nearly incompressible material is calculated to a first approximation using the equation:

= /[3 1 -2 ],
where is the Poisson's ratio, which is assumed to have a value of 0.47 (nearly incompressible material). This expression would be exact for a linear elastic material. PLA density is taken as = 1300 / 109 . PLA also exhibits plastic properties, which means that when the stress reaches the yield stress L max , the material becomes ductile and its deformation is irreversible. PLA has a yield stress of 70 MPa 110 .

Biological materials have been shown to usually behave non-linearly and can be well described using the hyperelastic constitutive law 111 . Thus, the artery is modeled as a hyperelastic, nearly incompressible material that follows a neo-Hookean behavior. The shear modulus is fixed to μ = 6.2

112 , the bulk modulus at = 2 113 , and the density at = 960 / . These are the values for a healthy artery. To model to a first approximation the influence of an atherosclerotic plaque, we investigated the sensitivity of the results to the shear modulus over the range μ 2 to 2μ . This range was selected since atherosclerotic plaques can be either softer than the arterial media (in the case of young unstable plaque at high risk of rupture), of similar stiffness as the media, or stiffer than the media (for old calcified plaque) [START_REF] Timmins | Effects of stent design and atherosclerotic plaque composition on arterial wall biomechanics[END_REF] 

Modeling the deployment phase

To computationally model stent deployment, a function r balloon (t) that represents the evolution of balloon radius with time is considered. The function evolves from = 0.5 to = 1.45 and then decreases again to and thus represents the inflation and deflation of the balloon on which the stent is deployed. The general principle is to apply a pressure to the internal surface of the stent, calculated so that the stent-induced displacement follows the balloon inflation. When the applied pressure reaches zero, the stresses in the stent are the residual stresses due to the plastic deformation of the stent. After this point, an average blood pressure of 100 mmHg is applied on the stent inner surface.

To this end, we first used a global equation defined in COMSOL as a pressure applied to the internal surface of the stent and defined such that it satisfies the condition -= 0, where is the average of the internal radius of the stent calculated for the next to most distal strut and is time 114 . Running this simulation leads to the deployment but also the deflation of the stent because the stent follows the displacement of the balloon. However, this procedure allows determination of the time at which the applied pressure reaches 0. Thereafter, we adapted the global equation defining the pressure as given by:

- × < + × ≥ = 0 (2.27) 
where < and ≥ are two Boolean expressions equal to 1 if true and 0 if false. The pressure applied on the stent was then defined as:

= + ×( ≥ ) (2.28)
Therefore, from = the stent is only subjected to the internal blood pressure and does no longer follows the deflation of the balloon; the degradation can then begin in the subsequent time steps. This two-step model enables one to use the deformed geometries as obtained at the end of deployment and the stresses calculated both in the stent and in the artery as initial conditions for the degradation step.

Not only is this parametric deployment of the stent more realistic than a one-step approach in which the stent displacement is imposed, but the ramping of the applied load also greatly facilitates the convergence of the non-linear problem. A parametric solver is used with continuation, meaning that the results of the previous time step are used to calculate the next time step. The time step used is not constant but is rather adapted to be smaller for the more challenging steps such as the time when stent and artery make contact, the time at which the embedment of the stent in the arterial wall is maximal, and the time points around when the residual stresses are computed. Nevertheless, too small a time step poses difficulty because it can hamper convergence. Thus, due to the high non-linearity of both stent and artery and the contact modeling, the evolution of the time step size needs to be balanced carefully. 

w n+1 t = t f t < t f

Summary of boundary conditions

The stent and artery are constrained by three conditions of symmetry. A rigid body movement is prevented in all directions, and the problem is sufficiently constrained to allow for a force-controlled contact. Indeed, a displacement-controlled contact is usually easier to achieve than a force-controlled contact because the latter can lead to an initially ill conditioned system if the problem is not sufficiently constrained, especially if the contact is frictionless since sliding may be unconstrained. However, a force-controlled contact is desirable in our case since a method modeling the inflation of a balloon has been shown to be closer to reality to model the stent's deployment than a prescribed uniform displacement [START_REF] Gervaso | On the effects of different strategies in modelling balloonexpandable stenting by means of finite element method[END_REF] .

The boundary conditions are thus:

• three conditions of symmetry on both the stent and the artery • a contact pair between the inner surface of the artery and the outer surface of the stent

• a pressure applied on the inner surface of the stent, initially set to zero • a zero pressure on the outside surface of the artery.

Modeling the degradation phase

The degradation phase is modeled by the evolution of stent mechanical properties as already described. The material behavior law (2.17) is implemented in COMSOL. To account for the influence of mechanical loading on stent degradation, the considered loads are the von Mises stresses ( , , , ) at each point in the stent. Therefore, at each time step, the problem is solved, the stresses in the stent are computed and stored, and the new values of the shear modulus are calculated from the stored stresses and updated for the next time step. This implicit method used to model the evolution of the mechanical properties of the stent with degradation is detailed in Figure 2.11. We note that similar implicit methods using stored stresses to update a state of degradation have been used by Soares et al. [START_REF] Soares | Modeling of deformation-accelerated breakdown of polylactic acid biodegradable stents[END_REF] to model the loaddriven degradation of expanded BRS made of PLA subjected to a constant inward pressure without considering an artery and, more recently, by Debusschere and co authors to model the degradation of biocorrodible metallic stents within an arterial wall [START_REF] Debusschere | A Computational Framework to Model Degradation of Biocorrodible Metal Stents Using an Implicit Finite Element Solver[END_REF] .

The speed of degradation is a fundamental characteristic of BRS. To compare the situations of two stents degrading at different speeds, we used extracted from the evolution of the number-average molecular weight of ART's PLA as described previously, but also a extracted from the evolution of during the degradation of the Abbott stent BVS, a stent made of PLA that degrades in four to five years -that is to say twice to three times as long as the degradation time of ART stents. Two different designs have been developed for BVS, a first version called 1.0 and a second version named 1.1, exhibiting a slower hydrolysis rate and some geometrical modifications allowing for a more uniform stress distribution [START_REF] Serruys | Evaluation of the Second Generation of a Bioresorbable Everolimus Drug-Eluting Vascular Scaffold for Treatment of De Novo Coronary Artery Stenosis Six-Month Clinical and Imaging Outcomes[END_REF] . Only the second one is currently available on the market. Nevertheless, as far as we know, there is precise data in the literature about the evolution of for the 1.0 version 61 but not for the 1.1 version. We thus chose to use two values of : 0.0055 which was deduced from the literature values of the evolution of M n for BVS 1.0 [START_REF] Onuma | Intracoronary optical coherence tomography and histology at 1 month and 2, 3, and 4 years after implantation of everolimus-eluting bioresorbable vascular scaffolds in a porcine coronary artery model an attempt to decipher the human optical coherence tomog[END_REF] , and half of this value as an estimation for BVS 1.1, as summarized in Table 2.7. As explained previously, we also launched several simulations with the yield stress varying from 10 6 to 10 10 Pa, with the value considered for the baseline model being 10 8 Pa. 

Modeling arterial remodeling

To model the thickening of the arterial wall, we used the "deformed geometry function" in COMSOL, which allows adding mass to the outside layer of the artery. The thickening is considered to a first approximation to occur at the outside surface of the arterial wall, as observed in vivo when the hoop stress is increased during hypertension 103 . It is of course recognized that stenting induces not only higher wall stresses (as occurs during hypertension) but also an arterial wound; therefore the remodeling after stenting in vivo is expected to also occur inside the lumen. This effect could not be taken into account due to computational limitations in COMSOL.

In the deformed geometry, displacements or speeds of displacement can be applied to the mesh. These displacements are defined in the material frame of reference, i.e. in the reference frame associated with the geometry, and thus on the initial geometry. The mesh is not refined but only stretched or compressed to follow the geometric variations; thus, the number of nodes remains constant. However, the mass and the volume change with time according to the geometric variations. The displacements are defined in the material reference frame as follows (Figure 2.12):

• no displacement on the inside wall of the artery;

• zero normal displacement on the faces where symmetry is applied;

• a prescribed displacement ( ) on the external wall of the artery corresponding to the arterial thickening;

• the mesh inside the boundaries is free to deform.

Assuming quasi-static evolution of the arterial remodeling, it can be written that:

+ 1 = + (2.29)
where ( ) is the arterial thickness at time n, ( + 1) is the arterial thickness at the following time step (n+1) and is the variation of arterial thickness deduced from equation (2.25):

= . - + . + . ( ) - .
(2.30)

Discussion

BRS are more and more used by surgeons. For instance, at least 150,000 Abbott BVS have been implanted in patients until now; the ART PBS has recently acquired the CE mark; and many others designs are currently undergoing clinical tests. Besides, accurate theoretical and computational models are needed to better improve BRS design and properties.

It is known that a stent injures the artery during its deployment and modifies permanently the mechanical environment of the vessel. On the other hand, arteries are living materials able to dynamically react and adapt to this perturbation. In the case of a BRS, this perturbation is varying with time because of the degradation of the stent, which leads to a modification of the mechanical properties and so, a modification of not only the stresses induced within the arterial wall but also on the ability of the device to maintain the diseased vessel open. Furthermore, the degradation of the sent is accelerated by the experienced load, both due to residual stresses and also to the artery-induced stresses. Thus, the coupling between a bioresorbable stent and artery during both deployment and degradation is complex and its understanding is crucial to predict the efficacy of the implanted device. Historically, BRS safety and efficacy were first studied using experimental trial and error works. Accurate computational models can be a great help to better understand the behavior of BRS.

We developed a model of the coupling between a BRS and an artery during both deployment and degradation. The stent is first submitted to a pressure calculated so as to reach a desired final radius. After elastic recoil, the stent is only submitted to the average blood pressure.

During the second step of the model, with respect to the degradation of the stent and the biological response of the artery, the stent experiences two kinds of stress: the residual stresses due to plastic deformation and the stresses induced by the artery. Its degradation, primarily induced by hydrolysis, is accelerated by those experienced stresses. The degradation of the stent is theoretically modeled as a progressive decay of its mechanical properties taking into account hydrolysis and load. The inserted device thus submits the artery to a varying mechanical environment. The artery reacts to this by adapting its geometric wall thickness in order to maintain the experienced hoop stress constant to a homeostatic value. Two other important phenomena also contribute to the thickening of the arterial wall. First the loss of ECs -who usually control SMCs and maintain them in their contractile phenotype -leads to uncontrolled proliferation of SMCs and so to the thickening of the wall. Second, the inflammation induced both by stent-related injury and degradation of BRS induces cell proliferation. Most values for the parameters of our model are determined either from literature analysis -as it is the case for , , , , , , , -or from experiments in vitro or in vivo in pigs conducted by a group we collaborate with -as it is the case for , ( ).

The first step of our model studies the deployment of a stent within an artery. Dogboning and foreshortening are observed during this phase, as it was in previous works [START_REF] Migliavacca | A predictive study of the mechanical behaviour of coronary stents by computer modelling[END_REF][START_REF] Ju | On the finite element modelling of balloon-expandable stents[END_REF][START_REF] Gervaso | On the effects of different strategies in modelling balloonexpandable stenting by means of finite element method[END_REF] as well as during the in vivo deployment of BRS. The areas of the stent submitted to the higher stresses are the struts' intersections [START_REF] Ju | On the finite element modelling of balloon-expandable stents[END_REF] , and the areas submitted to the higher stresses remain the same during both deployment and degradation. The stent experiences a recoil of ~5 % which is comparable with in vivo values for BRS recoil [START_REF] Durand | Head-to-head comparison of a drug-free early programmed dismantling polylactic acid bioresorbable scaffold and a metallic stent in the porcine coronary artery six-month angiography and optical coherence tomographic follow-up study[END_REF] . As discussed previously, the final embedment is ~30 µm which is less than the in vivo observed embedment -around 150 to 200 µm. An increase in the stiffness of the arterial wall leads to greater wall stresses, as previously highlighted by Timmins et al. [START_REF] Timmins | Effects of stent design and atherosclerotic plaque composition on arterial wall biomechanics[END_REF] . However, they demonstrated that the stiffness of the plaque did not have an influence on the final radius of the artery, whereas in our model it has an impact on the embedment, even if moderate. In their study, they considered two designs of BMS stents having low and high radial rigidity [START_REF] Bedoya | Effects of stent design parameters on normal artery wall mechanics[END_REF] , and plaque whose stiffness varies between half and twice the rigidity of the artery. The artery is over inflated to reach a final radius superior to the radius of a deployed stent, the stent is then translated into the lumen and the arterial wall is subsequently deflated upon the stent until reaching diastolic blood pressure. Thus, the elastic recoil of the stent may not be modeled using this method, and that might explain the observed differences regarding the final radius of the artery. Furthermore, BMS stents are stiffer than BRS stents and so their recoil will be less important; the stiffness of the artery thereby has a smaller impact on the final embedment.

Degradation is modeled here as a progressive decay of mechanical properties of the stent. Previous authors have modeled the evolution of mechanical properties of PLA with degradation 115 . In their work, Soares et al. [START_REF] Soares | Constitutive Framework for Biodegradable Polymers with Applications to Biodegradable Stents[END_REF] developed a theoretical material model of the degradation of PLLA fibers based on load driven degradation only, as Rajagopal et al. did previously more generally for polymeric material [START_REF] Rajagopal | On the shear and bending of a degrading polymer beam[END_REF] . They wrote:

μ = μ (1 -) (2.33) 
With:

= 1 -[( -3) + ( -3) ] / (2.34)
With a constant and and the first and the second invariants of the right Cauchy-Green deformation tensor. Thus the rate of hydrolysis depends both on the amount of degradation and the state of deformation. Nevertheless, in this type of formulation, there is no degradation in an undeformed state. Thereafter, Soares and co authors used more complex hyperelastic laws such as the Knowles' model [START_REF] Hayman | The effect of static and dynamic loading on degradation of PLLA stent fibers[END_REF]116 , a generalization of the neo-Hookean law. They found it to more accurately describe the behavior of PLA than simple neo-Hookean law. These models were also based on load driven degradation. Although load is known to accelerate the degradation of the polymers, and may even provoke a reaction by itself in some cases [START_REF] Porter | Recent studies of polymer reactions caused by stress[END_REF] ; this model would not fully reflect what happens experimentally since hydrolysis alone can also lead to the degradation of PLA fibers. That is why we chose to model the degradation of the stent by another method. We started from equation (2.11) defined by Soares et al., but we used the definition given by Vieira et al. for the definition of the damage parameter. Their definition is based on a theoretical model of the chemical degradation experimentally justified [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF] . Lacking precise experimental data on the influence of the load, we chose to model it with a simple linear dependency on load for the kinetic rate of hydrolysis. We obtained a material model taking into account both hydrolysis and load induced degradation.

Whereas the hydrolysis driven degradation induces a homogeneous variation of these properties within the stent [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF] , taking into account the acceleration due to load induces a spatially heterogeneous degradation of the material, as highlighted previously in the works of Soares et al. [START_REF] Soares | Biomechanical challenges to polymeric biodegradable stents[END_REF][START_REF] Soares | Modeling of deformation-accelerated breakdown of polylactic acid biodegradable stents[END_REF] and Debusschere et al. [START_REF] Debusschere | A Computational Framework to Model Degradation of Biocorrodible Metal Stents Using an Implicit Finite Element Solver[END_REF] . The zones experiencing the higher stresses degrade faster, and are thus very likely to be the breaking zones of the dismantling stent [START_REF] Soares | Biomechanical challenges to polymeric biodegradable stents[END_REF][START_REF] Soares | Modeling of deformation-accelerated breakdown of polylactic acid biodegradable stents[END_REF] . We also showed that the heterogeneity of the mechanical properties increases during the first months of degradation, and then decreases. This is due to the fact that accelerated degradation of the zones experiencing the highest stresses not only leads to the decay of mechanical properties but also to a decrease of the experienced stresses; as a result this secondarily drives to a homogenization of mechanical properties of the stent.

The internal radius of the stent decreases by ~2 % during degradation. A weaker stent seems to be less able to withstand the arterial wall. Soares et al. [START_REF] Soares | Modeling of deformation-accelerated breakdown of polylactic acid biodegradable stents[END_REF] found similar results for polymeric degrading stents submitted to a constant inward pressure of 1 atm. The amount of recoil varied according to the considered stent design, ranging from ~7 to ~42 % in their study. Thereby, our results are qualitatively coherent with previous works but the quantitative values differ. This may be due to the different design we used, but also to the stresses we considered: they used a constant inward pressure applied on the stent whereas in our model the stent is submitted to the residual stresses due to plastic deformation, to the stresses induced by the arterial wall and to the average blood pressure. The coupling between a BRS and an artery as modeled here -and also used by Debusschere and co workers to model the degradation of a metallic biocorrodible stent [START_REF] Debusschere | A Computational Framework to Model Degradation of Biocorrodible Metal Stents Using an Implicit Finite Element Solver[END_REF] -may be an interesting tool to more realistically model the stresses the stent is submitted to.

An increased rate of hydrolysis accelerates the degradation in an important way, which is likely to lead to an earlier dismantling and potential late lumen gain. Indeed, ART PBS degrades faster than both design of BVS and in vivo studies show a positive remodeling appearing between three to six months [START_REF] Durand | Head-to-head comparison of a drug-free early programmed dismantling polylactic acid bioresorbable scaffold and a metallic stent in the porcine coronary artery six-month angiography and optical coherence tomographic follow-up study[END_REF] whereas an increase in lumen diameter was shown between 2 and 5 years for BVS 1.0 31 .

To our knowledge, arterial remodeling has not been taken into account previously in computational models describing the stent deployment and degradation. Here we proposed a first model of arterial remodeling taking into account the hoop stresses experienced by the artery, the injury caused by the stent during the deployment, and the inflammation both induced by the injury and the degradation of the stent. We first presented the results of an idealized case, then achieved a literature analysis to determine more accurate values for our model parameters and present the results hence obtained. In the idealized case, focusing first on the stresses induced remodeling, one can observe that the artery thickens to restore a homeostatic value for the experienced stresses, stops its hyperplasia when the aimed value of stresses is reached, then faces a decrease in the stresses induced by the degrading stent, and subsequently thins to reach the homeostatic value. When the three contributions are combined, this evolution with an increase in wall thickness and a secondarily decrease is also observed. This evolution is strikingly similar to what is observed in vivo. For instance, in in vivo studies conducted in pigs stented with ART BRS, Durand et al. [START_REF] Durand | Head-to-head comparison of a drug-free early programmed dismantling polylactic acid bioresorbable scaffold and a metallic stent in the porcine coronary artery six-month angiography and optical coherence tomographic follow-up study[END_REF] have shown that the neointimal hyperplasia reached a peak between 3 and 6 months and then decreased. Our model thus seems to give results qualitatively coherent with what happens in vivo for the first step of arterial remodeling. However, in a second step, one would note that the modeled thickness of the artery reaches values thinner that at the beginning of degradation, which does not happen in vivo. Nevertheless, from that point, others phenomena not taken into account in this study will happen and are likely to become predominant and thus modifying the evolution of the stresses and the wall thickness; such as the embedment of the struts in the arterial wall and the dismantling of the stent. Besides, the values of the different contributions are not accurately determined in this idealized model.

Thereafter, we presented the results obtained for parameters directly deduced from literature experiments. The results for the contribution of hoop stress were at first similar to the idealized case with the stresses exhibiting a decrease below the aimed value and the artery exhibiting the typical increase and subsequent decrease in thickness. However, the stresses do not yet eventually tend to the aimed value. Considering the three contributions of the arterial remodeling leads to continuously decreasing stresses and an increasing thickness which reaches non physiological values (eight times the initial values of the wall thickness). We saw that the inflammation was here the predominant contribution. This may be questionable. Indeed, the effect of inflammation may be indirectly partly taken into account by the contribution of the absence of ECs, since it is due to an injury and thus associated with inflammation. Moreover, the cells could also be expected to adapt to permanent levels of inflammation and may exhibit decreasing rates of proliferation if submitted to constant rate of inflammation. Thus, too high an influence given to the contribution of inflammation may explain the non physiological behavior thus obtained from those simulations combining the three contributions.

Thereby, the model shows here strong dependence upon the values of the different parameters. The experiments from which values were extracted seem not sufficient to accurately determine them. The model would therefore benefit from tailored experiments. However, the evolution of the wall thickness which increases and subsequently decreases is observed firstly in the idealized case and secondly when considering the contribution of the stresses in the literature base case, and is qualitatively similar to experimental data. This suggests that modeling the arterial remodeling with accurate biological parameters may be helpful to forecast the evolution of arterial thickness for a given stent and to design BRS inducing as low as possible a neointimal hyperplasia.

We therefore developed in this study a model of the complex coupling between BRS and artery during both the deployment and the degradation of the stent; on the one hand the artery submits the stent to stresses which accelerates its degradation, and on the other hand the stent submits the artery to varying stresses inducing remodeling. Some limitations and improvements can be pointed out.

Firstly, some parameters of our model are extracted from experiments on pigs, as well as the validation of the computational results made thanks to experimental porcine data. Even if those data need to be validated in humans, it is a good first approximation since pigs have been shown to be a good model to study angioplasty and stenting procedures 117 .

Secondly, the model could be improved by taking into account more accurate geometrical and mechanical features for stent and artery. Regarding the geometry, the design of the stent could be adapted to the last generation of stent showing an open cell design instead of a close cell design; and a three layer model could be considered for the arterial wall, with a separate plaque.

Vieira and co workers experimentally studied the mechanical properties of degrading PLA-PCL fibers, and the accuracy of different hyperelastic material laws to describe their behavior. They showed that although neo-Hookean law was reasonably satisfying in describing mechanical properties, other models such as the Mooney-Rivlin and the second reduced order model showed better accuracy [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF] . Hayman et al. used the Knowles model, a generalization of the neo-Hookean law [START_REF] Hayman | The effect of static and dynamic loading on degradation of PLLA stent fibers[END_REF] . As a result, even if a simple law such as the neo-Hookean one seems a reasonable choice for a first approach, more complex laws could be implemented in further studies to describe more accurately the non linear elastic behavior of polylactic acid. Furthermore, the viscoelasticity of PLA has been shown 122 could also be implemented. Besides, the stent crimping could be taken into account. As far as the artery is concerned, an anisotropic model as the one developed by Holzapfel [START_REF] Holzapfel | A new constitutive framework for arterial wall mechanics and a comperative study of material models[END_REF] could be implemented to study the influence of the orientation of collagen fibers. Moreover, to be more realistic, one could model the artery as prestressed and take into account the stresses induced by the pulsatility of the blood flow.

Thirdly, the balloon is not directly modeled in our study. Nevertheless, Gervaso et al. [START_REF] Gervaso | On the effects of different strategies in modelling balloonexpandable stenting by means of finite element method[END_REF] compared three methods of stent deployment -a prescribed displacement, a constant pressure, and an inflating balloon -and concluded that the differences between the three methods were mainly due to the dogboning effect being shown only with their third method. As a result, methods enabling to represent the dogboning phenomenon should be preferred. Thus, even if there is no physical balloon in our study, our model which calculates at each time step the pressure needed to follow the radius of an inflating balloon and which clearly shows a dogboning effect can be consider as sufficiently realistic.

Fourthly, as far as the parameters of our theoretical model are concerned, as mentioned previously it is very difficult and sometimes even impossible to define their exact values from literature. Now, the degradation dynamics are very sensitive to the composition of the stent polymer. This model would benefit from more detailed experiments on the degradation dynamics of the polymeric stent to complement the behavior assumed in the present study.

Similarly, the model of the arterial remodeling and the weight of the different contributions would benefit from experiments comparing them for the same stent in the same animal model.

Fifthly, to model the chemical degradation, it was assumed that the concentration of the ester groups was constant compared to the concentration of carboxyl end groups, which is rather exact during the first stages of degradation but not at the end of it since the hydrolytic degradation of the polymer leads to an increase in carboxyl end groups and scission of the ester groups. Our model of the stent degradation is then likely to be less valid and less precise by the end of degradation. However, as it can be observed from the experimental evolution of M n , and as it will be seen in the next chapter, an exponential shape is of good agreement with the experimental data to model the evolution of PLA's properties during degradation.

Lastly, a crucial phenomenon which could be implemented in further studies is the dismantling of the stent. Indeed, at some point the stent is going to break. The weaker parts where the stent is likely to dismantle can be deduced from the analysis of the von Mises stresses experienced by the stent and the study of the shear modulus [START_REF] Soares | Modeling of deformation-accelerated breakdown of polylactic acid biodegradable stents[END_REF] . The pieces of the stent remaining embedded in the arterial wall will prevent it from collapsing, but will allow potential positive remodeling. Indeed, the artery is able to adapt its geometrical properties to maintain a homeostatic value for the hoop stress, but also for the shear stress. It is known that arteries modify their lumen diameter in order to maintain wall shear stress constant 102,123 . With a metallic stent, the artery is caged by the device and it is not able to adapt to a modified shear stress. When the dismantling of the BRS occurs, the artery is not caged anymore, and can adapt its lumen diameter in order to restore the experienced shear stress to a homeostatic value; or to decrease the compliance mismatch between the diameters of the stented part and of the unstented part of the artery, since this also induces variations of shear stresses. In vivo studies show evidence of this positive remodeling with BRS and late lumen [START_REF] Durand | Head-to-head comparison of a drug-free early programmed dismantling polylactic acid bioresorbable scaffold and a metallic stent in the porcine coronary artery six-month angiography and optical coherence tomographic follow-up study[END_REF][START_REF] Karanasos | OCT assessment of the long-term vascular healing response 5 years after everolimus-eluting bioresorbable vascular scaffold[END_REF] . Associated with stent dismantling, further studies could take into account the ability of the artery to adapt its geometry to modified shear stress.
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Optical Coherence Tomography Following of the Degradation of Three Different Stents

Introduction

Today, stent deployment is the most common treatment for symptomatic atherosclerosis [START_REF] Garg | Coronary stents: Looking forward[END_REF] . Bioresorbable stents (BRS) are based on the premise that a stent is needed only until arterial wound healing occurs after which it would be desirable for the stent to degrade so that the arterial wall recovers its natural compliance. BRS present several advantages. Firstly, contrary to conventional stents such as drug-eluting stents, the risk of long term thrombosis is expected to be reduced due to the absence in the long term of foreign material in the body. Consequently, the need for long term anti platelet therapy would also be reduced. Secondly, because BRS struts dismantle beyond a threshold level of degradation, the artery will no longer be caged which opens the possibility for positive remodeling of the vessel wall and associated late lumen gain [START_REF] Durand | Head-to-head comparison of a drug-free early programmed dismantling polylactic acid bioresorbable scaffold and a metallic stent in the porcine coronary artery six-month angiography and optical coherence tomographic follow-up study[END_REF][START_REF] Karanasos | OCT assessment of the long-term vascular healing response 5 years after everolimus-eluting bioresorbable vascular scaffold[END_REF] as well as for the progressive disappearance of the compliance mismatch between the stented and unstented segments of the artery. Thirdly, when the stent is fully degraded, the physiological vasomotion of the artery in response to pulsatile blood flow is expected to be restored. Finally, BRS degradation allows future treatment of the same arterial area and eliminates artifacts during thoracic imaging. For all the above reasons, BRS are considered as very promising devices in the field of interventional cardiology [START_REF] Onuma | Bioresorbable scaffold: The advent of a new era in percutaneous coronary and peripheral revascularization?[END_REF] .

Since the first implantation in humans of the Igaki-Tamai BRS in 1998 [START_REF] Tamai | Initial and 6-Month Results of Biodegradable Poly-l -Lactic Acid Coronary Stents in Humans[END_REF] , different designs and materials have been developed and tested in pre-clinical and clinical studies [START_REF] Bourantas | Bioresorbable scaffolds: Current evidence and ongoing clinical trials[END_REF][START_REF] Wiebe | Current status of bioresorbable scaffolds in the treatment of coronary artery disease[END_REF] . Existing BRS exhibit widely different degradation characteristics, most notably in terms of the speed of degradation. For instance, whereas the commercially available version of Biodegradable Vascular Stent (BVS) of Abbott Vascular, the first BRS to be available on the market, shows similar appearance on optical coherence tomography technique between 6 and 24 months [START_REF] Ormiston | First serial assessment at 6 months and 2 years of the second generation of ABSORB everolimus-eluting bioresorbable vascular scaffold a multiimaging modality study[END_REF] , the Pure Bioresorbable Scaffold (PBS) developed by Arterial Remodeling Technologies (ART) degrades in less than two years. These differences are present although both stents are made of polylactic acid (PLA), a bioabsorbable polymer widely used in the medical field. Indeed, the CHAPTER 3 degradation speed of PLA can be tuned by adjusting various chemical properties of the polymer, such as the rate of crystalinity or the ratio of the enantiomers [START_REF] Durand | Adjusting a polymer formulation for an optimal bioresorbable stent: A 6-month follow-up study[END_REF] . Although the dismantling and the disappearance of the stent is desirable to allow for positive remodeling and facilitate vasomotion, exceedingly rapid degradation can also provoke the failure of the device's ability to provide a stable scaffold for the artery during its healing period. A prominent example of such a failure is the first design of the metallic (magnesium) biodegradable stent developed by Biotroniks which shows complete absorption at two months; the device failed to provide sufficient mechanical support to the arterial wall and thus led to very high rates of restenosis [START_REF] Erbel | Temporary scaffolding of coronary arteries with bioabsorbable magnesium stents: a prospective, non-randomised multicentre trial[END_REF] . BRS are hence complex devices that need to provide sufficient support for the artery even as they mechanically weaken with degradation.

As a result, contrary to the behavior of non degrading stents which can be fully determined only by achieving initial tests, it is crucial to understand and characterize the transient behavior of BRS since this behavior has a profound influence on BRS safety and efficacy.

With this aim, one needs methods to follow the stent degradation and modifications of its properties. In vitro, BRS degradation can be followed either by measuring chemical properties [START_REF] Garlotta | A Literature Review of Poly ( Lactic Acid )[END_REF]124,125 such as the number average molecular weight or the rate of crystalinity or by testing mechanical properties such as the fracture strength or the elongation at rupture 125- 127 . In vivo, stent degradation in animal studies can be followed using histology [START_REF] Onuma | Intracoronary optical coherence tomography and histology at 1 month and 2, 3, and 4 years after implantation of everolimus-eluting bioresorbable vascular scaffolds in a porcine coronary artery model an attempt to decipher the human optical coherence tomog[END_REF] . For clinical studies and evaluation of the behavior of BRS in patients with various diseases and comorbidities, the only available methods are quantitative coronary angiography (QCA) and intra vascular imaging techniques such as intra vascular ultrasound (IVUS) and optical coherence tomography (OCT) 128 . QCA is one of the most commonly used techniques to assess the efficacy of a stent procedure, but it is primarily useful for providing geometrical parameters such as late lumen loss or gain and functional parameters such as vasomotion.

IVUS is commonly used in the study of atherosclerosis and deployed stents. It has a penetration depth of 10 mm, a lateral resolution of 100-200 µm and an axial resolution of 200-300 µm. OCT uses infrared light and rebuilds images thanks to the analysis of the interferences induced by back scattered light. Its penetration depth of 1 to 2.5 mm is less powerful than that of IVUS; however, it is more precise, allowing for a lateral resolution of 15-20 µm and an axial resolution of 20-40 µm 129 . OCT has the ability to confirm the presence or the absence of atherosclerosis and to accurately measure the luminal stenosis of the vessel, with results that are very likely to be more precise than those measured with QCA 129 . It is also a very useful technique for studying stents 130 . As such, it has been shown to be a good method for detecting uncovered stent struts [131][132][133] , quantifying the amount of neointimal formation post stenting 134,135 , and detecting neo-atherosclerosis 136 . Despite its limited penetration depth compared to IVUS, OCT's accuracy renders it a very versatile technique for assessing stent behavior.

Of particular relevance to the present study, OCT also allows following BRS degradation as strut appearance on OCT images changes considerably with time. A semi-quantitative method to track BRS degradation based on OCT images has previously been developed 137 . This method subdivides BRS struts into four stages of degradation: preserved box, open box, dissolved black box, and dissolved bright box, see an example in Figure 3.1. Thus, the percentage of struts in each of the four categories can be counted at each time point, which around 90 images for each of the three Abbott stents. An example of the obtained images is shown in Figure 3.3. Several acquisitions are achieved for each tube and then the best one is chosen for each stent.

Image analysis: creation of a mask

The goal of this section is to develop a validated method to automate the detection of BRS struts from OCT images and to use this detection to track the evolution of strut intensity as the stent degrades. The method creates a mask that only retains the struts on the images.

The program is used to analyze sequences of images in which the average gray scale intensity (GSI) of the struts is calculated for each image. To develop this method, we collaborated with researchers from the laboratory of applied mathematics of Ecole Polytechnique (CMAP), and more especially, with Pauline Tan. She developed the code on Matlab and we tailored the method together. The following describes its principal elements.

We first need to mention a particularity of the TIFF format used here by St. Jude Medical. This format is constituted of matrices of grayscale values associated with a color code for the display of the image. This means that the image appears colored -with the gold display seen in previous figures -but those colors do not correspond to something real, it only improves the visual rendering. Moreover, if one measures the intensity of a given pixel with ImageJ for instance, one would obtain gray scale intensity value. Similarly, if the image is open as a matrix of pixels and displayed thanks to Matlab it would appear "black and white" since Matlab would consider only the matrix of GSI and not the color code for display. That is why the figures of this section appear black and white, with no information lost compared to the golden images.

On the images are visible the plastic tube and the stent's struts. Both have similar intensities, bright compared to the dark background. Thus, to detect the struts, simple use of thresholding methods is not sufficient since it would not discriminate the struts from the tube. As a result, the method is held in two steps: it first aims to remove the tube and secondly to increase the contrast between the struts and the background. The whole method is summarized at the end of the subsection on Figure 3.5.

Removal of the tube

A. Detection of the outer edge

The outer edge is roughly circular but not entirely since the shadow of the catheter interrupts it. An appropriate method in this case is the geodesic active contour model 138 also called snakes. This method aims to detect the contour of an object knowing an initial guess for the sought shape. A positive potential W i is associated with the image so that it is as small as possible along the sought contour. One then introduces an energy E, which depends on the potential W i . The energy is defined for a given parameterized curve γ(t), so that is small if γ(t) lies in areas of small W i . Thus, the aim is to compute the minimizer of E. E is first calculated along the parameterized curve γ 0 associated with the initial guess. The parameterized curve γ(t) is step by step spatially modified with the goal of minimizing the calculated energy. Therefore, the curve is expected to eventually tend to the sought contour.

More explicitly, the energy E is defined as:

= ( ). ( ) . (3.1)
E is minimized iteratively by the so called gradient descent method. is initialized as , E is calculated and at next iteration, the value of is updated by following the gradient direction, which is known to be the best way to decrease E and so to tend to its minimization. Thereby, the minimization process follows the above algorithm for a given number of iterations: 1. Initialize ← 2. Compute the gradient of E at , denote by

( ) 3. Gradient descent: set ← - ( ) 4. Go to 2.
The potential W i has to be chosen so that it is as small as possible along the outer contour. As this contour is the border between a dark background and the bright tube, a potential based on the gradient of the intensity is an appropriate choice. It thus has to be chosen as minimal when the gradient is maximal. With this aim, W i is defined in function of the Gaussian kernel G of standard variation σ:

[ , ] = - * ( , ) + (3.2) 
Where and are two constants chosen so that W i varies between 0.5 and 1; and , the projection of onto [ , ] avoiding too big a gradient.

To reduce calculation time two detections were achieved: the first one is a coarse detection of the outer contour on a downsampled version of the image; the second one is realized on the real size image using the first detection as initial guess.

Eventually, a final roundish contour γ is obtained, which corresponds to the outer contour of the tube and extends it where it is interrupted by the shadow of the catheter.

B. Contrast correction

We noticed that the intensity depends on the distance to the catheter. To take this into account, a correction was applied to the image to facilitate further steps. Note that the correction applied here differs from the one determined experimentally in the next steps. The corrected intensity is given by:

= [ , ] 1.8 (1 -0.05 * ( )/ ) ( ) (3.3)
for each pixel P of the image, where its distance to the catheter, the non corrected intensity and R the stent radius estimated thanks to the outer contour detection.

C. Detection of the inner edge

To detect the inner edge of the tube, snakes method cannot be used since the struts and the tube have too similar an intensity, thus the potential based on intensity gradient will fail to detect the inner edge. Another approach was then used. First, points of the edge where there is no strut are detected and the tube's thickness is measured at those locations. Thereafter, based on the observed regularity of tube's thickness, the missing points are determined by interpolation and the total inner contour is eventually recovered.

C1. Initial detection

The centre C of the final contour γ is first determined as the barycentre of all points. For each point M of the outer contour, a stroke linking M and C is considered. We look for the point corresponding to M on the inner contour, denoted by M', which is the intersection between the inner contour and MC. The distance MM' gives the tube thickness at M. Then, the intensity is measured along the stroke MC. Since the tube's intensity is bright, the measured intensity is first high when the stroke is going through the tube. Thereafter, the intensity will eventually drop and be low when the stroke is going through the dark background. The point M'' where the maximal gradient is reached is stored. This is always true except for the points of the outer contour corresponding to the shadow of the catheter. To detect those points and eliminate them, the intensity I(M) is compared to a threshold value I shadow . If I(M)< I shadow , the point is rejected.

Three situations can be encountered regarding the evolution of I along MC and summarized in Figure 3.4: 1. The situation where there is no strut: the measured intensity exhibit a rectangular shape of the width of the tube, and M'' corresponds to M'. 2. The situation where there is a strut appearing as a white box: the measured intensity remains high and the point M' belongs to the segment MM'' with |MM'|~|M'M''|. 3. The situation where there is a strut appearing as a darker box outlined with white contours: the measured intensity will exhibit a drop when the stroke emerges the tube, and a second one when the stroke emerges the struts. As the strut even if dark is still usually brighter than the background, the second drop will be the maximal one and thus, the one corresponding to M''. Similarly to case 2, M' belongs to MM'' with |MM'|~|M'M''|.

As the tube thickness is rather constant, one can determine an estimation of the tube thickness d rough and compare it to |MM''| to differentiate the points M'' corresponding to the inner contour with the points M'' corresponding to the edge of a strut. The points corresponding to the inner contour M' are thereby stored.

Struts detection by coloring

As seen previously, struts are of two main different kinds: some are bright and homogeneously white, and others are void and dark inside with bright contours. Thus, a simple thresholding would not be sufficient to achieve the detection of the whole struts. Consequently, we chose here to fill the struts and strengthen the contrast between them and the background.

A. Crown of interest

The struts are situated in a crown between two roundish shapes: the inner contour of the tube and a circular shape with the same centre and a radius reduced by e strut , the estimated thickness of the struts. To facilitate the detection, all the points located outside the inner contour and inside an inner circle obtained contracting the inner contour by e strut are colored in black.

B. Filling the dark struts

For each point M' of the inner contour, the intensity along M'C is calculated. If M' is situated outside a strut, this intensity is low and inferior to I back2 . On the contrary if M' is situated inside a strut, this intensity will be superior to I back2 and for these points the intensity of associated M'' (the last point on M'C whose intensity is superior to I back2 ) is stored.

For all the points situated inside struts, a stroke linking M' and M'' is drawn and for each point of this segment the measured intensity is replaced by an average value between a constant I color , the intensity of the point, and the stored intensity of M''. This empirically chosen method aims to brighten the intensity inside the struts and so distinguish the dark pixels inside the struts from the dark background.

C. Between the struts

It sometimes happens that the inner contour is slightly inside the tube and thus a bright line can remain in the crown. To tackle this issue, a black stroke linking M' and C is drawn for each point M' known from previous step to be outside the struts.

Furthermore, if the point M' is next to a strut, several black strokes in different directions are drawn. Using different directions allows to better following the shape of the strut. To avoid coloring the struts, the directions are selected in order not to cross a strut, using the derivative of the intensity along the stroke, which should not be higher than T derivative .

D. Increasing the average contrast

Now that the black struts are filled and that the contrast between struts and background is increased, the Rudin-Osher-Fatemi (ROF) method is applied to smooth the image; this method of regularization is chosen because it well preserves the edges 139 . Eventually the intensity is thresholded thanks to a threshold I ROF .

E. Final mask and intensity

From the resulting image, a mask can be obtained which retains only the struts and is black outside them. This mask is applied on the original image, and thus the average intensity of the struts is calculated and stored.

Choice of the parameters

The program is tested on a set of images of various types and quality to verify its robustness and efficacy. The parameters are tuned with this aim, considering the following principles:

1. The detection of the outer contour needs to be very robust since the whole method lies on this step. Thereby, the goal is to have a satisfactory detection most of the time, even if it is not very precise. 2. Similarly, the main objective for the detection of the inner contour is the robustness, since any imprecision will be corrected by the coloring. 3. On the contrary, the struts' detection needs to be as accurate as possible; and this step is very sensitive to the parameters' choice. In particular, the detection of two close struts is challenging for our method. Indeed, we observed that either close struts are not separated, or close struts are well separated but some big struts are then divided in several parts. The first case implies that part of the background will be detected as belonging to a strut, which would have a non negligible impact on the average measured intensity. Under detecting some struts would have less impact on the results. Therefore the parameters were tuned to rather under detect some struts but separate as well as possible two close struts. The final set of parameters is given in Table 3.1. 

Analysis of image sequences and exclusion criteria

The method described above is used to perform an automated analysis of sequences of OCT images. Some images are excluded during the analysis if they meet the following specific exclusion criteria: 1) the detected external edge of the tube is too close to the edge of the image -because this leads to major errors during the mask creation and is also associated with a catheter that is too close to the struts and that thus gives aberrant detections; 2) images are excluded when the snake is too contracted and so no longer corresponds to the external edge of the tube. This rare error appears for very noisy images.

In addition to the criteria above which lead to systematic exclusion of images from the analysis, other images where potential errors are suspected are stored but set aside for subsequent evaluation and decision on whether or not they should be excluded. First, images are set aside if the distance between the catheter and the internal wall of the tube is smaller than 254 pixels, because this often hampers the detection. Second, images are set aside if the detected struts are "ghost struts", because this often occurs when the noise level in the image is very high leading to some void struts being detected by error. "Ghost struts" are defined by calculating the derivative of the GSI on a line connecting the catheter to the struts; the derivative is expected to exhibit a peak at some point -corresponding to the internal edge of the strut -and the GSI is expected to be above a threshold value at this point. If not, the image is set aside.

Ultimately, a final check on all image sequences is performed. Images on which discontinued struts (during the degradation process) overlap do not correspond to the model we have chosen and are thus difficult to analyze: some need to be excluded at this step; as well as images that are too noisy and images where the metallic guide is too close to the struts which hampers the detection. On average, 88.8 % of the automated detections realized on ~13,760 total images proved to be of very good quality.

Validation of the automated strut detection by comparison with manual analysis on selected slides

To validate the method of automated detection of stent struts, this method is compared to manual contouring of the struts in selected images. At five time points -15 days, two, four, six and eleven months -for the three stents of one randomly chosen tube, three images are selected (the tenth image, the middle image of the image sequence, and the image situated ten slides before the end of the sequence). These slides are thus arbitrarily chosen to avoid any selection bias. In the rare case where a major artifact is observed for a particular image, the image immediately before or after it is chosen instead. Using the image analysis software ImageJ, struts are manually contoured and their GSI measured. The results are compared qualitatively by verifying that each strut is well spotted by the program and quantitatively by comparing the GSI measured using the manual and automated methods.

Accounting for the distance between struts and catheter

Upon imaging an axial section of the tube alone between two stents, we observed that the GSI varies with the distance between the catheter and the tube wall despite the fact that the tubing is homogeneous and its GSI is expected to be constant. An example of this dependence of the tube wall GSI on the distance from the catheter can be clearly seen in Figure 3.6a: the smaller the distance, the brighter the material. This effect is attributable to the amount of water the infrared light has to cross before reaching the object of interest, which leads to attenuation of the signal. Nevertheless, this phenomenon has to be taken into account for an accurate quantitative analysis of the GSI of a degrading stent. In order to

Quantitative evolution of the GSI with degradation

The previous section provided a qualitative description of degradation characteristics and dynamics for the different stents used in the present study. In this section, we provide a more quantitative description of these processes. Figure 3.14Figure 3.14 illustrates the evolution of the GSI with time, both with and without the correction for strut-catheter distance described previously. Consistent with the qualitative observations described above, the quantitative analysis demonstrates that ART1 and ART2 exhibit largely similar behavior while the Abbott BVS behaves very differently. More specifically, for both types of ART stents, the degradation can be divided into the following three phases: 1) A first phase which lasts 1-1.5 months and where the GSI initially decreases (by ~6 GSI units for both ART1 and ART2). 2) A second phase where the GSI first increases quickly during two months (by ~30 GSI units for ART1 and ~20 for ART2) and then appears to decrease slightly for ART1 and to remain constant for ART2 before increasing again. 3) A third phase defined from one year of degradation until the loss of integrity of the stent during which the GSI increases very slowly and seems to tend to a plateau value.

In the case of the Abbott BVS, an initial drop phase can also be identified (a difference of ~12 GSI units between the maximal and the minimal GSI values during the first year). The GSI then starts to increase after 22 months of in vitro experiments, which corresponds to a whitening of the struts as can be visually observed in Figure 3.12. Thus, the Abbott stent appears to undergo the same first two phases of degradation as the ART stents showed but with a significantly longer time scale. These findings are consistent with the fact that Abbott stents are known to have a longer degradation period than ART stents.

Studying the kinetics of PLA degradation, it has been theoretically shown that chemical properties such as number-average molecular weight M n follow an exponential decay with degradation [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF][START_REF] Farrar | Hydrolytic degradation of polyglyconate B: The relationship between degradation time, strength and molecular weight[END_REF] . The evolution of M n with degradation thus appears to follow the equation:

= × (3.6) 
where is the initial number-average molecular weight and is a hydrolysis rate constant that depends on temperature, load, and pH. This equation has been validated by experimental measurements of M n during degradation. Plotting ln(M n /M n0 ) versus time allows the determination of the rate constant for a given biodegradable polymer [START_REF] Onuma | Bioresorbable scaffold: The advent of a new era in percutaneous coronary and peripheral revascularization?[END_REF][START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF]126 . Since other properties such as the fracture strength of the polymer have been shown to evolve in a similar way to degradation [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF] , we assume that the second step of degradation, i.e. the increase in GSI which occurs rapidly at first and subsequently more slowly to attain a plateau, can also be described using the same type of exponential behavior. We thus write:
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where is the theoretical GSI, is the minimum value of reached at time which corresponds to the time at which the second phase begins, and is the GSI value corresponding to the plateau. developed. For each analyzed image, this method provided as output a white mask applied on the initial image, leaving only the struts whose average intensity could then be readily quantified.

Before using the automated strut identification and analysis method on the stent imaging data, we validated it against manual contouring of stent struts on a limited number of images. The validation produced very good results in terms of identifying the struts as well as accurately detecting their contours. During the process of image analysis, we discovered that the distance between an object of interest and the OCT catheter, which translates to the amount of water the light has to traverse, has a non-negligible influence on the resulting intensity. Accurate quantitative measurement of stent strut GSI required devising a correction for this artifact. To this end, we determined the dependence of the GSI on the distance between the object of interest and the OCT catheter which allowed us to obtain the needed correction. This correction was subsequently applied to the masks obtained with the automated method, and both the GSI and the corrected GSI were determined for each image. This allowed us to quantitatively follow and compare the degradation dynamics of the three different stents studied.

Qualitatively speaking, ART stent struts exhibited significant evolution in appearance on the OCT images during the first year of degradation. The struts could be classified into three stages of degradation: initially as dark boxes during the first two months of degradation, then as sandwich boxes that can be clearly seen at three months of degradation and remain slightly apparent at six months of degradation, and finally as bright white boxes. Abbott BVS showed no visual modification of struts appearance until the two-year time point at which a clear brightening of the struts occurred. Ormiston et al. 137 proposed that the in vivo degradation of BRS struts can be described qualitatively in terms of four stages: a black box, an open box, a dissolved black box, and a dissolved white box. Comparing this qualitative classification with what we observed, it is clear that Ormiston et al.'s black box corresponds to our in vitro dark box, and the open box very likely corresponds to our sandwich box. Thus, the first two stages of degradation appear to be similar for in vitro and in vivo degradation of BRS. Moreover, this type of classification has been used to track the in vivo degradation of ART stents in a porcine model [unpublished data], and it has been shown that after one month, 80 % of the struts were categorized as black boxes, whereas the open box configuration reaches a peak at three months accounting for around 70 % of the struts and then decreases to ~50 % of the struts at six months; this is thus very similar to what we observed in vitro. On the other hand, the final two stages, i.e. the dissolved black box and the dissolved white box, do not seem to be observed during the course of in vitro degradation of the stent, which is better described via a single third stage, a white box. This difference may be attributable to the fact that in vivo degradation of the struts is additionally associated with an infiltration of the degrading material by cells and connective tissue. In studies comparing histological features and OCT appearance [START_REF] Onuma | Intracoronary optical coherence tomography and histology at 1 month and 2, 3, and 4 years after implantation of everolimus-eluting bioresorbable vascular scaffolds in a porcine coronary artery model an attempt to decipher the human optical coherence tomog[END_REF] , the last two stages of the classification seem to correspond to stages of integration of the struts in the arterial wall rather than to modifications due to degradation. For instance, Onuma et al. [START_REF] Onuma | Intracoronary optical coherence tomography and histology at 1 month and 2, 3, and 4 years after implantation of everolimus-eluting bioresorbable vascular scaffolds in a porcine coronary artery model an attempt to decipher the human optical coherence tomog[END_REF] studied the in vitro degradation of the first BVS design 1.0 in a porcine model and reported that at three years of degradation, the third stage (i.e. the dissolved black box) appears to be associated with the formation of dense connective tissue at the location of the struts. Moreover, they demonstrated that although the struts were mainly classified as preserved boxes at two years, histology studies revealed the presence of proteoglycan with neither collagen nor cells at the location of the struts. Chemical studies measured a decrease of 98 % in the numberaverage molecular weight M n at this time point. Thus, the OCT classification of the struts in four stages appears to be insufficient to fully describe and quantify the amount of degradation of the struts. This underscores the need for a quantitative study of the evolution of the stent strut GSI in order to better describe the evolution of the properties of a degrading BRS.

Regarding ART stent GSI, the degradation can be subdivided into three phases: an initial drop in GSI during approximately the first month, a phase of GSI increase that is initially rapid but then slows down until the third plateau phase is attained. Abbott stents appear to exhibit the same first two trends, i.e. an initial decrease in GSI followed by a sharp increase in intensity; however, this occurs at much longer time scales than the ART stents. For instance, the second phase does not begin until ~22 months post deployment. This is consistent with the fact that ART stents are designed to degrade more rapidly than the Abbott BVS.

We note that during the second phase of degradation of the ART1 stents, the GSI actually decreases slightly after a fast increase before it increases again. For the ART2 stents, this feature is less pronounced, but a period of GSI stagnation can be identified before the GSI begins to increase again. Several hypotheses can be advanced regarding this phenomenon: either it represents an additional phase of the degradation process that needs to be taken into account or it is an artifact of experimental measurements, as it is not seen in the case of the ART2 stents. Because this variation in GSI is of the same order of magnitude as the standard deviation of the measurements, we decided not to consider it as a separate degradation phase; however, this issues merits additional study.

For biodegradable polymers, various chemical properties including the number-average molecular weight commonly decrease exponentially with degradation. Other properties, most notably mechanical strength, have also been shown to follow the same trend. In light of those observations and given the second phase of the evolution of the GSI which increases to reach a plateau value, we fitted our experimental data to a theoretical evolution of the intensity given by equation (3.7). The coefficients of determination of the fits were always above 0.9, suggesting that the shape of the assumed profile was realistic. Moreover, the rate constant of the degradation derived from these fits (0.0165 and 0.0159 for ART1; 0.0112 and 0.0095 for ART2 -for the GSI and the corrected GSI respectively) are of the same order of magnitude as those that have been reported from experimental measurements of the evolution of ART stent number-average molecular weight (0.01 to 0.017; unpublished data). As a result, the evolution of the GSI with time appears to represent a useful surrogate for stent degradation process, allowing one to determine the rate of degradation of a given stent, in a non destructive manner contrary to chemical and mechanical tests. This finding also raises the intriguing possibility of using stent strut GSI based on OCT measurements to determine stent degradation dynamics in vivo. OCT could then be used to compare different designs of stents in clinical studies or determine the influence of parameters such as patients' comorbidities on the degradation of a BRS. Further studies are needed to validate the current technique's ability to quantitatively track stent degradation in vivo, and especially to understand how the infiltration of proteins and cells affects the GSI values.

The present study has a number of limitations. We observed that the acquired OCT images were not always of uniformly high quality. This is thought to be due to various reasons. Firstly, it is very difficult to maintain the catheter centered along the length of the tube and to prevent it from touching the edges at some points. Not surprisingly, the difficulty in centering the catheter increases with an increase in stent length; thus, the acquisition was more difficult for the Abbott stents than for the ART stents. Secondly, some images were quite noisy, which obviously induces errors in strut detection. Finally, some images, despite their good quality, proved to be difficult to analyze using the automated method developed here. Examples include when the metallic guide is too close to the struts or if it casts a large shadow which complicates detection of the tube wall. We also encountered situations where two struts were very close together, and that led to some complications. Overlapping struts as well as struts detached from the tube wall can also lead to aberrant detections. Nevertheless, the effect of these various issues remains limited, and the majority of the images acquired could be analyzed using the automated method.

Another issue tackled in the present effort is to obtain a correction for the variation of the GSI with the distance to the catheter. A limitation here is that the coefficient of determination for the linear fit was only ~0.7. In fact, although the intensity of the tube wall was observed to generally decrease with increasing distance to the catheter, there were instances where two regions of interest of the tube wall had different GSI levels even though they were at an equal distance from the catheter. The source of this behavior is not known, but it may be due to defects in the catheter or to inhomogeneities in the tube wall.

Finally, the automated method described here has been developed to analyze in vitro images where the tube could be used as a positioning landmark. In vivo images exhibit different features and thus other appropriate landmarks would need to be established in order to perform the automated detection of stent struts. It is also expected that in the in vivo case, in addition to the distance-to-catheter correction, one would need to also correct for the attenuation of the signal due to any neointimal hyperplasia that develops over the stent struts.

Xxxx Arterial Lumen Adaptation to Stenting-Induced Modification of the Mechanical Environment: Comparison between BRS and BMS 4.1 Introduction

Stent deployment is the most common treatment for advanced atherosclerosis [START_REF] Garg | Coronary stents: Looking forward[END_REF] . As seen previously, BRS are a potentially revolutionary concept in the field of interventional cardiology as they hold the tantalizing promise of providing a scaffold to the artery for only the time needed and then disappearing to leave behind a healed and compliant arterial wall [START_REF] Onuma | Bioresorbable scaffold: The advent of a new era in percutaneous coronary and peripheral revascularization?[END_REF] . Arterial Remodeling Technologies (ART) has developed a BRS made of poly-D,L-lactic acid (PDLLA), the ART Pure Bioresorbable Scaffold (ART PBS). In a six-month follow up study, Durand et al. [START_REF] Durand | Head-to-head comparison of a drug-free early programmed dismantling polylactic acid bioresorbable scaffold and a metallic stent in the porcine coronary artery six-month angiography and optical coherence tomographic follow-up study[END_REF] showed that ART PBS is able to provide as effective a scaffold for a swine coronary artery during the first three months post stenting as a control BMS (the Multilink Vision of Abbott). No difference was noted in the occurrence of adverse events between the two types of stents. However, at a later time, the BRS dismantles, thus "freeing" the vessel and allowing a positive gain in lumen diameter (termed "positive remodeling"), whereas this does not happen in the case of the BMS where the artery remains permanently caged. Despite these very promising initial results, the effect of a BRS on the arterial wall in terms of mechanical stresses and the evolution of these stresses during the degradation period remain largely unknown. It is well established that arteries adapt structurally and geometrically to maintain mechanical homeostasis. During various physiological and pathological scenarios, arteries experience variations in their mechanical environment, and these variations may involve axial stresses, shear stresses, hoop stresses, or a combination of these stress components 102 . Axial stress levels in arteries change dramatically during growth, leading to an increase in vessel length. As for the effects of shear stress, Langille et al. 123 conducted pioneering in vivo experiments in which they reduced blood flow in the common carotid CHAPTER 4 arteries of rabbits by ligating the external carotid artery. They observed that this reduction of blood flow, and hence of arterial wall shear stress, was associated with a marked decrease in lumen diameter, which has the effect of increasing wall shear stress. In these studies, the diameter of the control contralateral carotid arteries did not change. Indeed, the results of these and other studies suggest that arteries adapt their lumen diameter to maintain a constant wall shear stress 102 . In addition to axial and shear stresses, hoop stresses also drive arterial wall remodeling. For instance, induced hypertension, which leads to an abnormally high hoop stress, drives the arterial wall to thicken with the aim of decreasing the hoop stress towards a more physiological stress value 103,140 . The results of the various studies cited above demonstrate that changes in the mechanical stress environment experienced by the artery lead to a modification of the vessel architecture in order to maintain and restore mechanical homeostasis.

Stent deployment represents a massive and long-term modification of the mechanical stress field experienced by the artery. In this context, one may wonder if the stented vessel remains capable of modifying its geometry and architecture to adapt to this very different mechanical environment, if it is able to reach a homeostatic equilibrium even if stented, and if the artery reacts differently to a BMS than to a BRS.

Optical coherence tomography (OCT) technique is an endovascular imaging technique that allows one to follow the evolution of the arterial lumen diameter during the months following a stenting procedure. In the present work, in vivo OCT measurements were performed on miniswine to determine arterial luminal diameter at various points following deployment of either a BMS or a BRS. The OCT measurements were subsequently used to compare the time evolution of shear stress experienced by the arterial wall for BMS and BRS. The initial shear stress estimates were based on the idealized assumption of fully developed steady flow (Poiseuille flow) within the artery. To account for the effects of flow pulsatility, computational fluid dynamic studies were conducted using a finite element code. The results demonstrate significant differences in wall shear stress evolution between BRS and BMS.

Materials and methods

To understand the impact of a stent on the arterial mechanical environment, we have relied on animal data provided through a collaboration with Arterial Remodeling Technologies (ART ® ), a BRS startup company based in Paris, France. The ART study focused on tracking the impact of BMS and BRS implanted in miniswine over a period of one year. Among other techniques used in this study, OCT imaging was performed regularly. The imaging data provided information on the evolution of lumen diameter for both BMS and BRS, and this was used in our analysis to estimate the evolution of wall shear stress.

Modeling

Analytical formulation

Considering fully developed, laminar, and steady flow in a cylindrical artery, the velocity distribution in the artery can be analytically determined and takes on the well known parabolic (Poiseuille) profile given by:

= 4μ ( -) (4.1) 
With:

= (4.2)
Where is the fluid velocity in the axial direction z, μ the dynamic viscosity, the radius of the lumen, the pressure and a constant. From this profile one can deduce the expression of the cycle average volumetric flow rate :

= × = , 2 4 
( -) = 8μ (4.3) 
One can also deduce the shear stress at the arterial wall :

= -μ = 2 (4.4) 
Combining this equation with the expression of allows to define as:

= 32μ ×Ø (4.5)
where Ø is the diameter of the arterial lumen. If we assume that the average flow rate is constant along the studied portion of the artery and is identical for all the animals, then the wall shear stress is determined solely by the vessel diameter which is measured by OCT. Thus, plotting the evolution of the OCT-measured 1 Ø over time for both the BMS and BRS cases provides the corresponding evolution of wall shear stress.

Numerical model

The analysis above suggests that the wall shear stress is directly proportional to the quantity 1 Ø

; however, the analysis was based on the assumption of steady flow. Blood flow in coronary arteries is obviously pulsatile. To determine if the same relationship between vessel diameter and wall shear stress holds for the case of pulsatile flow, we performed computational fluid dynamic simulations using the commercial finite element multiphysics code COMSOL 4.3b.

In the simulations, blood is modeled as a Newtonian fluid. This assumption is valid whenever the shear rate is larger than 100 141 , which is expected to generally be the case for coronary arteries 142 . The density of blood is set to 1060 . and the kinematic viscosity to 3.5 10 Pa-s. The artery is assumed to be a rigid wall cylinder with a diameter of 2 mm, representative of a coronary artery, and a length of 10 cm. This length needed to be sufficiently large to ensure that the flow becomes fully developed. For steady flow, the flow entrance (or developing) length can be approximated by ~0.05× ×∅ 143 , where Re is the flow Reynolds number. For a typical average velocity in a 2 mm-diameter coronary artery of 30 cm/s, R e ~180, and L e ~1.8 cm; therefore, the assumed vessel length of 10 cm is sufficient to lead to fully developed flow.

For the steady flow simulations, the boundary conditions were as follows: zero pressure at the outlet, no slip (zero velocity) at the vessel walls, and at the inlet, a velocity defined as followed:

= (4.6)
Where is the volumetric flow rate calculated for a standard coronary artery, that is to say an average velocity of 30 m/s and an average radius of 1 mm. This allows us to study the relationship between and R, for a constant volumetric flow rate as defined in equation (4.5).

For the pulsatile flow simulations, the pulsatility was assumed to be purely sinusoidal with no flow reversal so that the inlet boundary condition took the form:

( ) = (1 + cos ) (4.7)
where denotes the angular frequency of flow pulsation, which is taken to have a value of 2π (corresponding to a cardiac frequency of 1 Hz), which corresponds to a Womersley number of 1.4. All other boundary conditions were identical to the steady flow case. The wall shear stress was evaluated as follows:

= -μ (4.8)
For steady flow, the wall shear stress is constant. For the pulsatile flow simulations, we computed the maximum value of wall shear stress during the cardiac cycle. In all cases, wall shear stress was evaluated at an axial position 5 mm from the downstream end in order to ensure that fully developed flow is reached.

Statistical analysis

The statistical analysis was performed using a Student t-test. Results are statistically significant for p<0.05 and hereafter marked with an asterisk.

Discussion

During physiological and pathological processes, arteries are subjected to significant variations in their mechanical environment. In order to adapt to these changes and maintain homeostatic values of the applied stresses, most notably the wall shear stress and the mural hoop stress, vessels are able to modify their lumen diameter and their wall thickness 102,103,123 . When a stent is inserted into an artery, it not only changes the biomechanical stresses within the vessel but also cages the artery and thus hinders the arterial remodeling process. We wanted to compare the impact of BRS and BMS on the perturbations of the shear stress and on the biological remodeling in vivo. To this end, we used the results of collaborators who conducted in vivo OCT measurements on stents implanted in miniswine. We studied both the stented and unstented portions of the artery in order to isolate the impact of the device from the effects of the normal evolution of a vessel. From the values of lumen diameter determined by OCT, we deduced the wall shear stress by simply assuming the validity of a Poiseuille model. Using computational fluid dynamic simulations, we showed that the conclusions drawn based on Poiseuille flow remain valid even in the case of pulsatile flow because the dependence of wall shear stress on wall shear stress is similar in both cases.

The OCT measurements revealed that for both BMS and BRS, the arterial lumen diameter is smaller in the stented portion than in the unstented portion of the vessel during the first months, presumably due to the neointimal hyperplasia induced by stent implantation. Subsequently, the lumen diameter of the unstented portion increases in all vessels due to animal growth. In the stented portion, the arterial lumen diameter increases in the case of BRS but remains constant in the case of BMS. Thus, the degradation of the BRS and the dismantling of its structural elements allow arterial remodeling and changes in lumen diameter, whereas the BMS cages the artery and prevents this remodeling. These results confirm previous findings by Durand et al. [START_REF] Durand | Head-to-head comparison of a drug-free early programmed dismantling polylactic acid bioresorbable scaffold and a metallic stent in the porcine coronary artery six-month angiography and optical coherence tomographic follow-up study[END_REF] .

Assuming a constant flow rate through the artery, the increase in arterial lumen diameter observed as a BRS degrades would be expected to be associated with a decrease in wall shear stress. We observed that the deduced wall shear stress decreased progressively until reaching a near-constant value ~9 months after BRS deployment. This value is thought to represent the homeostatic shear stress reached following the biological remodeling of the arterial wall, since it corresponds to the shear stress experienced by the unstented part of the vessel. Thus, although the wall shear stress was non-physiological shortly following BRS deployment, and was significantly higher than that for BMS, the artery was able to undergo the necessary remodeling in order to restore a physiological constant value, and this adaptation to the modified mechanical environment was allowed because of the dismantling of the stent. On the contrary, a BMS cages the vessel and prevents it from adapting to the new mechanical environment induced by the deployment of the stent. It should also be noted that a BRS allows the stented arterial lumen to have the same diameter as the unstented portion of the artery thereby eliminating the compliance mismatch between the stented and unstented portions of the vessel. This is thought to lead to a more physiologically favorable situation than the case of BMS where the gap between the stented and unstented portions is further exacerbated by the growth of the animal.

The notion that the arterial lumen adapts to maintain a homeostatic wall shear stress value is not new. Thoma was the first to report that a modification of arterial volume flow rate was associated with a predictable modification of the lumen diameter and that arterial lumens tended to be larger in regions of higher flow 145 . In 1926, Murray considered the size of the vessel as an optimization problem between two phenomena: the workload on the heart which would require the vessels to be as large as possible, and the metabolic burden to produce large amounts of blood which would require vessels to be as small as possible 146 .

Theoretically solving this optimization problem led to a solution in which the cube of the lumen diameter is proportional to the volume flow rate. In 1977, Zamir et al. 147 noted that "Murray's law" could be interpreted as a constancy of wall shear stress. This adaptation to shear stress has subsequently been experimentally observed by Langille et al. 123 whose pioneering work tried to explain how an artery is able to adapt to changes in shear stress and showed that this adaptation required the presence of an intact endothelium. They also observed that the response of the artery to a decrease in wall shear stress occurs in two distinct phases: an initial short term phase where the lumen diameter decreases and the response can be reversed by the application of papaverine, a smooth muscle cell relaxant; and a longer term irreversible remodeling leading to a diameter reduction that is insensitive to the application of papaverine. In this context, our work aims to study this arterial wall adaptation to changes in shear stress in the particular case of a stenting procedure and to compare a biodegradable stent with a metallic stent. We observed that whereas the BMS cages the artery and prevents it from remodeling, the BRS allows the lumen diameter to change, reversing the initial increase in wall shear stress induced by neointimal hyperplasia and restoring a constant and homeostatic value of wall shear stress between the unstented and stented parts of the artery. Thus, in the case of stenting, the arterial remodeling in response to changes in wall shear stress as previously studied by other authors is enabled only by BRS.

The present study has several limitations that should be noted. First, it remains unknown if the results found here for miniswine would be the same in humans. Pigs have been shown to be an appropriate animal model to study angioplasty and stenting procedures 117 . Thus, it is reasonable to expect that the present results would be applicable to the human case. It should also be noted that the miniswine used were healthy animals and that the response of a diseased vessel to the deployment of a stent may differ from that of a healthy vessel. Future studies on diseased animals would help in this regard. Finally, both our analyses and computational simulations assumed the artery to be straight and rigid and considered blood as a purely Newtonian fluid. It would be interesting to study the sensitivity of the results to these assumptions.

The ability of an artery to adapt to the changes in its mechanical environment induced by the deployment of a stent is a critical consideration in determining the risk of post-stenting complications including restenosis, in-stent perturbations of the local flow field, and thrombosis. BRS appear to represent a major advance in this regard. BRS provide an effective scaffold for the artery during the first months after the procedure and their subsequent dismantling upon degradation allows the vessel to remodel and adapt its geometry to the new biomechanical environment and thus to eventually restore physiological values of the applied stresses.
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Conclusions and Recommendations for Future Work

In the first chapter we introduced four questions that we intended to answer in the following chapters.

How does a stent degrade? How does the arterial wall thickness vary in reaction to a stenting procedure?

To answer these questions, we presented in chapter 2 the development of theoretical laws of behavior regarding:

1. the evolution of the stent mechanical properties with degradation: the degradation is primarily hydrolysis driven and is accelerated by the experienced stresses -a combination of the residual stresses due to the plastic deformation occurring during deployment and the stresses induced by the arterial wall pushing the stent inwards.

The proposed equation for the evolution of the mechanical properties of the stent is based on experimental evidence for the contribution of hydrolysis, and on a simple modeling for the contribution of the load, in the absence of more detailed experimental data. 2. the evolution of arterial wall thickness in reaction to a stenting procedure: three contributions are taken into account; the proliferation of smooth muscle cells in the absence of endothelial cells, the proliferation of cells submitted to inflammation processes, and the thickening of the wall aiming to restore homeostatic values of the experienced hoop stresses.

Thereafter, we implemented these laws in a computational model thanks to the finite element software COMSOL 5.1. In a first step, the stent undergoes a pressure-driven deployment that simulates the inflation of a balloon and allows modeling the dogboning and the foreshortening of the stent as observed in vivo. The final state of stresses and deformed geometries of both stent and artery are used as initial state for the second step of the modeling implementing the intricate degradation and remodeling, thanks to an implicit method which updates the values of the stent mechanical properties and the arterial wall thickness according to the computed and stored stresses of the previous time step.

CHAPTER 5

As has been previously highlighted by other authors [START_REF] Soares | Biomechanical challenges to polymeric biodegradable stents[END_REF][START_REF] Soares | Modeling of deformation-accelerated breakdown of polylactic acid biodegradable stents[END_REF] , the degradation of the stent accelerated by the load is heterogeneous. This allows one to predict the places where the stent is more prone to dismantle during the degradation process. As far as we know, until now the degradation of a polymeric stent has been modeled only under in vivo compatible load and not using a dynamic coupling between the stent and the artery. Besides, previous works have considered either a hydrolysis-driven degradation [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF] or a load-driven degradation [START_REF] Soares | Constitutive Framework for Biodegradable Polymers with Applications to Biodegradable Stents[END_REF][START_REF] Soares | Modeling of deformation-accelerated breakdown of polylactic acid biodegradable stents[END_REF] but not the combination of the two. Thus, our model may add new insight into the accurate prediction of the stent dismantling and the late recoil of the stent due to degradation.

To our knowledge, our study is the first to consider the arterial response to stent degradation. For a given set of parameters, our model is able to predict the increase and subsequent decrease of the arterial wall thickness, which is qualitatively observed in vivo [START_REF] Durand | Head-to-head comparison of a drug-free early programmed dismantling polylactic acid bioresorbable scaffold and a metallic stent in the porcine coronary artery six-month angiography and optical coherence tomographic follow-up study[END_REF] . However, the model exhibits strong influence on the chosen parameters and on the weight given to the different contributions. The literature experiments from which values were extracted seem insufficient to accurately determine all the model parameters. The model would therefore benefit from tailored experiments.

Could OCT be an interesting technique to quantitatively follow stent degradation and would it be useful to determine some parameters for more accurate computational models?

As seen in chapter 2, theoretical and computational model are based upon sets of parameters that need to be determined. Regarding stent degradation, different methods to follow the degradation of a polymeric material can be considered. Optical coherence tomography is a method of growing interest especially since it can be used in vivo. Moreover, stents struts appearance has been shown to qualitatively vary with degradation 137 . We developed an automated method to detect stent struts on OCT images and quantitatively follow their gray scale intensity during several months of degradation. We showed that the GSI can be described using the same type of exponential behavior than the one which describes others properties of the polymer such as the number average molecular weight [START_REF] Vieira | Mechanical study of PLA-PCL fibers during in vitro degradation[END_REF] . Fitting the experimental data with a shape of this kind we determined the rate of hydrolysis of ART stents, with very good agreement with the ones determined from chemical analysis. As a result, the evolution of the GSI with time appears to represent a useful surrogate for stent degradation process, allowing one to determine the rate of degradation of a given stent; but adding two breaking through advantages compared to conventional techniques:

• it is a non destructive technique for in vitro experiments;

• it can be used in vivo in patients. Therefore, OCT has the potential to be a versatile technique to study stent degradation.

Is an artery still able to adapt its lumen diameter to modified shear stress even if stented?

A well known phenomenon occurring the weeks following the stenting procedure is neointimal hyperplasia. To study this phenomenon, we modeled the evolution of arterial wall thickness in response to various factors, especially the perturbation of its mechanical homeostasis regarding the experienced hoop stress. However, the flow field is also modified after the stenting procedure, and arteries are known to adapt their lumen diameter to a modification of the experienced shear stress 102,123 . To understand if a stented vessel is still able to remodel in response to modified blood flow field even if caged by a stent, we studied the evolution of the lumen diameter measured on OCT images and the evolution of the corresponding shear stress, estimated from the value of the lumen diameter thanks to Poiseuille modeling after having shown thanks to numerical simulations that the conclusions drawn based on Poiseuille flow remain valid even in the case of pulsatile flow because the dependence of wall shear stress is similar in both cases. We observed that whereas the bare metal stent caged the artery and prevented it from remodeling, the bioresorbable stent allowed the lumen diameter to vary leading to a decrease in shear stress and restoring a similar value for shear stress between the unstented and stented parts of the artery.

Recommendations for future work

Stent and artery geometries and mechanical properties

In a first study, we chose to use one of the earliest stent design, called the Palmaz Schatz design. The ART first stent design was very similar to this stent. However, open cell designs rather than closed cell designs have become more heavily used in recent years. Thus, our computational model can be adapted to these new geometries and more generally, it can be used to understand the importance of various aspects of stent design on the heterogeneous degradation and on the arterial remodeling. A three-layer model could be considered for the arterial wall, with a separate plaque.

Regarding mechanical properties, even if a simple law such as the neo-Hookean formulation appear to be a reasonable choice for a first approach, more complex laws such as the Knowles model [START_REF] Hayman | The effect of static and dynamic loading on degradation of PLLA stent fibers[END_REF] or the Mooney Rivlin law 49 could be implemented in further studies to describe more accurately the non-linear elastic behavior of polylactic acid. Furthermore, the viscoelasticity of PLA has been demonstrated and could also be taken into account 118,119 . For the artery, an anisotropic model similar to the one developed by Holzapfel [START_REF] Holzapfel | A new constitutive framework for arterial wall mechanics and a comperative study of material models[END_REF] could be implemented to study the influence of the orientation of collagen fibers.

Degradation and arterial remodeling

Initially, stent degradation is associated with a decay in the stent's mechanical properties. The integrity of the stent is intact, but the stent gets progressively weaker. During this period, the artery is scaffolded, and this allows the healing of the wound due to the stent deployment and the compression of the plaque. The stent degradation and decreases in radial strength also allow progressive transfer of the stresses from the stent to the vessel. Because of the absence of endothelial cells, inflammation and stresses, the arterial wall thickens during this period. We focus on those phenomena in our computational model and needs to be taken into account in further studies, as well as the associated arterial remodeling. The evolution of the radius R(t) of the arterial lumen before the dismantling could be described as:

= -[ -] (5.1) 
where w int (t) is the wall thickness occurring at the inside wall and R 0 and w 0 are the initial radius and wall thickness, respectively; and the evolution of the late lumen gain could be described with equations of the following form:

= -[ -] + ( ) (5.2) 
= - + = - + . ( ( ) - ) (5.3) 
where r(t) is the evolution of the late lumen gain, A dism a constant, τ wall (t) and τ wall0 the shear stress and the homeostatic value of the shear stress, respectively.

Parameters of the stent degradation

As mentioned previously, we used a simple linear dependence upon load to model the contribution of the load to the degradation of the polymer. This was chosen in the absence of more detailed experimental data. To investigate this more precisely, one could consider experiments in which samples of PLA fibers would be left to degrade in a saline solution at 37°C and followed by OCT imaging and quantification of the GSI as detailed in chapter 3, with samples unloaded and samples loaded with different forces. As the method is nondestructive and thus does not necessitate an excessively large number of samples, one can think of testing many values for the load, more than the one or two values usually tested in the literature [START_REF] Miller | The in vivo and in vitro degradation of poly (glycolic acid) suture material as a function of applied strain[END_REF][START_REF] Fan | Influence of mechanical loads on degradation of scaffolds[END_REF][START_REF] Hayman | The effect of static and dynamic loading on degradation of PLLA stent fibers[END_REF] . Thus, the function k load defined in chapter 2 could be fully determined. Besides, as proposed in chapter 3, further studies are needed to validate the OCT technique's ability to quantitatively track stent degradation in vivo, and especially to understand how the infiltration of proteins and cells affects the strut grayscale intensity values. If the technique is validated, it could then be used to compare the degradation kinetics of a given stent in vivo and in vitro, and investigate the influence of patients' characteristics such as diabetes, hypertension, curved lesions, etc. on the rate of degradation of the stent.

Parameters of the arterial remodeling

The model would benefit from more detailed experiments regarding the influence of the three contributions proposed here as the key factors for the development of neointimal hyperplasia, and the relative weights of those factors. Indeed, the results show strong dependence upon the values of the different parameters, and the literature experiments from which values were extracted seem insufficient to accurately determine them. It would for instance be interesting to conduct tailored experiments in a given animal model, with a given polymeric material, to make the three contributions vary one at a time.

ANNEX: French summary of the thesis work

Modélisation des stents biodégradables et de leur impact sur la paroi artérielle L'athérosclérose est une pathologie caractérisée par l'accumulation de lipides, de calcifications, de fibrose et de cellules entre la couche interne de l'artère ou intima, et la couche médiane ou media. Dans les stades avancés, la plaque ainsi formée rétrécit le calibre de l'artère et gène l'écoulement du flux sanguin. Les complications de cette maladie sont d'une part chroniques et alors liées à l'ischémie des cellules situées en aval de la sténose. Ainsi, selon la localisation de la plaque d'athérome, des douleurs à type d'angor d'effortpour des plaques situées au niveau des artères coronaires -ou de claudication à la marchepour des plaques situées au niveau des artères des membres inférieurs -peuvent être ressenties par le patient. D'autre part, des événements aigus peuvent survenir. En effet, la plaque peut se rompre, obstruer la lumière artérielle et entraîner la mort des cellules irriguées en quelques heures si le vaisseau n'est pas ré ouvert ; c'est ce phénomène qui est responsable des infarctus myocardiques et de certains accidents vasculaires cérébraux notamment. Ainsi, les complications de l'athérosclérose sont la première cause de décès dans le monde d'après l'Organisation Mondiale de la Santé.

Lorsque la sténose de l'artère est serrée et symptomatique, ou si le vaisseau doit être réouvert en urgence, le traitement le plus couramment utilisé est la pose de stents, des structures métalliques en forme de ressorts que l'on peut insérer dans la circulation systémique via une artère périphérique à l'aide d'un cathéter, guider jusqu'à la portion sténosée ou bloquée de l'artère malade, et déployer -typiquement à l'aide du gonflement d'un ballon -afin de ré-ouvrir l'artère et de restaurer le flux sanguin. La première génération de stents, utilisée pour la première fois en 1986, était constituée de métal. Bien que très efficaces pour restaurer le flux sanguins, ces stents étaient associés à des taux importants de resténose -définie comme la récidive du rétrécissement du calibre artériel, qui pouvaient atteindre jusqu'à 30% des procédures. La resténose est due à une prolifération incontrôlée des cellules musculaires lisses de la media en réaction à la blessure causée à l'artère par le déploiement du stent. Pour éviter cela, les stents furent ensuite enduits d'une couche de médicaments anti-prolifératifs. Grâce à cette seconde génération de stents, les taux de resténose chutèrent en dessous de 3%. Cependant, non seulement la prolifération des cellules musculaires lisses est inhibée par ces médicaments, mais la ré-endothélialisation, c'est-à-dire la formation d'une nouvelle intima après sa destruction par le déploiement du stent, est également limitée. Cela conduit à la présence de struts non recouvertes par des cellules endothéliales ; et cela est probablement la cause du nombre accru de thromboses tardives -un évènement rare, mais souvent de très mauvais pronostic lorsqu'il survientassocié à cette seconde génération de stents.

Dans ce contexte, un concept intéressant est celui de stent biorésorbable (BRS). Ce concept est basé sur l'idée qu'un stent n'est nécessaire que jusqu'à la guérison de l'artère -suite à quoi il serait préférable que le stent disparaisse, afin de retrouver un état plus physiologique.

Les BRS sont des devices complexes dont le comportement est jusqu'à présent principalement étudié grâce à des essais expérimentaux longs, difficiles et coûteux. Le développement de modèles décrivant leur comportement à l'état initial mais également au cours de la dégradation pourrait faciliter et améliorer le développement de BRS performants, afin de calibrer leur dégradation pour qu'ils soutiennent l'artère juste le temps nécessaire et qu'après cela ils disparaissent.

Par ailleurs, le déploiement d'un stent altère significativement les contraintes mécaniques exercées sur la paroi artérielle, or celles-ci jouent un rôle important dans l'incidence de complications telle que la resténose et l'hyperplasie néointimale. Dans le cas d'un BRS, les contraintes mécaniques dans le stent comme dans la paroi artérielle évoluent au fur et à mesure que le stent se dégrade. De plus, la dégradation du stent par hydrolyse peut être accélérée par ces contraintes : un couplage supplémentaire qui doit être pris en compte. Dans cette étude, nous nous intéressons à la détermination de l'évolution des contraintes dans le stent et dans l'artère pendant le déploiement puis la dégradation du stent, ainsi qu'à l'influence de ces contraintes sur la dégradation du stent et sur le remodelage de la paroi. Le remodelage de la paroi est également influencé par la dénudation de l'endothélium et par l'inflammation induite par l'implantation d'un BRS. Dans ce but, nous avons développé un modèle 3D par éléments finis du déploiement et de la dégradation d'un BRS en acide polylactique tenant compte du couplage entre l'artère et le stent. Il permet notamment de prédire les zones les plus fragiles du stent et donc les points qui seront probablement les premiers à être démantelés, ainsi que l'évolution de l'épaisseur de la paroi artérielle en réponse à l'implantation d'un BRS.

Etant donné que le modèle repose fortement sur des paramètres qui doivent être déterminés expérimentalement, nous nous sommes également intéressés au développement d'une méthode expérimentale pour suivre la dégradation d'un BRS. Nous avons utilisé la tomographie par cohérence optique (OCT) pour suivre régulièrement la dégradation de stents déployés dans des tubes et immergés dans du sérum physiologique à 37°C pendant deux ans. Nous avons ensuite développé une méthode qui détecte automatiquement les struts des stents sur les images OCT et quantifie leur intensité de niveau de gris. Les résultats suggèrent que cette méthode automatisée d'analyse d'images OCT est un outil prometteur pour évaluer quantitativement l'état de dégradation d'un BRS.

Enfin, nous nous sommes intéressés à la capacité d'une artère stentée à s'adapter à une modification du cisaillement ressenti. Nous avons étudié l'évolution de la lumière artérielle de porc stentés suivis in vivo par OCT ainsi que le cisaillement associé. Alors qu'un stent métallique bloque le remodelage artériel, nous avons observé qu'un BRS -probablement grâce au démantèlement du stade final de la dégradation -libère le vaisseau et permet ainsi l'adaptation de son diamètre de manière à diminuer le cisaillement et l'inadéquation avec l'artère non stentée. L'adaptation de la lumière artérielle permise par le démantèlement du stent pourrait être prise en compte dans de futurs modèles numériques. Title: Modeling biodegradable stents and their effect on the arterial wall Keywords: biomechanics, stent, biodegradable, artery Abstract: Today, sent deployment is the most common treatment for symptomatic atherosclerosis. Bioresorbable stents (BRS) are based on the premise that a stent is needed only until arterial wound healing occurs after which it would be desirable for the stent to degrade so that the arterial wall recovers its natural compliance. Deployment of a stent profoundly alters the mechanical environment in the arterial wall, and these alterations play an important role in regulating the incidence of complications such as restenosis and neointimal hyperplasia. In the case of a BRS, the mechanical stresses in both the stent and the arterial wall evolve as the stent degrades. Furthermore, the hydrolysis-driven degradation of the stent can be accelerated by mechanical stresses in the stent, an additional coupling that needs to be taken into account. We are interested in determining the evolution of stresses in both the stent and the arterial wall during the stent deployment and degradation process and in elucidating the effect of these stresses on the stent degradation and on the remodeling process in the wall, which would also be influenced by the loss of endothelial cells and the amount of inflammation induced by the stent deployment and degradation. To this end, we have developed a 3D finite element model of the deployment and degradation of a polylactic acid (PLA) BRS that integrates the coupling between the stent and the artery. This allows one to predict the zones of dismantling of the stent and the evolution of the arterial thickness in response to a BRS stenting procedure. Since the model relies strongly on parameters that need to be determined experimentally, we became interested in developing methods to follow stent degradation. With this aim, we used optical coherence tomography (OCT) to image several BRS that were deployed into tubes and allowed to degrade in a saline solution at 37°C over a period of two years. We subsequently developed a versatile method for automatically detecting stent struts on the OCT images and quantifying the strut gray scale intensity. The results suggest that this automated method of OCT image analysis represents a promising tool to quantitatively assessing BRS degradation states. Lastly, we were interested in establishing the ability of a stented artery to adapt to a modification in its wall shear stress. Studying the in vivo evolution of the lumen of stented miniswine arteries followed by OCT imaging allowed us to demonstrate that whereas a bare metal stent cages the artery, a BRS, presumably due to its degradation-induced dismantling, frees the vessel and enables it to adapt its lumen diameter in order to decrease its absolute level of shear stress and the compliance mismatch with the unstented portion of the artery. This lumen adaptation allowed by the stent dismantling could be taken into account in future computational models.
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 14 Figure 1.4: an example of biodegradable stent: the ART Pure Bioresorbable Scaffold (from ART website art-stent.com)
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 2 Figure 2.11: an implicit and recurrent method to model stent degradation and arterial remodeling: method to go from one step n to the following one n+1

Titre:

  Modélisation des stents biodégradables et leur impact sur la paroi artérielle Mots clés : biomécanique, stent, biodégradable, artère Résumé : Les stents sont aujourd'hui le traitement le plus courant des stades avancés de l'athérosclérose. Le concept de stents bioresorbables (BRS) est basé sur l'idée qu'un stent n'est nécessaire que jusqu'à la guérison de l'artère -suite à quoi il serait préférable que le stent disparaisse, afin de retrouver un état plus physiologique. Le déploiement d'un stent altère significativement les contraintes mécaniques exercées sur la paroi artérielle, or celles-ci jouent un rôle important dans l'incidence de complications telle que la resténose et l'hyperplasie néointimale. Dans le cas d'un BRS, les contraintes mécaniques dans le stent comme dans la paroi artérielle évoluent au fur et à mesure que le stent se dégrade. De plus, la dégradation du stent par hydrolyse peut être accélérée par ces contraintes : un couplage supplémentaire qui doit être pris en compte. Nous nous intéressons à la détermination de l'évolution des contraintes dans le stent et dans l'artère pendant le déploiement puis la dégradation du stent, ainsi qu'à l'influence de ces contraintes sur la dégradation du stent et sur le remodelage de la paroi, qui est également influencé par la dénudation de l'endothélium et par l'inflammation induite par l'implantation d'un BRS. Pour atteindre ces objectifs, nous avons développé un modèle 3D par éléments finis du déploiement et de la dégradation d'un BRS en acide polylactique tenant compte du couplage entre l'artère et le stent. Il permet notamment de prédire les zones de démantèlement du stent et l'évolution de l'épaisseur de la paroi artérielle en réponse à l'implantation d'un BRS. Etant donné que le modèle repose fortement sur des paramètres qui doivent être déterminés expérimentalement, nous nous sommes intéressés au développement d'une méthode expérimentale pour suivre la dégradation d'un BRS. Nous avons utilisé la tomographie par cohérence optique (OCT) pour suivre régulièrement la dégradation de stents déployés dans des tubes et immergés dans du sérum physiologique à 37°C pendant deux ans. Nous avons ensuite développé une méthode qui détecte automatiquement les struts des stents sur les images OCT et quantifie leur intensité de niveau de gris. Les résultats suggèrent que cette méthode automatisée d'analyse d'images OCT est un outil prometteur pour évaluer quantitativement l'état de dégradation d'un BRS. Enfin, nous nous sommes intéressés à la capacité d'une artère stentée à s'adapter à une modification du cisaillement ressenti. Nous avons étudié l'évolution de la lumière artérielle de porc stentés suivis in vivo par OCT ainsi que le cisaillement associé. Alors qu'un stent métallique bloque le remodelage artériel, nous avons observé qu'un BRSprobablement grâce au démantèlement du stade final de la dégradation -libère le vaisseau et permet ainsi l'adaptation de son diamètre de manière à diminuer le cisaillement et l'inadéquation avec l'artère non stentée. L'adaptation de la lumière artérielle permise par le démantèlement du stent pourrait être prise en compte dans de futurs modèles numériques.
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Nomenclature

constant chosen so that W i varies between 0.5 and 1 constant, weight of the contribution of the absence of EC to the arterial remodeling constant, weight of the contribution of inflammation to the arterial remodeling constant, weight of the contribution of the stresses to the arterial remodeling function giving the average value of the radius of the stent at a
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1: Summary for the values of Lmax determined by different methods.
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 22 .2. Parameters for the baseline model of the evolution of the number of endothelial cells. k i and k d are in [number of created cells/day/number of existing cells] and [number of dead cells/day/number of existing cells] respectively.

	K div (t)		EC	
	k i	k d	N ec	N init
	0.5	0.01	140 000	2 000

Table 2 .

 2 4: Determination of the weights of the three contributions to the arterial thickening.

	A 1	A 2	A 3
	0.2 µm/day/1000cells	5 µm/day/units	10 µm/MPa/day
	Asahara et al.		

Table 2 .

 2 (Table 2.5). The mechanical properties of the stent and the artery for the baseline model are summarized in Table 2.6. 5: Different shear modulus for the artery to model in a first approximation the presence of a plaque.

		Healthy artery	Soft plaque	Stiff plaque
	Shear modulus	μ a = 6.2 MPa	μ soft = 0.5×μ a = 3.1 MPa μ stiff = 2×μ a = 12.4 MPa
	Table 2.6: mechanical properties of stent and artery		
	density (kg/m 3 )	neo-Hookean model	Plastic properties
		shear stress	bulk modulus	Yield stress
	Stent	1300	6.7 GPa	111 GPa	70 MPa
	Artery	960	6.2 MPa	2 MPa	-
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 2 7: Different values for the rate of hydrolysis

		ART PBS	BVS 1.0	BVS 1.1
	kh	0.01	0.0055	0.00275
	From	experiments	Onuma et al. 61	modeled as k 1.0 /2

  118,119 and could also be taken into account. It is for instance possible to use models adapted from the Bergström and Boyce constitutive model used by Vieira et al. to describe the evolution of PLA-PCL fibers' mechanical properties during in vitro degradation 120 and by Debusschere et al. for a numerical implicit method of BRS deployment 121 . Eventually, models accounting for PLA anisotropy

Table 3 .

 3 1: final table of the empirical values used in the program

	Inner contour detection	Outer contour detection
	Parameter	Value	Parameter	Values
	d rough	200 px	I back2	0.25
	I shadow	0.2	I color	1.75
	d thick	2 to 12 px	T derivative	0.0545
	I back1	0.4	I ROF	0.35
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